
EP 0 329 464 B1 Description FIELD OF THE INVENTION 5     The invention
relates to a system for closed loop delivery of an exercise simulating
agent, said exercise simulating agent eliciting both acute and adaptive
cardiovascular responses similar to those resulting from aerobic activity.
BACKGROUND AND INTRODUCTION TO THE INVENTION 10 Publications and other
reference materials referred herein are numerically referenced in the
following text and respectively grouped in the appended Bibliography which
immediately precedes the claims. The drugs described that elicit acute and
adaptive cardiovascular responses similar to the types of responses
elicited by aerobic activity are referred to as Exercise Simulating Agent
Beta Agonists 15 (hereinafter "exercise simulating agents" or "ESA" beta
agonsists") for the purposes of this invention. While eliciting such
cardiovascular responses, it has been discovered that the effects of
administration of ESA[err] beta agonists can be finely controlled so that
the heart is exercised or stressed at selected levels without body motion.
According to the American Heart Association, heart disease, stroke and
related disorders accounted for 20  nearly one million deaths in 1984,
almost as many deaths as from all other causes of deaths combined.
Cardiovascular and cerebrovascular diseases affect over 63 million people
in the United States, equivalent to one of every four Americans.
Approximately 5 million people in the United States suffer from coronary
artery disease (hereinafter "CAD"), resulting in over 1.5 million heart
attacks yearly, of which 550,000 are fatal. The annual economic cost of
cardiovascular disease alone is estimated to be $85 billion. Cardiovas- 25
cular disease has many manifestations, of course, including
atherosclerosis. Atherosclerosis is the most common form of
arteriosclerosis, commonly referred to as "hardening of the arteries".
Atherosclerosis is a degenerative process that narrows or blocks arteries
in the heart, brain and other parts of the body; the interior walls of the
arteries become lined with deposits of fat, cholesterol, fibrin, cellular
waste products and calcium. These deposits form a rough, thick surface
inside the blood vessels, 30  and interfere with both the smooth flow of
blood and the amount of blood carried through the arteries. This narrowing
of the blood vessels restricts blood flow, causing ischemia (deficiency of
blood due to either functional constrictions or obstruction of a blood
vessel), and is the underlying pathologic condition in many forms of
cardiovascular disease including CAD, aortic aneurysm, peripheral vascular
disease and stroke. In the majority of cases, the first indication of
atherosclerosis is seen during exercise when the oxygen 35  requirement of
the heart muscle (myocardium) increases. Indeed, atherosclerosis is
generally silent until it manifests itself as CAD, peripheral vascular
disease, stroke, or sudden death. There are essentially no easy, rapid or
economic tests to detect the presence of atherosclerosis before it is
clinically evident, and the only treatment for it is the modification of
risk factors (i.e., cigarette smoking, high blood pressure, blood
cholesterol and diabetes) once atherosclerosis is 40 detected in an
asymptomatic individual. Disorders of the coronary arteries are common
manifestations of atherosclerosis. CAD develops when the coronary
circulation is insufficient to supply the oxygen requirements of the heart
muscle, resulting in ischemia. CAD has three major clinical manifestations:
angina pectoris, a condition marked by periodic episodes of chest pain,
especially during exertion, that result from transient and reversible
myocardial 45  ischemia (when CAD has progressed such that it is clinically
apparent, it is also referred to as ischemic heart disease); myocardial
infection, the term used to describe acute necrotic changes in the
myocardium that are usually secondary to coronary occlusion (heart
attacks); and sudden death, an unexpected cardiac death occurring within an
hour of the onset of the heart attack, often without prior symptoms. CAD is
clearly a diagnostic challenge to the practicing physician because it is
often silent and because of the severe so consequences of its clinical
course. Several developments in the diagnosis of CAD have taken place in
the past 15 or so years. Prior to 1970, the principal techniques available
for the evaluation of the patient with heart disease were the clinical
examination, the chest x-ray, and electrocardiography (hereinafter "ECG").
If these various modalities were inadequate and clinical symptoms were
present, patients were often and in many cases still are subjected 55 to
the invasive techniques of cardiac catherization, selective angiography, or
both, with the resultant discomfort, risk and necessity for
hospitalization. Patients who were diagnosed with CAD usually received 



clinical examination supplemented by the relatively inaccurate chest x-ray
and ECG. The introduction of other noninvasive techniques such as ECG
coupled with an exercise stress test ("EST"), ambulatory 2    EP 0 329 464
B1 monitoring electrocardiography and various forms of radionuclide
imaging, have improved the diagnosis and management of heart disease, but
these techniques are not without serious drawbacks. The value of the
noninvasive techniques are limited by the selection of the appropriate
diagnostic procedure or procedures, the skill and expertise of the
individual(s) performing the procedure, the ability of the patient to
successfully 5  tolerate and complete the test, the proper interpretation
of the results and the cost and availability of specialized equipment. Of
the above-mentioned noninvasive techniques, exercise stress testing (EST)
with electrocardiography monitoring is one of the most commonly used tests
in the diagnosis of CAD in the United States. Clinical experience has
repeatedly confirmed the value of EST in the diagnosis of symptomatic
cardiac conditions 10  which are not present at rest but are present under
conditions of cardiac stress. At rest the heart may perform adequately and
meet the body's requirements for oxygen and other nutrients, but when the
heart is stressed with exercise, CAD is more readily detected. The cardiac
changes elicited by stress include: (1) increased heart rate; (2) increased
cardiac output; (3) increased stroke volume due to increased venous return
and increased myocardial contractility; and (4) rise in systolic blood
pressure. These changes 15  increase the heart's need for oxygen, and
therefore increase the need for coronary blood flow, creating a
diagnostically revealing response for detection of CAD. Exercise stress
testing is performed after a baseline resting ECG is taken. The patient is
then closely monitored through a protocol of sequential levels of exercise.
The Bruce protocol is the most common protocol used in the United States.
This protocol specifies the speed and level of the incline of a motor 20
driven treadmill during a total of seven three-minute exercise states with
no rest periods. The test is stopped when any of the following occur: when
the protocol is completed; when the patient reaches a pre- set heart rate
goal; when the patient experiences acute discomfort; when a diagnostic
change occurs in the ECG or blood pressure; or when the patient fatigues.
Despite the fact that exercise stress testing is an important method for
the diagnosis of CAD, there are 25  drawbacks which limit its overall
usage. A significant problem with the procedure is that exercise must be
maximal in order to obtain the greatest sensitivity. In other words, for a
test to be considered diagnostically revealing, either the patient must
reach a level of stress that causes ischemia, or the patient must complete
the protocol by reaching a predetermined maximal heart rate. A large group
of patients in the target group are physically unable to exercise at all,
or are unable to achieve a maximal test due to problems such as 30
arthritis, limb abnormalities, obesity and other conditions. Other problems
are related to the use of this technique, including the fact that exercise
stress testing is inconvenient to both patient and doctor. A maximal stress
test exhausts most patients and involves a significant recovery time.
Additionally, maximal stress tests involve a degree of risk for the patient
of falling which is directly related to the use of a treadmill. Because of
the physical movement associated with the exercise, placement of the
electrodes is 35  also a problem. Specially designed electrodes which
minimize motion artifacts, must be securely attached. Placing the
electrodes can involve shaving of the chest in man, and sometimes
burnishing of the skin to achieve appropriate electrode contact. Taken as a
whole, these necessities make exercise stress testing an inconvenient test
for both patient and physician. Because of its inherent difficulty, lack of
sensitivity, lack of specificity, and cost, exercise stress testing is not
generally recommended for asymptomatic individuals (1). 40     Diagnosis of
CAD of by methods which can stress the heart in a manner that mimics
aerobic activity, while not forcing the patient to engage in such strenuous
activities would vitiate many of the problems associated with diagnosis of
CAD by means of exercise stress testing. In fact, a test wherein the heart
is stressed without the need for physical exercise would be not only of
great practicality, but would also allow for the testing of those
individuals who heretofore have been unable to engage in exercise stress
testing. 45     Several groups have described the intravenous infusion of
synthetic catecholamines (2, 3, 4, 5). United States Patent No. 3,987,200
entitled "Method for Increasing Cardiac Contractility" issued to Tuttle et
al. on October 19, 1976, discloses the synthetic catecholamine dobutamine.
Dobutamine elicits certain specific 



cardiac responses without the adverse side effects that would accompany
administration of a natural catecholamine. Dobutamine exerts a positive
inotropic effect (increasing heart contractility) without inducing 50
arryhthmia and with minimal heart rate and blood pressure effects. When
infused intravenously at high doses, dobutamine elicits increases in heart
rate, myocardial contractility, arterial blood pressure, and coronary and
skeletal muscle blood flow. Such responses resemble the effects of physical
exercise. Although heart rate does increase with infusion of dobutamine,
the drug was designed to specifically minimize this effect. Increasing
heart rate is referred to as a positive chronotropic effect. 55     Since
the development of dobutamine, there have been reports in the scientific
literature on the relationship of dobutamine and physical training (6).
Results from studies utilizing dobutamine in the diagnosis of CAD (7, 8, 9)
indicate that dobutamine infusion may be a reasonable, well-tolerated
cardiovas- cular stress test used with the various diagnostic modalities.
Use of dobutamine as an ESAT[err] beta agonist 3    EP 0 329 464 B1 for
adaptive response purposes has also been reported (10, 11, 12, 13, 14, 15).
However, and despite the fact that dobutamine elicits the cardiovascular
responses normally associated with exercise, the use dobutamine has been
limited because the drug must be intravenously infused due to its
relatively low potency, thus creating additional time and complications for
both patient and physician. 5     Dobutamine has also been administered to
prevent bedrest induced physical deconditioning, and it was reported that
infusions of dobutamine could maintain or increase many of the physiologic
expressions associated with physical conditioning. (16). The use of
portable infusion pumps for the administration of dobutamine raised the
possibility of overcoming the necessity for hospital confinement, allowing
for somewhat ambulatory movement (17, 18, 19, 20). Use of such a system in
an outpatient setting for general 10  diagnosis and treatment purposes is
of course negated by the need for an attached catheter to the patient The
need for oral inotropic agents to replace this form of therapy has been
noted (17, 19). An oral agent, however, while perhaps potentially useful
for therapeutic application would not be useful diagnostically, due to the
need for fine control of the cardiac response of the drug. For diagnostic
purposes, it would be desirable to be able to obtain specific cardiac
response over a defined period of time, and to be able to 15 reverse or
reduce the effect simply and rapidly. An orally effective compound,
"KM-13", obtained from a specific alteration of dobutamine's chemical
structure was recently discussed (21) and is the subject of a United States
patent (22). The compound produces acute adrenergic cardiovascular
responses which are similar to those of dobutamine, but unlike dobutamine,
KM-13 is more potent and is effective when administered orally. Several
synthetic compounds 20  having uses relating to the cardiovascular system
and which can be orally administered were known prior to the disclosure of
KM-13 (23, 24, 25, 26). Because KM-13 is an ionic compound, delivery of the
drug by other noninvasive techniques is possible. It has recently been
reported that KM-13 can be administered to dogs utilizing an iontophoretic
delivery system (27). However, while more potent than dobutamine, KM-13 is
not sufficiently potent to be 25  administered to humans iontophoretically,
since the current required to deliver an effective dose would cause adverse
effects such as skin bums. Transdermal iontophoresis is a non-invasive
technique in which an electrical current is applied to the skin through two
electrodes, whereby an ionized drug contained in one of the electrodes
moves into the body through the stratum corneum (e.g., skin) in response to
the potential across the electrodes. Such a 30  delivery system allows for
regulation of the amount of drug absorbed in the bloodstream through the
skin as a function of the magnitude of the current applied. Because the
system is non-invasive, both trauma and risk of infection are minimized;
the latter factor has increasing desirability due to the fears generated by
the risk of diseases from subcutaneous injections, e.g. AIDS. Transdermal
iontophoretic devices have been marketed for several years and are approved
by the Food and Drug Administration for use in delivering 35  certain drugs
(28). Recently, it has been reported that the beta blocker metoprolol can
be delivered iontophoretically (29). WO 86/07269 describes a drug delivery
system for transdermal delivery of a drug. The drug delivery may be
programmed by a control system to deliver a pre-determined constant level
of drug, or to deliver 



drug at a rate sufficient to keep a selected physiological parameter at a
pre-determined level. 40     US-A-3,651,806 discloses a closed loop system
in which the goal is to maintain a physiological parameter at a relatively
constant level. The control system is not designed to vary the
physiological parameter as a function of time. The drug to be administered
is a digitalizing agent. The system attempts to mimic what a human would
aim to do during drug administration i.e. attempt to have patient stability
with respect to the physiological parameter. 45     US-A-4,392,849 also
discloses a closed loop drug delivery system having a control system
adapted to control a physiological parameter (blood-pressure) so as not to
vary as a function of time. There are complex conditions placed on the drug
delivery and the response thereto but the goal is to maintain blood-
pressure in a normal range and not to vary this parameter as a function of
time. Voss et al (IEEE Transactions on Biomedical Engineering. Volume
BME-34, No. 8, 1987, 617-623) 50  describes an algorithm used to control
simultaneously mean arterial pressure and cardiac output in anaesthetized
dogs by the simultaneous computer-controlled infusion of sodium
nitroprusside and dobutamine. The authors were attempting to minimise
myocardial oxygen consumption. In order for an ESAT[err] beta agonist
system for inducing cardiac stress to be medically practical in both
clinical and outpatient settings, there are five criteria that must be
fulfilled by the device and the chemical 55  agent used, each of which is
met by the invention described and claimed therein: (1) similarity of
response to that of exercise-induced stress (the ESAT[err] beta agonist
must elicit cardiovascular response that mimic the diagnostically revealing
responses caused by aerobic exercise); (2) quick onset and cessation of
response (as with exercise, the temporal relationship of the heart's
response to the ESA[err] beta agonist 4    EP 0 329 464 B1 must be a close
one); (3) dose related response (as with exercise, the response of the
heart to an ESA[err] beta agonist must be dose-related such that an
increase in the dosage of an ESA[err] beta agonist must produce a related
increase in the heart's response); (4) safety (the heart's response to an
ESA[err] beta agonist must be safe, as is the response to exercise); and
(5) convenience (there must be a convenient 5  means of delivery the
ESAT[err] beta agonist into the patient). ESAT[err] beta agonists with
beta-1 adrenergic activity are presently preferred, while compounds with
beta-2 adrenergic activity can also be useful. SUMMARY OF THE INVENTION 10
The present invention describes a system for the closed-loop administration
of a drug which causes a physical response in a mammal similar to
cardiovascular responses elicited by aerobic exercise, said system
comprising: (a) a drug delivery system (3) for connection to the mammal,
the drug delivery system receiving as an input a control signal, 15   (b) a
monitor (2) for connection to the mammal capable of determining the
physical response of the mammal and outputting a signal indicative of the
physical response, and (c) a control system (4) receiving as an input the
signal indicative of the physical response and providing as an output the
control signal for the drug delivery system characterised in that the
control system (4) comprises a microprocessor which varies the physical
response as a function of time by controlling the 20    drug infusion to
the mammal. Below is described a method of eliciting in a mammal immediate
physical responses similar to those physical responses elicited by aerobic
activity which comprises administering an exercise simulating agent by a
closed-loop drug delivery system. Preferred are exercise simulating agents
("ESAT[err] beta agonists") having the general chemical structure: 25 [err]
30 wherein [err] and [err] are independently hydrogen, hydroxy, methoxy or
carbamoyl, provided that [err]and [err] are not both hydrogen or carbamoyl;
one of [err] and [err] is hydrogen and the other is hydrogen or methyl,
provided that if [err] is methyl, then [err] is not carbamoyl; Z is
hydrogen or hydroxy; and n is 2 or 3; or a 35  pharmaceutically acceptable
acid addition salt thereof. 



More preferred are ESA[err] beta agonists of the above Structure I wherein
Z is hydroxy ("Structure II"). According to one aspect, there is provided a
method of eliciting in a mammal Immediate cardiovascular responses similar
to those cardiovascular responses elicited by aerobic exercise which
comprises: (a) administering an exercise simulating agent (ESA[err] beta
agonist) to said mammal by a closed loop drug 40  delivery device; (b)
controlling infusion of said exercise simulating agent into the bloodstream
of said mammal so that a predetermined range of cardiovascular responses is
obtained; (c) monitoring the range of responses of said mammal; and (d)
changing infusion of said exercise simulating agent as required to maintain
said range of responses. Suitable ESA[err] beta agonists include compounds
of formula I. Preferred ESA[err] beta agonists include compounds of
Structure II. 45     According to the above described method, in one aspect
there is provided a method of simulating the cardiovascular responses of a
mammal to an exercise stress test ("ESA[err] beta agonist test") wherein
the heart of said mammal is exercised or stressed at a selected level
without body motion which comprises: (a) administering to said mammal an
ESA[err] beta agonist having beta adrenergic activity by a closed loop drug
delivery device wherein said exercise simulating agent induces reversible
myocardial ischemia if CAD is 50  present in said animal and is
administered in an amount effective to obtain a preselected range of
physical responses in said mammal; (b) controlling infusion of said
ESA[err] beta agonist into said mammal's bloodstream so as to maintain said
preselected range of responses for a preselected time period; and (c)
discontinuing infusion of said exercise simulating agent when said
preselected time period has expired or when said physical responses are
outside said preselected range. Preferred ESA[err] beta agonists include 55
compounds of formula I, especially preferred are compounds of Structure II.
Two particularly preferred ESA[err] beta agonists for diagnostic
applications such as the ESA[err] beta agonist test described above are
those whose preparations are described in Examples 1 and 2 and are termed
"ESA[err] beta agonist-l" and "ESA[err] beta agonist-II" respectively.
ESA[err] beta agonist-I and ESA[err] beta agonist-II exhibit a combination
5    EP 0 329 464 B1 of advantageously high potency and short half-life in
the body, making them particularly suitable for use as diagnostic agents.
Optionally, infusion of ESA[err] beta agonist may be controlled by a power
source operatively connected to the mammal which is regulated by a
microprocessor connected to both the power source and to an
electrocardiographic monitoring device connected to the mammal whereby
infusion of said 5  ESA[err] beta agonist is feedback controlled by the
microprocessor in response to changes in heart rate. Optionally, the
ESA[err] beta agonist test method may include, upon discontinuing infusion
of the ESA[err] beta agonist, simultaneously administering an antagonizing
agent having beta adrenergic blocking activity in an amount effective to
counteract the physical responses elicited by the ESA[err] beta agonist.
Optionally, the ESA[err] beta agonist test method may include the
additional feature that the flow of 10   electrical current from the power
source is discontinued when non-sinus or premature beats of a preprogrammed
origin are electrocardiographically detected. Another optional feature of
the ESA[err] beta agonist test method is that directional flow of
electrical current from the power source is reversed upon the occurrence of
an event (such as maximal heart rate) preprogrammed in the microprocessor.
The term "closed loop" refers to drug delivery systems in which drug is
delivered in automatic 15 response to feedback of a physical signal (or
response) which could include responses such as heart rate, blood pressure,
ECG, heart output or other similar physical response. The term "open loop"
refers to drug delivery systems in which drug is delivered at a
predetermined rate without any direct or automatic adjustment in response
to physiological variables. The closed-loop drug delivery system comprises
a system capable of administering precise amounts of 20 drug (ESA[err] beta
agonist) to the patient so that a desired response level may be maintained
or, optionally, increased or decreased. Suitable drug delivery systems
include transdermal iontophoretic delivery devices and intravenous delivery
devices. The administration of drug by the device may be pulsatile or
constant rate. By using pulsatile delivery, it may be possible to deliver
less total drug and yet get the same response compared with constant
delivery of drug. 25     The closed-loop drug delivery system may include
automated blood pressure and electrocardiography devices to allow
continuous monitoring of the patient's blood pressure and heart rate during
the ESA[err] beta 



agonist exercise test procedure. By monitoring the patient's response to
the ESA[err] beta agonist administra- tion of the dose of ESA[err] beta
agonist may be feedback controlled so that a desired response range is
obtained. Moreover, such continuous monitoring of the patient's heart rate
and blood pressure, by 30 incorporating various "fail safe" parameters,
allows the system to discontinue delivery of the ESA[err] beta agonist to
the patient or to prevent further cardiovascular activity in response to
the ESA[err] beta agonist. Thus, the system of the present invention would
provide added control and safety to the patient not available during
conventional exercise stress testing. Due to the above-noted features of
the closed loop system of the present invention which include (a) 35
automatic feedback control of the administration of the ESA[err] beta
agonists; (b) suitability for use in the diagnosis of CAD for patients
heretofore unable to use exercise stress testing; and (c) incorporation of
the above-noted "fail-safe" parameters; the method provides a truly safe
and efficient system for the diagnosis and treatment of CAD. Many
non-conditioned patients do not feel well after an exercise stress test,
since they are not accustomed to strenuous physical activity. Such
non-conditioned patients who would undergo 40 an ESA[err] beta agonist test
according to the present invention would not have the adverse muscular
effects and exhausted feeling that are often after effects of an exercise
stress test. The ESA[err] beta agonist test methods of the present
invention may be used in conjunction with other diagnostic tools in order
to obtain additional information about a patients cardiovascular condition.
For example, use of the ESA[err] beta agonist test in conjunction with
diagnostic tools such as echocardiography 45  and radionucleotide imaging
would expand the usefulness of those techniques. In the past, exercise
echocardiography has been impractical due to technical limitations with the
equipment involved which were related to the difficulty of monitoring a
moving patient with rapidly expanding lungs and tachycardia. Accordingly,
due to its ability to simulate the cardiovascular effects of aerobic
exercise without bodily motion, use of the test method of the present
invention in conjunction with echocardiography may result in so a simulated
exercise echocardiography which is clinically practicle. The ESA[err] beta
agonist test method may also be used in conjunction with radionucleotide
imaging using isotopes such as Thallium 201. Since radionucleotide imaging
has typically required adequate exercise levels for optimum results, its
usefulness for patients unable to exercise adequately or to achieve a
maximal heart rate has been severely limited. Use of those techniques in
conjunction with the ESA[err] beta agonist test method will allow
application to 55  clinical situations previously considered unsuitable due
to the inability of the patient to exercise or achieve maximal heart rate.
Another aspect provides a method of eliciting adaptive cardiovascular and
metabolic responses similar to the adaptive and metabolic responses
elicited by aerobic activity. One embodiment comprises admin- 6    EP 0 329
464 B1 istration of an ESA[err] beta agonist described herein to a patient
for a period of from 0.5 to 4.0 hours daily for a period of from 1 to 30
days. This may be accomplished either with or without the iontophoretic
delivery device described herein. A further aspect provides a method for
increasing cardiac contractility in a mammal having depressed 5  cardiac
contactility by administering an effective amount of an ESA[err] beta
agonist of Structure II. One preferred ESA[err] beta agonist is that whose
preparation is described in Example 3 herein and which is called "ESA[err]
beta agonist-III". It is also described a method of causing adaptive
effects in a mammal similar to the adaptive effects caused by aerobic
exercise over time which comprises administering an effective amount of an
ESA[err] beta 10 agonist of Structure II. Particularly preferred are
ESA[err] beta agonist-I, -II and -III. Due to its longer half-life in the
body and enhanced potency, ESA[err] beta agonist-III is particularly
suitable for such therapeutic uses. In an additional aspect, the present
invention provides a device for eliciting cardiovascular responses similar
to cardiovascular responses elicited by aerobic exercise ("ESA" beta
agonist device") which comprises: (a) closed loop drug delivery system for
administering an "ESA" beta agonist into the 15 mammal's bloodstream; (b)
infusion control system for controlling infusion of the ESA" beta agonist
into the bloodstream which is operatively connected to the drug delivery
system; and (c) monitoring system connected to the mammal to measure a
range of responses of the mammal to the "ESA" beta agonist 



which is operatively connected to both the drug delivery system and
infusion control system such that infusion of ESA[err] beta agonist may be
controlled to obtain and maintain a preselected range of responses 20 to
the ESA[err] beta agonist. Optionally, the device may include discontinuing
system for discontinuing infusion of ESA[err] beta agonist when a
preselected time period has expired or when the responses are outside the
preselected response range which is connected to the drug delivery system
and infusion control system. In the ESA[err] beta agonist device, a
microprocessor is used to regulate the drug delivery system, infusion
control system and monitoring system (as well as the optional discontinuing
system), and thereby 25 control infusion of ESA[err] beta agonist in
response to the measured cardiovascular responses in order to obtain the
desired preselected response range. Such ESA[err] beta agonist devices may
optionally include a second drug delivery system for administering a beta
adrenergic blocking agent which is connected to the discontinuing system
and which is activated simultaneously with the discontinuing system. Such
ESA[err] beta agonist devices may also optionally include a termination
system for terminating absorption of the 30 ESA[err] beta agonist into the
bloodstream upon activation of the discontinuing system. Suitable
termination system include an air-activated tourniquet or occluder cuff.
BRIEF DESCRIPTION OF THE DRAWINGS 35     FIG. 1 is a block diagram of a
closed-loop transdermal iontophoretic delivery system. FIG. 2 is a logic
diagram for the microprocessor software included in the closed-loop
transdermal iontophoretic delivery system. DETAILED DESCRIPTION OF THE
INVENTION 40 Although the method of exercise simulation using closed loop
drug delivery of the present invention encompasses the use of various
closed loop drug delivery systems including intravenous administration;
however, due to its non-invasive nature and concomitant advantages,
transdermal iontophoretic delivery is preferred. 45    In one embodiment of
the system of the present invention, precise quantitative amounts of a drug
can be delivered to the patient by closed loop iontophoretic delivery, and
because the amount of drug delivered is controlled by the amount of
electrical current needed to move the drug through the skin, delivery of
the drug can be readily terminated by either stopping or reversing the
supply of current to the electrodes. Such a closed-loop iontophoretic
delivery system of the present invention utilizes microprocessor 50
circuitry to automatically compensate for differences in factors such as
skin impedance between patients or even electrode placement on the same
patient, or dosages of an ESA[err] beta agonist necessary to achieve the
same cardiac response between different patients. This system, by
continuously monitoring the cardiovascular effects of the ESA[err] beta
agonist via an electrocardiograph, processing the information to determine
whether to increase or to decrease ESA[err] beta agonist administration
(and therefore heart rate), 55 and then adjusting the amount of current
supplied and hence the amount of ESA[err] beta agonist delivered, can
efficiently and effectively control the effects of the ESA[err] beta
agonist. Such a closed-loop system can safely regulate the amount of
ESA[err] beta agonist delivered to the bloodstream of the patient and,
thus, allow a predetermined cardiac response to be achieved. lontophoretic
current or electrode impedance can 7    EP 0 329 464 Bi also be monitored.
The transdermal iontophoretic drug delivery device comprises a drug
delivery electrode which contains the ESA[err]  beta agonist and an
indifferent electrode which does not contain the ESA[err] beta agonist and
which functions to close the electrical circuit. 5     The drug delivery
electrode for the transdermal iontophoretic delivery device may be
constructed according to one of various designs which are known in the art
(31, 32, 33, 34, 35, 36, 37, 38, 39, 40). Generally, three types of
electrode pads are suitable for use as the drug delivery electrode in the
method of the present invention, these being classified as: (1) monolithic
pad; (2) reservoir pad; and (3) multilayer pad. Preferred are the
monolithic pad and the reservoir pad. 10     A monolithic electrode pad
design provides for including the ESA[err] beta agonist in a polymer that
Is attached to the electrode. The polymer can also contain an adhesive to
maintain contact with the patient's 



skin. The ESA[err] beta agonist is dispersed in the polymer during
manufacture; this material is then formed into the pad itself. An example
of a class of polymers suitable for use in such a pad are hydrogels.
Preferred hydrogels include poly(hydroxy ethyl methacrylate) (HEMA). 15
A reservoir electrode pad design allows for addition of the ESA[err] beta
agonist drug to an electrode which comprises a disk which is attached to
the patient's skin. In such a design, the ESA[err] beta agonist is
contained in a reservoir or cavity in the electrode itself. The reservoir
or cavity is formed during the manufacture of the electrode. The ESA[err]
beta agonist can be added in gel form during manufacture of the pad, after
its manufacture, or immediately prior to use. 20     A multilayer electrode
pad includes separate layers for a buffering solution, an ion-exchange
membrane and a drug reservoir. Regardless of the design type of the drug
delivery electrode pad, the pad itself may be of any shape, but it should
conform to the area of the body where it is applied. The size of the pad
may be up to about 20 cm2, but preferably is only as large as required to
keep current density below 0.5 [err], since 25  increased pad area reduces
current density which may be a major factor in pH change and damage to the
patients' skin and build up of a drug depot. If the drug-containing matrix
itself has no buffering capacity, the electrode material should comprise a
material that undergoes an oxidation reduction reaction. Suitable materials
include silver/silver chloride or zinc/zinc chloride electrodes; otherwise
a carbon-filled electrode may be used. 30     The gel may comprise a
soluble polyHEMA (hydroxyethylmethacrylate) [Benz Research], hydrox-
ypropylmethyl cellulose [Methocel, EIOM, Dow Chemical] or Carbopol [934P,
BF Goodrich] and may include a preservative to prevent microbial growth;
parabens, such as methyl, ethyl and propyl, are preferred preservatives.
Small amounts of EDTA as a chelating agent may be included. Preferred gels
also include an antioxidant to prevent oxidation due to the drug-electrode
interaction. Preferred antioxidants 35  include sodium meta bisulfite and
vitamin C. The solvent for the gel may comprise deionized, pyrogen-free
water or polyethylene glycol (PEG 400, 10-20%). If desired, ethanol (100%)
may be added as a cosolvent. The concentration of the drug within the gel
is preferably in the range of approximately 5-25 mg/ml gel. It may be
desirable to add a small amount of buffer (e.g. citrate, phosphate buffer)
to maintain the pH in the electrode. 40     Prior to placing the drug
delivery electrode pad on the skin of the patient, it may be desirable for
the technician or doctor to abrade the skin using a clinically acceptable
tape material or other method. This removes part of the stratum corneum
which is the main barrier to transport of the drug through the skin.
Permeation enhancers may be applied topically prior to applying the drug
delivery electrode pad to increase the flow of the drug through the skin;
preferred permeation enhancers include surfactants such as 45  sodium
lauryl sulfate. Similarly, the indifferent (or return) electrode may be of
one of any of the same constructions as the drug delivery electrode except
that it contains no ESA[err] beta agonist. Since hydroxyl ions may be
generated at the site of the indifferent electrode, in order to increase
patient tolerance and comfort, and to decrease the occurrence of chemical
bums on the patient's skin, it may be preferred for the indifferent 50
electrode to be buffered in order to neutralize ions generated at the
electrode site, and to decrease the occurrence of pH elevation. A typical
ESA[err] beta agonist test may include several phases: (a) a pre-ESA[err]
beta agonist monitoring phase; (b) an ESA[err] beta agonist delivery phase;
and (c) a post-ESA[err] beta agonist monitoring phase. In the pre-ESA[err]
beta agonist monitoring phase, a patients physical responses are monitored
for a period of 55  time prior to beginning administration of the ESA[err]
beta agonist. This phase allows baseline values for physical responses
(such as blood pressure, heart rate, etc.) to be established and allows the
patient to become accustomed to the test equipment. Duration of the
pre-ESA[err] beta agonist monitoring phase is generally at least about ten
minutes or longer if additional time is required to establish suitable
baseline 8    ` EP 0 329 464 B1 values. During the ESA[err] beta agonist
delivery phase, ESA[err] beta agonist is administered to the patient 



according to the administration protocol selected. Administration protocols
include ramp protocols, where the ESA[err] beta agonist is at a rate to
give a continuous, basically linear increases in response (such as heart
rate) over time or a step protocol where response is increased in discrete
increments and then held at 5  that increased level for a period of time
before the next incremental increase. The drug delivery phase lasts until a
predetermined point is reached, such as maximum recommended heart rate or
an elapsed time period; or it may be ended before completion, for example,
if physical responses go beyond a preselected range of response or if an
arrhythmia occurs. During the post-ESA[err] beta agonist phase, the patient
is monitored until response values approach the baseline value or until a
second predetermined response 10 range (such as heart rate below 100) is
reached. Accordingly, in one aspect, the present invention monitors
physiological variables (e.g. heart rate, blood pressure, arrhythmia,
ischemia, e.g. ST segment deviation) and determines and automatically
regulates the administration of ESA[err] beta agonists, by means of a
closed-loop delivery system consisting of a microprocessor with software
operatively connected to a physiological monitoring sensor and a ion- 15
tophoretic delivery device, said physiological monitoring sensor and
iontophoretic delivery device attached to a patient as disclosed in Figure
1. Referring to Figure 1, the microprocessor (1) controls the rate of
current supplied from the signal driver controller (4), and hence the
amount of drug delivered from the drug reservoir located within one of the
electrodes (3a) (the other electrode being the indifferent electrode (3b)),
to the patient through the transdermal iontophoretic delivery device (3).
The amount of current supplied is a 20 function of patient-specific data
programmed into the microprocessor by the physician (indicated generally as
user interface (5) in Figure 1) and the response of the patient to the
drug, or as a function of the feedback data obtained from the physiological
monitoring sensor (2) as predicated upon the particular needs or physical
characteristics of a patient relative to the effect of the ESA[err] beta
agonist upon the patient. For example, the physician may desire a
customized protocol whereby the heart of the patient 25  maintains a
sustains heart rate of 110 for 3 minutes followed by a heart rate of 120
for 2 minutes, in order to create various levels of stress upon the heart.
The specific heart rate and corresponding time thereof can be selected by
the physician; the software can be programmed to signal the physician when
a predeter- mined maximum heart rate is approaching. Alternately, the
physician may select from a menu any one of several preprogrammed fixed
protocols (slow HR rise, moderate HR rise, fast HR rise, etc.) which might
be 30  most appropriate for the specific patient. The selected
preprogrammed fixed protocol can then be adjusted (if necessary) for the
desired maximum heart rate manually by the physician or automatically by
the microprocessor. Additionally, during actual execution of either
physician-selected fixed protocols or physician-cus- tomized protocols, the
system operator may optionally select to HOLD stable at a plateau of a
specific HR 35 (not at the maximum heart rate) for a short period of time
(potentially several minutes) to enable diagnostic procedures to take
place. In this HOLD modality the original protocol is temporarily suspended
by the microprocessor and a fixed heart rate maintained (by the closed loop
control of administration of the ESA[err] beta agonist drug) for the
physician's desired time duration. When the HOLD modality is completed
(manually indicated by the physician or automatically indicated by the
microprocessor) the original protocol 40 may be resumed from the point of
suspension or terminated (manually selected by the physician or
automatically selected by the microprocessor). Differences in skin
resistivity between patients or even different electrode positions on the
same patient can affect the amount of current needed to deliver a given
amount of drug iontophoretically. In addition, different patients may also
require a different dosage of an ESA[err] beta agonist to achieve the same
cardiac 45 response. The present closed-loop system automatically
compensates for these differences by continuously monitoring the
cardiovascular effect of an ESA[err] beta agonist on a particular patient
by way of the sensor, and adjusting the amount of current supplied to the
iontophoretic delivery device, and therefore the amount of ESA[err] beta
agonist delivered to the patient, will be controlled by the feedback data
obtained from the patient's physiological changes or from predetermined
data entered into the microprocessor by a physician so in accordance with
the needs of a particular patient. In order to monitor the response of the
patient to the ESA[err] beta agonist and to ensure his safety, an ECG
(heart rate) monitoring device (2a) and a blood pressure monitoring device
(2b) are provided to monitor the patient's heart rate and blood pressure.
These variables may be prominently displayed on a display screen by the
microprocessor. The permeability of the patient's skin for a specific
ESA[err] beta 55 agonist, based on skin impedance, can be predetermined and
programmed into the microprocessor. 



Additionally, specific parameters, such as the patient's age, height,
weight, sex and other necessary data may be programmed into the
microprocessor. 9    EP 0 329 464 B1 Figure 2 depicts a logic diagram for a
software program which may be used according to one embodiment of the
present invention. Using the input variables and the sensor variables, the
current necessary to deliver the ESA[err] beta agonist to the patient
through the iontophoretic device is calculated; these variables are
monitored and are used in the calculation of the ESA[err] beta agonist dose
and rate of 5  increase or decrease of ESA[err] beta agonist dose during
the course of the study. Following data entry, the key parameters (e.g.
blood pressure, heart rate, impedance, and current/dose -- mAmp/mMole) may
be displayed and alarm signals are set which indicate when a specific
pre-set level has been achieved. Software within the microprocessor
processes the data obtained from the sensor connected to the patient. and
based upon those data -- as well as the achieving of a selected target
heart rate, or the occurrence of 10  some event wherein the physician or
patient desires to terminate the delivery of the ESA[err] beta agonist --
the control software signals the signal driver controller (4) to either
increase, decrease, terminate or reverse the flow of current, and thus the
administration of ESA[err] beta agonist. Current is monitored as another
indication of proper functioning of the system, since if too great a
deviation from a setpoint current is measured, a problem may have occurred.
The control software 15  processes various feedback data obtained from the
sensors and functions in increasing, decreasing, terminating or reversing
the flow of current to the transdermal iontophoretic delivery device; thus,
the amount of ESA[err] beta agonist released from the drug reservoir
reflects the processing of such information by the control software. During
the study, the entire electrocardiogram tracing can be recorded; electronic
storage media can contain the entire study for a specific patient. The
information can also be printed on 20  hardcopy by way of a printer
attached to the microprocessor. Both serve as permanent records for the
patient study. Once the drug delivery electrode and indifferent electrode
are attached to the patient and current flow begins, so that the ESA[err]
beta agonist begins to affect the patients' heart rate, the blood pressure
and heart rate sensors provide the microprocessor and control software with
information so that the current to 25  the iontophoretic device (drug
delivery electrode) may be increased or decreased as required to increase
or decrease the amount of drug necessary to obtain the desired response
(such as heart rate) in the patient. As indicated in Figure 1, an ECG
amplifier (6), may be connected to the ECG electrodes, to amplify the
signal therefrom, which signal is monitored by an R-wave detector (7),
which provides the signal driver controller (4) with information on the
heart rate of the patient. If the heart rate or blood pressure go beyond 30
a pre-programmed range, or if arrhythmia develops, the control software may
terminate the flow of current to the iontophoretic device which will
immediately terminate delivery of the ESA[err] beta agonist to the patient.
Once maximal heart rate is achieved, the flow of current is also
automatically terminated. If ischemia is detected, the current flow may be
manually or automatically terminated. The preferred ESA[err] beta agonists
used in the method of the present invention advantageously have 35
half-lifes in the bloodstream of a patient of minimal duration. However, an
added safety feature may be provided which comprises an optional
air-activated tourniquet (8), which can be applied to the patients' body
between the iontophoretic device and the heart and which will be manually
or automatically activated if heart rate or blood pressure go beyond a
pre-programmed range or the development of arrhythmia occurs. This feature
allows any residual drug to be degraded by ubiquitous enzymes and/or slowly
metered 40  into the systemic circulation. Optionally, the microprocessor
may be programmed to reverse such flow of current to the iontophoretic
device upon the occurrence of the above-noted conditions which would
prevent the ESA[err] beta agonist from entering the bloodstream, as an
added safety feature. Reversal of the flow of current would also reverse
formation of any drug depot that may develop. Optionally, the method of the
present invention may further include co-delivery of an antagonist to the
ESA[err] beta agonist, for example, a 45  beta-adrenergic blocker such as
propanolol or esmolol, when reversal of the patient's response to the
ESA[err] beta agonist is desired to more quickly reverse the effects of the
ESA[err] bat agonist on the patient's system. 



In another embodiment of the present invention, the closed loop drug
delivery device comprises an intravenous ("IV") delivery device. Suitable
IV delivery devices include computer controlled IV infusion 50  pumps which
may be controlled by a microprocessor in much the same manner as are the
above-described transdermal iontophoretic delivery devices. Suitable IV
devices include peristaltic-type, cassette-type, syringe-type, or drop-type
apparatus, or any other IV fluid delivery device, and includes devices such
as those available from Harvard Apparatus or from IVAC Corp. 55 10    EP 0
329 464 B1 Novel ESA[err] Beta Agonist Compounds In one aspect, novel
ESA[err] beta agonist compounds are described having the following
structure: 10 wherein [err] and [err] are independently hydrogen, hydroxy,
methoxy or carbamoyl, provided that [err] and [err] are not both hydrogen
or carbamoyl; one of [err] and [err] is hydrogen and the other is hydrogen
or methyl, provided that if [err] is methyl, then [err] is not carbamoyl;
and n is 2 or 3; or a pharmaceutically acceptable acid addition salt
thereof. More preferred are compounds wherein Y2 is hydrogen. Especially
preferred are 15  compounds wherein [err] is hydrogen. In particular, due
to their advantageous combination of improved potency, on both a molar and
a mg/kg basis, compared with agents such as KM-13 and dobutamine, and
advantageous half-life in the body, having both an advantageously short
onset and cessation of response, the following compounds are especially
preferred for use as diagnostic agents: 20 [err] and In particular,
ESA[err] beta agonist-I is about 100 times more potent than dobutamine and
about 15 times more potent than KM-13 on a molar basis. 40     Other novel
ESA[err] beta agonists are particularly suited for use as therapeutic
agents due to their advantageous potency coupled with a longer duration of
activity. For example, they would be useful as agents for eliciting
adaptive cardiovascular and metabolic responses similar to the adaptive and
metabolic responses elicited by aerobic activity. One such preferred
therapeutic ESA[err] beta agonist comprises the compound of the following
formula: 45        [err] The novel ESA[err] beta agonist compounds may be
used as therapeutic agents to take advantage of 55 their therapeutic
effects. These effects may be grouped into two general categories: (a)
acute and (b) adaptive. The acute effects refer to the increase of cardiac
contractility that occurs while the ESA[err] beta agonist is being
administered.    EP 0 329 464 B1 The adaptive effects are those
cardiovascular and metabolic responses of the animal provoked by repeated
exposure of the animal to the ESA[err] beta agonist. These adaptive
responses occur over a time period of weeks. These adaptive responses are
similar to those that occur over a time period in response to exercise
training over weeks. One principle adaptive response is an increase in the
animal's aerobic 5  capacity which improves its exercise tolerance. Due to
their acute effects, these ESA[err] beta agonist would be useful in
relieving the symptoms of congestive heart failure. Due to their adaptive
effects, that is, their ability to elicit responses as in exercise
training, these ESA[err] beta agonist would be useful in a variety of
indications. These ESA[err] beta agonist may be used as a 10  means of
rehabilitating patients whose exercise tolerance has been impaired by
disease which has forced a 



period of physical inactivity. Such patients may include those suffering
from heart failure caused either by CAD or primary myocardial disease.
Other patients who may benefit from such treatment include those whose
exercise tolerance has been impaired as a result of peripheral vascular
disease, for example intermittent claudication. Another group of patients
who would benefit from the adaptive effectives of these 15  ESA[err] beta
agonist are those having forced inactivity due to injury; thus, they would
be useful in rehabilitating patients who have been confined to bed as a
result of injury. These ESA[err] beta agonist would also be useful in
treating patients physically incapable of exercise such as paraplegics,
quadraplegics, amputees, stroke victims and individuals with advanced
arthritis. Another adaptive effect of these ESA[err] beta agonist would be
to increase glucose tolerance, for example, in patients with diabetes. Due
to the 20  adaptive effects of these ESA[err] beta agonists, they could be
used to decrease body fat without losing lean tissue (e.g., muscle) and,
thus, could be used in the treatment of obesity and as a means of
maintaining and improving exercise tolerance in geriatrics. These novel
ESA[err] beta agonists may be conveniently administered by a variety of
routes. Suitable routes of administration include buccal, oral, transdermal
passive and transdermal iontophoretic. In particu- 25  lar, ESA[err] beta
agonist-Ill offers advantages over dobutamine as a therapeutic agent in
that it is more than 300 times as potent as dobutamine, and exhibits
similar effects to dobutamine but does not have to be administered
parenterally. Due to their potency, the ESA[err] beta agonist compounds of
the present invention (of which ESA[err] beta agonist-I, -II, and -III are
exemplary) are particularly suited for administration by transdermal ion-
30  tophoresis. As noted previously, transdermal lontophoresis offers a
non-invasive system for the delivery of diagnostic and therapeutic agents,
offering reduced trauma and risk of infection. The latter characteristic
has increased desirability due to fears generated by the risk of diseases
from IV or subcutaneous injections. However, to be suitable for
iontophoretic delivery, the diagnostic or therapeutic agent must have
sufficient potency so that an effective dose may be administered at a
current level tolerated by the patient. Without 35  use of a buffer in the
electrode, use of currents on the order of 1 [err] for an hour will produce
a chemical burn. Use of substantial buffer in the drug delivery electrode
not only will additionally increase the current required to deliver an
effective dose, but may inactivate the agent. Generally, current levels of
up to 0.5 [err] for 30 minutes may be tolerated without adverse effects
such as bums. With agents of sufficient potency, currents as low as about
0.05 [err] or even as low as 0.01 [err] may be used. 40  Preferred current
ranges for the ESA[err] beta agonists of the present invention are from
about 0.1 [err] to about 0.5 [err]. Due to their lower potency, as compared
with the novel [err] beta agonists of structure 11, KM-13 and dobutamine
require unacceptably high currents to deliver an effective dose and hence
are not suitable for transdermal iontophoretic delivery. The present
invention is directed to the closed loop delivery of ESA[err] beta agonists
to mammals for 45  the diagnosis, evaluation and treatment of heart disease
by a closed-loop system. Salts include acid addition salts formed from
organic or inorganic acids. Preferred are hydrochloride salts. Other salts
include acetate, citrate, hydrogen oxalate, hydrogen tartrate,
hydrobromide, and hydrogen sulfate salts, as well as other pharmaceutically
acceptable salts. The Examples that follow demonstrate preparation of some
of the novel ESA[err] beta agonist's of the 50  present invention
(including ESA[err] beta agonist-I, -II and -III) by two particular
synthetic routes. However, preparation of these ESA[err] beta agonist's is
not limited to the routes described herein. Other conventional synthetic
methods known to those skilled in the art may be used to prepare these
ESA[err] beta agonist compounds. Of the two synthetic routes describes, the
first (See Example 2) comprises coupling a suitably protected 55
bromoketone, such as 3,4-dibenzyloxy-2'-bromoacetophenone with an amine,
reducing the resulting amino ketone to the amino alcohol and removing the
benzyl-protecting groups. The second route comprises coupling
(R)-norepinephrine with a ketone or aldehyde in the presence of hydrogen
and a hydrogenation catalyst, such as a mixture of platinum and palladium
catalysts, preferably 12    EP 0 329 464 B1 platinum oxide and palladium on
carbon. Use of this second route appears to enhance the yield of the 



desired product. Also, this route directly allows preparation of the
preferred (R)-isomer of the ESA[err] beta agonist. The following examples
describe the synthesis of useful exercise stimulating agents. They are set
forth 5  for illustrative purposes only. EXAMPLE 1 Preparation of 1-(3,4
dihydroxyphenyl)-2-(4-(4-hydroxyphenyl)butylamino)ethanol hydrochloride 10
The R-enantiomer is prepared by the procedures described below; some
S-enantiomer may be 20 prepared also. (a) Preparation of
4-(4-Hydroxyphenyl)butanol. To a solution of 4-(4-methoxyphenyl)butanol
(100 g, 0.55 mole) in dichloromethane, cooled to [err] in 25 a dry
ice-acetone bath, a solution of boron tribromide (278 g; 2.0 mole) was
added slowly over one hour. The cooling bath was then removed and the
reaction mixture allowed to warm to [err] slowly. The reaction was shown to
be complete by thin layer chromatography (TLC). The reaction mixture was
again cooled in an ice-water bath; 10% sodium hydroxide solution was added
until pH of about 9 was obtained. The resulting mixture was then acidified
with concentrated HCI to a pH of about 2. The organic layer was 30
separated, the aqueous layer was extracted once with ethyl acetate. The
combined organic layers were dried over magnesium sulfate, filtered and
concentrated to give 90 g of crude product. The crude product was purified
by dry filtration chromatography using 10% ethyl acetate/dichloromethane as
eluent giving an 86% yield of pure 4-(4-hydroxyphenyl)butanol. The [err]
NMR was consistent with the assigned structure. 35 (b) Preparation of
4-(4-Benzyloxyyphenyl)butanol. To a solution of 4-(4-hydroxyphenyl)butanol
(125 g, 0.75 mole) in acetone 85.8 g (1.25 mole) anhydrous potassium
carbonate (285.8 g, 1.25 mole) was added, followed by 160.8 g (0.94 mole)
benzyl bromide. The reaction mixture was then heated at reflux for 25 hrs.
After cooling to room temperature, the reaction 40 mixture was filtered and
the filter cake washed with acetone. The filtrate was concentrated to
dryness. The solid residue was washed twice with 500 ml hexane. After
drying under high vacuum overnight, 161 g of the desired product were
obtained, which was homogeneous on TLC. The [err] NMR spectrum was
consistent with the assigned structure. 45 (c) Preparation of
4-(4-Benzyloxyphenyl)butanal. To a solution of 4-(4-benzloxyphenyl)butanol
(170.0 g, 0.66 mole) in dichloromethane cooled in an ice- water bath, 215.0
(1.0 mole) pyridinium chlorochromate was added in portions. After the
addition was complete, the cooling bath was removed. The reaction mixture
was stirred vigorously while warming to 50  room temperature. After 3
hours, the dark brown solution was decanted; 1.5 L of ether was added to
the residue. The residue was stirred in ether for 15-30 minutes and then
filtered. The organic extracts were combined and filtered through a bed of
bentonite. The clear filtrate was dried over magnesium sulfate, filtered
and concentrated to afford a near quantitative yield of crude aldehyde (166
g). Purification of the crude aldehyde by dry filtration chromatography
using 3% hexane/ethyl acetate as eluent gave 134 g of 55 product. The
[err]NMR spectrum was consistent with the assigned structure. 13    EP 0
329 464 B1 (d) Preparation of
1-(3,4-Dihydroxyphenyl)-2-(4-(4-hydroxyphenyl)-butylamino)ethanol
hydrochloride. To a 3.8 L pressure vessel, was charged methanol containing
2% acetic acid (2.6 L) and (R)- norepinephrine (44.0 g, 0.26 mole) followed
by [err] (5.86 g) and Pd/C (3.9(g). The mixture was then 5  hydrogenated
under 15 psi for 15 minutes. The above butana (85.9 g 0.34 mole) was added
to the mixture and hydrogenation continued at 30 psi for 24-48 hours. The
catalysts were removed by filtration. The filtrate was concentrated under
reduced pressure to dryness. The crude product was purified by filtration
chromatography using dichloromethane/methanol/acetic acid (10:2:0.1) as
eluent. The fractions containing the desired product (Rf = 0.45,
dichloromethane/methanol/acetic acid, 8:2:1) were pooled and concentrated
10 to dryness. The residue (18.0 g) was dissolved in methanol, treated with
Dowex 50 X-8 resin and filtered. The filtrate was acidified with
concentrated HCI to a pH of about 4, concentrated to a small volume, and
then added to anhydrous ether. The desired hydrochloride salt precipitated
from the solution, was collected 



and dried under high vacuum to give 13.5 g of product. Further purification
of the fractions containing a mixture of products and Dowex-5 8X treatment
gave an additional 12.5 g of slightly less pure product. The 15 first crop
of salt was further purified by dissolving in water, filtering and
lyophilizing; mp [err]; [err] [err] = -18.5 (C= 1.0. [err] I.R. 3500, 1600,
1250 CMI; [err] NMR [err]  8.95 (d,2H,OH), 8.90- 8.50 (brd s,2H,NH,OH),
7.00-6.60 (m, 7H, ArH), 6.95 (d,2H, CHOH), 4.75 (m,1 H,CHOH), 3.00-2.90
[m,4H,CH2N), 2.50 - 2.40 (m,2H,ArCH2), 1.70-1.50 [err] 20 EXAMPLE 2
Preparation of 1-(3,4-dihydroxyphenyl)-2-[3-(4-methoxyphenyl)propylamino]
ethanol hydrogen oxalate 25                [err] 30 (a) Preparation of
N-Benzyl-3-(4-methoxyphenyl) propanamide To a solution of 10.80 g (0.060
mole) of 3-(4-methoxyphenyl) propanoic acid and 6.57 g (0.065 mole of 35
triethylamine in 25 ml dichloromethane at about [err]. 6.84 g (0.063 mole)
of ethyl chloroformate was added dropwise. The mixture was stirred for
about 15 minutes at a temperature of about 5 to 10 C, then 6.96 g (0.065
mole) of benzylamine were added. The resulting mixture was stirred for
about thirty minutes, and the solvent was evaporated. The residue was
slurried in 5% aqueous sodium hydroxide. The solid was collected by
filtration and rinsed with water until neutral. The washing process was
repeated using 5% 40  hydrochloric acid. The residue was dried under vacuum
to give 11.0 g of the above-identified product, melting point [err], which
was suitable for use in step (b). (b) Preparation of
N-Benzyl-3-(4-methoxyphenyl)propylamine 45     To 50ml of 1 M [err] under
an argon atmosphere cooled to [err], a solution of 4.2 g (0.015 mole) of
N-benzyl-3-(4-methoxyphenyl)propanamide in 10 ml anhydrous THF was added.
The reaction mixture was stirred overnight, then quenched with water and
evaporated. The residue was partitioned in ether and 5% sodium hydroxide.
The residue was partitioned in ether and 5% sodium hydroxide. The organic
(ether) layer was separated, dried (over [err] and evaporated. That residue
was dissolved in 50 ml of 10% ethanol in 50 ether; then 2.6 ml of
concentrated hydrochloric acid was added. The mixture was stirred overnight
The solid was collected by filtration, rinsed with ether, and dried to give
the hydrochloride salt. The free base was obtained by dissolving the salt
in a mixture of 10% aqueous potassium carbonate and ether. The ether
extract was dried and evaporated to give the 2.8g of the free base of the
above-identified compound. The H NMR was consistent with the assigned
structure. 55 14    EP 0 329 464 B1 (c) Preparation of
(R),(S)-1-(3,4-Dibenzyloxyphenyl)-2-[N-benzyl-3-(4-methoxyphenyl)propylamin
o]ethanol To a solution of 2.04 g (9.0 mmole)
N-benzyl-3-(4-methoxyphenyl)propylamine(the product of step (b)) in 20ml
dimethylformamide (DMF), 1.0 g anhydrous potassium carbonate was added. To
that stirred 5  mixture, a solution of 3.31 g (8.05 mmole) of
3,4-dibenzyloxy-2'-bromoacetophenone was added drop-wise. The resulting
mixture was stirred overnight, then poured into water and extracted with
methylene chloride, and evaporated. The residue was dissolved in 10%
dioxane in ethanol. The solution was cooled to about 0 to [err] with
stirring, and 2.0 g of NaBH4 were added. The resulting mixture was stirred
overnight, then evaporated and partitioned between water and ether. The
organic layer was dried (with [err]) and 10  evaporated under reduced
pressure. The residue was chromatographed on silica gel, using
chloroform:ethyl acetate. The appropriate (monitored by TLC 95:5
chloroform:methanol) fractions were combined and evaporated. The residue
was crystallized from ethanol/ether to give 2.4 g of the above-identified
product, melting point [err]. The [err]-NMR was consistent with the
assigned structure. 15  (d) Preparation of
(R),(S)-1-(3,4-dihydroxyphenyl)-2-[3-(4-methoxyphenyl)propylamino]ethanol
hydrogen ox- alate To a solution of 1.50 g (2.6 mmole) of the above
benzyl-protected amino alcohol (the product of step (c)) in 150 ml ethanol
containing 10% dioxane, 400 mg of 10% Pd on carbon atom were added. The 20
reaction mixture was hydrogenated overnight at 25 psi. To the resulting
mixture, a solution of 0.23g (2.60 m mole) of oxalic acid in 2 ml ethanol
was added. After mixing, the solution was filtered and evaporated under 



reduced pressure. The residue was slurred in ether. The precipitate was
collected by filtration, rinsed with ether and then acetone, and dried
under vacuum to give 0.570 g of the above-identified product, melting point
[err]. [err] NMR [err] 7.0 - 6.5 (m, 7H, ArH), 4.8 (m, 1H, CHOH), 3.3
(S,3H, [err] 3.00- 25  2.90 (m,4H, CH2N), 2.5-2.4 (m, 2H, ArCH2), 1.6-1.5
(m, 2H, [err]. EXAMPLE 3 Preparation of
1-(3,4-dihydroxyphenyl)-2-[3-(4-carbamoylphenyl)-1-methylpropylamino]-ethan
ol acetate and 30  hydrogen tartrate 35
[err] 40  (a) Preparation of 4-(4-cyanophenyl)-2-butone To a stirred
solution of 80.0 g (0.4 mole) of 4-(chloromethyl)benzonitrile and 60.0 g
(0.60 mole) of 2,4- pentanedione in 0.5 I of ethanol, 60.7 g (0.44 mole) of
potassium carbonate was added. The reaction mixture was then refluxed with
stirring for 6 hours. The combined ether extracts were washed with water,
45  dried (with [err]) and evaporated in vacuo. That residue was distilled.
The fraction bpt. 90- [err] was recrystallized from ether to give 42.3 g of
the above-identified product. The [err] NMR was consistent with the
assigned structure. (b) Preparation of 4-(4-carbamoylphenyl)-2-butanone 60
To a stirred solution of 9.70 g (0.056) mole of
4-(4-cyanophenyl)-2-butanone (the product of step (a)) in 15 ml of
methanol, 1.80 g of potassium bicarbonate and 0.20 g of potassium carbonate
were added. To the resulting mixture, 10.0 ml (0.088 mole) of 30% hydrogen
peroxide was added dropwise over an hour. The reaction mixture was stirred
for 24 hours and then chilled. The solid was collected by filtration, was
rinsed 55 twice with water and was dried to give 9.67 g of the
above-identified product, melting point [err]. The [err] NMR was consistent
with the assigned structure. 15    EP 0 329 464 Bi (c) Preparation of
(R,R),(R,S)-1-(3,4-dihydroxyphenyl-2-[3-(4-carbamoylphenyl)-1-methylpropyla
mino]ethanol hydrogen tartrate A solution of 3.40 g (R)-norepinephrine and
4.20 g 4-(4-carbamoylphenyl)2-butanone (the product of 5  step (b)) in
methanol containing 2% acetic acid, was hydrogenated over PtO2 and Pd/C at
30 psi as previously described in step (d) of Example 1. After 24 hours the
mixture was filtered, evaporated and chromatographed on silica with 4:1:1
chloroform:ethanol:acetic acid. Fractions containing the desired product,
as indicated by TLC, were combined, evaporated and dried under vacuum to
give the acetate salt as an oil. [err] NMR [err] OD)  7.5-6.7 (m,8H), 4.7 1
m, 1 H, CHOH), 3.3-3.0 (m, 3H, CH2 N and CH3 CHN), 2.8- 10  2.5 (m, 4H,
[err] 2.0 (brd [err], AcO), 1.35 (2d, 6H, [err]). Integration of methyl
doublets indicated an R,R:R,S ratio of 53:47. The hydrogen tartrate salt
was prepared by dissolving the acetate salt in methanol and then passing
the resulting solution through Dowex 50 X-8 resin. The filtrate was treated
with an equimolar amount of tartaric acid, stirred until homogeneous,
concentrated and triturated with ether. The solid was collected by
filtration is  and dried under vacuum to give the above-identified product,
melting point [err]. EXAMPLE 4 Preparation of
1-(3,4-dihydroxyphenyl)-2-[3-(3-carbamoylphenyl)propylamino]ethanol 20 The
compound represented by the following chemical structure: [err] CONH2 25 30
It was prepared according to the following procedure: (a) Preparation of
3-(3-cyanophenyl)propanoic acid To 200 ml of a solution of 20.0 g potassium
carbonate in 250 ml water, 15 g of 3-cyanocinnamic acid 35  was added; the
resulting mixture was heated until all the acid was in solution. The
solution was cooled and filtered and rinsed with water to 250 ml total
volume. Then 0.95 g of 10% palladium on carbon was added 



and the solution was hydrogenated at 8.5 psi for two hours. The reaction
mixture was filtered, and then acidified to a pH of about 1 by the dropwise
addition of concentrated hydrochloric acid, being careful to avoid too much
foaming. The mixture was chilled in an ice bath and filtered to collect the
precipitated 40  product acid. The precipitate was rinsed several times
with cold water and dried overnight, to give 13 g of the above-identified
product as a solid, melting point [err]. (b) Preparation of
3-(3-cyanophenyl)-1-propanol 45    Into an oven-dried 500 ml flask with
2-neck adaptor and stirring bar, 12.9 g of 3-(3-cyanophenyl)- propanoic
acid (the product of step (a)) was placed. The system was flushed with
argon gas; then 84 ml tetrahydrofuran was added. The resulting mixture was
stirred until the acid was dissolved. After cooling for about ten minutes
with an ice bath, 88 ml borane-tetrahydrofuran was added in two 44 ml
portions over a 20 minute period. The reaction mixture was stirred for 20
minutes in an ice bath and then quenched by the 50  addition of about 17 ml
water dropwise. The mixture was stripped to give an oil with white
crystals. Ether (200 ml) and a solution of 8.8 g (0.22 mole) sodium
hydroxide in 150 ml water were added. The organic phase was separated. The
aqueous layer was extracted with an additional 35 ml ether. The combined
ether extracts were dried over sodium sulfate, filtered, and stripped. The
resulting oil was distilled in a Kugelrohr apparatus, the fraction bpt.
[err] was collected to give 11.5 g of the above-identified product. 55 16
EP 0 329 464 B1 (c) Preparation of 3-(3-bromopropyl)cyanobenzene To a
mixture of 21.8 g (0.083 moles) of triphenyl phosphine stirred in 30 ml
acetonitrile, 13.2 g (4.26 ml) bromine in 75 ml acetonitrile was added
dropwise with stirring in an ice bath. After the addition was 5  complete,
the ice bath was removed and the mixture warmed to room temperature. Then a
mixture of 12.1 g (0.075 mole) of 3-(3-cyanophenyl)-1-propanol (the product
of step (b)) in 30 ml acetonitrile was added dropwise. The resulting
mixture was allowed to warm to about [err], was stirred overnight and then
stripped. Benzene (50 ml) was added to the residue; the mixture was
evaporated. Then, additional benzene (50 ml) was added. The mixture was
stirred, and then filtered to remove the triphenyl phosphine. The filtrate
10  was stripped to give an oil. The oil was chromatographed using a column
containing 3.5 inches of 200 mesh silica gel (Merck) eluting with benzene,
until TLC showed that no further product was eluted from the column. The
eluates were pooled and stripped to give 17 g of an oil. The oil was
distilled in a Kugelrohr apparatus, the fraction bpt. [err] was collected
to give 15.7 g of the above-identified product as an oil. 15 (d)
Preparation of 3-(3-bromopropyl)benzamide To 15.2 g (0.067 mole) of
3-(3-bromopropyl)cyanobenzene (the product of step (C)) in 55 ml methanol,
2.2 g potassium bicarbonate was added; to that mixture, 15.2 ml of 30%
hydrogen peroxide was added 20  dropwise. The reaction mixture was stirred
for about 45 minutes. Then, 113 mg potassium carbonate was added and the
resulting mixture was stirred overnight. Water (about 35 ml) was added to
the reaction mixture and the resulting solution put in a freezer for about
50 minutes. The solid was collected by filtration and dried overnight to
give 15.9 g of the above-identified product as a solid, melting point
[err]. 25  (e) Preparation of N-[3-(3-carbamoylphenyl)propyl]phthalimide A
mixture of 14.0 g (0.057 mole) 3-(3-bromopropyl)benzamide (the product of
step (d)), 11.5 g potassium phthalimide and 26.3 ml dimethylformamide was
heated to reflux under argon gas for four hours. The heat source was
removed and the mixture was stirred to cool to room temperature. Water
(about 85 ml) 30 was added. The resulting slurry was stirred for 20
minutes, then filtered and washed three times with about 50 ml cold water
(each wash made a slurry solution in the funnel). The solids were then
washed with about 20 ml cold 1:1 isopropyl alcohol: water and dried under
vacuum overnight to give 17.04 g of the above- identified product. 35  (f)
Preparation of 3-(3-aminopropyl)benzamide A mixture of 15.42 g (0.05 mole)
N-[3-(3-carbamoylphenyl)propyl]phthalimide(the product of step (e)), 2.76 g
(0.055 mole) hydrazine monohydrate and 100 ml ethanol was refluxed for
about four hours under 



argon with heat, and then allowed to stir overnight. The reaction mixture
was acidified with 30% (v/v) 40 hydrochloric acid to a pH of about 1.
Additional ethanol (about 10 to 20 ml) was added to the thick mixture. The
mixture was filtered; the solids were rinsed with ethanol. The filtrate was
evaporated to give a solid. Water (about 15 ml) was added to the solid; the
resulting mixture was filtered. The filtrate was basified with dry
potassium carbonate until saturated, then extracted three times with 20 ml
butanol. The butanol extracts were dried over sodium sulfate and potassium
carbonate overnight, filtered and stripped to give 4.25 g of 45 the
above-identified product. (g) Preparation of
3-[3-(benzylamino)propyl]benzamide hydrogen oxalate To a mixture of 4.25
[err] (0.023 mole) 3-(B-aminopropyl)benzamide (the product of step (f)) in
55 ml 50 ethanol, 2.79 g (2.67 ml) benzaldehyde was added. The resulting
mixture was refluxed for one hour, cooled to room temperature and then
filtered. The filtrate was transferred to a Parr bottle containing 222 mg
of platinum/carbon 10% (5 ml ethanol was added to wet the catalyst) rinsed
with ethanol to a total volume of about 80 ml. After bubbling argon through
the solution, it was placed on the Parr at overnight at about 30 psi
hydrogen. The mixture was filtered and the solids rinsed with ethanol. The
filtrate was stripped to give 55   an oil. The oil was redissolved in 30 ml
ethanol, to that solution 2.14 g oxalic acid in 13 ml ethanol was added
dropwise with stirring. The white precipitate that formed was stirred for
25 minutes, then cooled for 25 minutes, filtered to collect the white
solids. The solids were slurried with 8 ml cold ethanol and 14 ml 17    EP
0 329 464 B1 acetone, and then dried to give 6.9 g of the above-identified
product. (h) Preparation of 3-[3-(benzylamino)propyl]benzamide (free base)
5     To 6.7 g (0.0187 mole) of 3-[3-(benzylamino)propyl]benzamide oxalate
(the product of step (g)) slurried in 20 ml water, 7.7 g (0.056 mole)
potassium carbonate (and 700 mg potassium hydroxide) in 50 ml ethyl acetate
was stirred until all solids were dissolved. The aqueous and ethyl acetate
phases were separated. The aqueous layer was washed with about 30 ml ethyl
acetate. The ethyl acetate extracts were combined, washed over saturated
saline and dried over sodium sulfate, filtered. The filtrate was dried to
an oil on a 10 vacuum pump overnight to give 4.9 g of the above-identified
product. (i) Preparation of
1-(3,4-dibenzyloxyphenyl)-2-[N-benzyl-3-(3-carbamoylphenyl)propylaminel]eth
anol To a mixture of 5.00 g (0.018 mole) 3-[3-(benzylamino)propyl]benzamide
(the product of step (h)) in 50 15 ml dimethylformamide (DMF), 3.75 g
(0.027 mole) potassium carbonate was added, followed by a dropwise addition
of 8.13 g (0.019 mole) 3,4-dibenzyloxy-2'-bromoacetophenone. The reaction
mixture was stirred overnight; a drying tube was used. After being stirred
for about 20 hours, the reaction mixture was poured into 375 ml water in a
1000 ml separatory funnel. The mixture was extracted three times with
chloroform (60 ml, 30 ml and 20 ml respectively). The chloroform extracts
were back-washed with a saturated sodium 20 chloride solution, dried over
sodium sulfate, and filtered. The filtrate was stripped and pumped under
vacuum to give an oil. The oil was dissolved in 300 ml absolute ethanol. To
that mixture, 2.5 g (0.065 mole) sodium borohydride was added; the
resulting mixture was stirred overnight (a drying tube was used). The
reaction mixture was filtered; the solids were washed with ethanol. The
solids were slurried in about 35 to 40 ml 25 absolute ethanol. The slurry
was stirred for about 30 minutes in a warm water bath, then cooled in a
refrigerator, and filtered. The solids were washed with absolute ethanol
and dried under a vacuum pump overnight to give 7.0 g of the
above-identified product as a solid, melting point [err]. (j) Preparation
of 1-(3,4-dihydroxyphenyl)-2-[3-(3-carbamoylphenyl)propylamino]ethanol
hydrogen oxalate 30 A 2.0 g portion of
1-(3,4-dibenzyloxyphenyl)-2-[N-benzyl-3-(3-carbamoylphenyl)propylamino]etha
nol (the product of step (i)) was recrystallized according to the following
procedure: it was dissolved in 15 ml absolute ethanol by heating, then
cooled to room temperature and cooled further in a freezer. The solids were
collected by filtration, rinsed with ethanol and air dried for 30 minutes.
The solids were dissolved in 35 ethyl acetate using heat. The mixture was
cooled to room temperature and then cooled in a freezer for about 30
minutes. The solids were collected by filtration and dried under vacuum. 



A 0.85 g (1.4 m mole) portion of the recrystallized
1-(3,4-dibenzyloxyphenyl)-2-[N-benzyl-3-(3-car-
bamoylphenyl)propylamino]ethanol was dissolved in 50 ml methanol with heat.
Palladium on carbon (300 mg) was wet with 5 ml methanol in a Parr bottle.
The methanol solution was added and rinsed with an 40 additional 10 ml
methanol. The mixture was hydrogenated at about 21 to 22.5 psi for about 24
hours. Progress of the reaction was checked using TLC. Argon was passed
through the reaction system (to purge the system) while TLC was run. After
completion of the reaction, a solution of 126 mg (1.4 m mole) oxalic acid
in about 2 ml ethanol was added, and the resulting mixture was stirred for
about 10 minutes while passing Argon gas through the reaction mixture. The
mixture was filtered and stripped; then about 10 ml 45 methanol was added.
To that solution, 10 ml ether was added dropwise (in dry ice). The mixture
was put in the freezer overnight. The methanol-ether solution was poured
out by pipetting. The solids were washed twice with 50:50 methanol:ether
and twice with ether; then dried under vacuum overnight to give about 310
mg of the above-identified oxalate salt. so  BIBLIOGRAPHY 1. Heart Disease:
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15 Claims 1. A system for the closed-loop administration of a drug which
causes a physical response in a mammal similar to cardiovascular responses
elicited by aerobic exercise, said system comprising: 20       (a) a drug
delivery system (3) for connection to the mammal, the drug delivery system
receiving as an input a control signal, (b) a monitor (2) for connection to
the mammal capable of determining the physical response of the mammal and
outputting a signal indicative of the physical response, and 



(c) a control system (4) receiving as an input the signal indicative of the
physical response and 25       providing as an output the control signal
for the drug delivery system characterised in that the control system (4)
comprises a microprocessor which varies the physical response as a function
of time by controlling the drug infusion to the mammal. 2. The system of
claim 1 wherein the physical response of the mammal is the heart rate. 30
3. The system of claim 2 which is loaded with a drug which is an exercise
simulating agent. 4. The system of claim 3 wherein the drug is a
catecholamine. 35 5. The system of claim 4 wherein the catecholamine has
the chemical formula: [err] wherein [err] and [err] are independently
hydrogen, hydroxy, methoxy or carbamoyl, provided that [err] and [err] are
not both hydrogen or carbamoyl; one of [err] and [err] is hydrogen and the
other is hydrogen or 45     methyl, provided that if [err] is methyl, then
[err] is not carbamoyl; Z is hydrogen or hydroxy; and n is 2 or 3; or a
pharmaceutically acceptable acid addition salt thereof. 6. The system of
claim 5 wherein Z is hydroxy. 50  7. The system of claim 6 wherein [err] is
hydrogen [err] is hydroxy, [err] and [err] are hydrogen and n is 3. 8. The
system of claim 6 wherein [err] is hydrogen [err] is methoxy, [err] and
[err] are hydrogen and n is 2. 9. The system of any one of the preceding
claims wherein the monitor includes an electrocardiograph. 55 10. The
system of any one of the preceding claims wherein the drug delivery system
is a transdermal drug delivery device. 20    EP 0 329 464 B1 33. United
States Patent No. 4,474,450 entitled "lontophoresis Device" issued to
Ariura et al. on October 2, 1984. 34. United States Patent No. 4,340,047
entitled "lontophoretic Treatment Apparatus" issued to Tapper et al., on
July 20, 1982. 5    35. United States Patent No. 4.325,367 entitled
"lontophoretic Treatment Apparatus" issued to Tapper, R. on April 20, 1987.
36. United States Patent No. 4,250,878 entitled "Noninvasive Chemical
Species Delivery Apparatus and Method" issued to Jacobsen et al. on
February 17, 1981. 37. United States Patent No. 4,211,222 entitled
"lontophoretic Burn-Protection Method" issued to Tapper, 10    R. on July
8, 1980. 38. United States Patent No. 4,141,354 entitled "Epidermal
lontophoresis Device" issued to Jacobsen et al. on February 27, 1979. 39.
United States Patent No. 3,991,755 entitled "lontophoresis Apparatus for
Applying Local Anesthetics" issued to Vernon et al. on November 16, 1976.
15 Claims 1. A system for the closed-loop administration of a drug which
causes a physical response in a mammal similar to cardiovascular responses
elicited by aerobic exercise, said system comprising: 20       (a) a drug
delivery system (3) for connection to the mammal, the drug delivery system
receiving as an input a control signal, (b) a monitor (2) for connection to
the mammal capable of determining the physical response of the mammal and
outputting a signal indicative of the physical response, and (c) a control
system (4) receiving as an input the signal indicative of the physical
response and 25       providing as an output the control signal for the
drug delivery system characterised in that the control system (4) comprises
a microprocessor which varies the physical response as a function of time
by controlling the drug infusion to the mammal. 2. The system of claim 1
wherein the physical response of the mammal is the heart rate. 30 



3. The system of claim 2 which is loaded with a drug which is an exercise
simulating agent. 4. The system of claim 3 wherein the drug is a
catecholamine. 35 5. The system of claim 4 wherein the catecholamine has
the chemical formula: [err] 40 wherein [err] and [err] are independently
hydrogen, hydroxy, methoxy or carbamoyl, provided that [err] and [err] are
not both hydrogen or carbamoyl; one of [err] and [err] is hydrogen and the
other is hydrogen or 45     methyl, provided that if [err] is methyl, then
[err] is not carbamoyl; Z is hydrogen or hydroxy; and n is 2 or 3; or a
pharmaceutically acceptable acid addition salt thereof. 6. The system of
claim 5 wherein Z is hydroxy. 50  7. The system of claim 6 wherein [err] is
hydrogen [err] is hydroxy, [err] and [err] are hydrogen and n is 3. 8. The
system of claim 6 wherein [err] is hydrogen [err] is methoxy, [err] and
[err]are hydrogen and n is 2. 9. The system of any one of the preceding
claims wherein the monitor includes an electrocardiograph. 55 10. The
system of any one of the preceding claims wherein the drug delivery system
is a transdermal drug delivery device. 20    EP 0 329 464 B1 11. The system
of any one of claims 1 to 9 wherein the drug delivery system is an
intravenous drug delivery device. 12. The system of any one of the
preceding claims further including: 5        (d) a display for providing an
indication of the physical response. 13. The system of any one of the
preceding claims wherein the control system varies the physical response as
a linear function of time. 10  14. The system of any one of claims 1 to 12
wherein the control system varies the physical response as a step function.
15. The system of any one of claims 1 to 12 further including: (e) a user
input device for specifying the desired variation of the physical response
as function of 15       time. 16. The system of claim 15 wherein the user
input device includes means to specify the rate of increase of a linear
increase in the physical response. 20  17. The system of claim 15 wherein
the user input device includes means to specify the time and size of a step
function change in the physical response. 18. The system of claim 15
wherein the user input device includes means to specify patient specific
data. 25  19. The system of any one of claims 15 to 18 further including:
(f) an user input device operatively connected to the control system for
initiating a hold of the physical response at the then current value. 20.
The system of any one of the preceding claims further including a system to
discontinue infusion of the 30     drug to the mammal. 21. The system of
claim 20 wherein the system for discontinuing infusion comprises an air
activated tourniquet. 35  22. The system of claim 20 wherein the  system
for discontinuing infusion comprises a second drug delivery system.
PatentansprUche 40  1. System zur Verabreichung sines Arzneimittels in
geschlossenem Krelslauf, das elne physische Antwort in einem Sdugetier
Ahnlich zu kardiovaskuldren Antworten, die durch aerobe Obungen
hervorgerufen sind, hervorruft, wobei das System folgende Teile umfaBt: (a)
ein Arzneimittelabgabesystem (3) zur Verbindung mit dem SAugetier, wobei
das Arzneimittelab- gabesystem als Eingangssignal ein Steuersignal erhdlt,
45       (b) einen Monitor (2) zur Verbindung mit dem S~ugetier, der es
ermoglicht, die physische Antwort des Slugetiers zu bestimmen und der ein
Signal als MaB fOr die physische Antwort ausgeben kann 



und (c) ein Steuersystem (4), das als Eingarigssignal das Signal, das das
MaB fur die physische Antwort ist, erhAlt, und das als Ausgangssignal das
Steuersignal fOr das Arzneimittelabgabesystem abgibt, so     dadurch
gekennzelchnet, daB des Steuersystem einen Microprozessor enthilt, der die
physische Antwort durch Steuerung der Arzneimittelinfusion in des Slugetier
als Funktion von der Zeit varliert. 2. System nach Anspruch 1, in welchem
die physische Antwort des SAugetiers die Pulsrate ist. 65 3. System nach
Anspruch 2, welches mit einem Arzneimittel geflilt ist, das ein eine Obung
simulierendes Mittel ist. 21    8        *  ~~~~C   L   M   S 4. System
nach Anspruch 3, in welchem das Arzneimittel (1) Catecholamin lst. 5.
System nach Anspruch 4, in welchem das Catecholamin folgende chemische
Formel aufweist: 10 in welchen Xi und X2 unabhangig voneinander
Wasserstoff, elne Hydroxy-Gruppe, elne Methoxy- Gruppe oder eine
Carbamoyl-Gruppe sind, wobei allerdings Xi und X2 nicht gleichzeitig
Wasserstoff oder elne Carbamoyl-Gruppe sein kdnnen; wobel YV oder Y2
Wasserstoff ist und das andere jeweils 17     Wasserstoff oder elne
Methyl-Gruppe ist, vorausgesetzt, daB fOr den Fall, daB YV elne
Methyl-Gruppe ist, XI keine Carbamoyl-Gruppe ist, wobel Z Wasserstoff oder
eine Hydroxy-Gruppe ist und wobel n 2 oder 3 ist, oder ein pharmazeutisch
zullssiges Slureadditionssalz hiervon. 6. System nach Anspruch 5, in
welchem Z eine Hydroxy-Gruppe ist. ,120 7. System  nach Anspruch B, in
welchem Xi Wasserstoff ist, X2 eine Hydroxy-Gruppe, Y1 und Y2 Wasserstoff
und n 3 ist. 8. System nach Anspruch 6, in welchem XI Wasserstoff ist, X2
elne Methoxy-Gruppe, Y1 und Y2 25     Wasserstoff und n 2 ist. 9. System
nach elnem der vorangehenden AnsprUche, in welchem der Monitor elnen
Elektrokardiogra- phen umfaBt. so  10. System nach einem der vorangehenden
Ansprache, in welchem dar Arzneimittelabgabesystem elne Vorrichtung zur
Abgabe der Arzneimittel durch die Haut hindurch umfaBt. 11. System nach
einem der AnsprOche 1-9, in welchem das Arzneimittelabgabesystem eine
Vorrichtung zur intravenosen Arzneimittelabgabe ist. 35 12. System nach
einem der vorangehenden AnsprOche, welches weiterhin folgendes umfalt: (d)
eine Anzeige zur Darstellung der physischen Antwort. 13. System nach einem
der vorangehenden AnsprOche, in welchern das Steuersystem die physische 40
Antwort als lineare Funktion von der Zelt varliert. 14. System nach einem
der Ansprlche 1-12, in welchem das Steuersystem die physische Antwort als
Schrittfunktion variiert. 4s  15. System nach elnem der AnsprUche 1-12,
welches weiterhin folgendes umfa~t: (e) elne Eingabevorrichtung far den
Benutker zur Festlegung der gewUnschten Ver~nderung der physischen Antwort
als Funktion von der Zeit. 16. System nach Anspruch 15, dadurch
gekennezeichnet, daB die Eingabevorrichtung fUr Benutzer Mittel 50
umfaBt, um den Anstiegsverlauf des linearen Anstiegs in der physischen
Antwort zu ermittein. 17. System nach Anspruch 15, In welchem die
Eingabevorrichtung far den Benutzer Mittel umfaBt, um die Zeit und die
GrWUe der Schrittfunktionsveranderung in der physischen Antwort zu
bestimmen. 55  18. System  nach Anspruch 15, In welchem  die
Eingabevorrichtung far Benutzer Mittel umfagt, um patientenspezifische
Daten zu ermitteln. 19. System nach einem der AnsprOche 15-18, welches
weiterhin umfalt: 22 



EP 0 329 464 B1                 I111Il/illI 111l, 111 III, (f) eine
Eingabevorrichtung fOr Benutzer, die in Wirkverbindung mit dem Steuersystem
steht, urn ein ZurUckhalten der physischen Antwort zu dem dann gerade
aktuellen Wert einzuleiten. 20. System nach einem der vorangehenden
AnsprUche zusltzlich mit einem System zur Unterbrechung s      der Infusion
des Arzneimittels in das Slugetier. 21. System nach Anspruch 20, in welchem
das System zur Unterbrechung der Infusion einen luftaktivierba- ren
VerschluBmechanismus aufweist. 1o  22. System  nach Anspruch 20, in welchem
das System zur Unterbrechung der Infusion ein zweites
Arzneimittelausgabesystem umfa~t. Revendlcatlons 15 1. Systbme pour
l'administration en circuit ferm6 asservie d'un medicament qui produit une
r6ponse physique chez un mammifbre similaire aux r6ponses cardiovasculaires
provoquees par un exercice d'a6robic, ledit systeme comprenant: (a) un
systeme de delivrance de medicament (3) pour connexion au mammifere, le
systbme de d6livrance du m6dicament recevant, en entr6e, un signal de
commande, 20       (b) un systeme de contr8le (2) pour connexion au
mammifere capable de determiner la reponse physique du mammifere et de
produire un signal de sortie indicatif de la r6ponse physique, et (c) un
systeme de commande (4) recevant en ontrde, le signal indicatif de la
rdponse physique et fournissant en sortie le signal de commande pour le
systeme de d6livrance de medicament caract6ris6 en ce que le systeme de
commands (4) comprend un microprocesseur qui fait varier la 25
rdponse physique en fonction du temps en regulant la perfusion de
medicament au mammifere. 2. Systbme selon la revendication 1 dans lequel la
reponse physique du mammifbre est le rythme cardiaque. 30  3. Systbme selon
la revendication 2 qui est chargd avec un medicament qui est un agent
simulant un exercice. 4. Systeme selon la revendication 3 dans lequel le
medicament est une catecholamine. 3s  5. Systeme selon la revendication 4
dans lequel la catecholamine presente la formule chimique: 40
NW- NH  -(Cxa)             -xi dans laquelle XI et X2 sont ind6pendamment
un atome d'hydrogbne, un groupe hydroxy, methoxy 45     ou carbamoyle, b
condition quo XI et X2 ne solent pas tous les deux des atomes d'hydrogbne
ou des groupes carbamoyle; un des Y. et Y2 est un atome d'hydrogene et
l'autre est un atome d'hydrogbne ou un groupe methyle, & condition quo si
Y1 est un groupe methyle, alors Xi n'est pas un groupe carbamoyle; Z est un
atome d'hydrogene ou un groupe hydroxy; et n est 2 ou 3; ou un sel
d'addition d'acide pharmacoutiqusment acceptable de celle-ci. 50 6. Systbme
solon la revendication 5 dans loquel Z est un groupe hydroxy. 7. Systeme
selon la revendication 6 dans loquel Xi est un atome d'hydrogene, X2 est un
groupe hydroxy, Y1 et Y2 sont des atomes d'hydrogbne et n est 3. S5 8.
Systeme selon la revendication 6 dans lequel XI est un atome d'hydrogbne,
X2 est un groupe methoxy, YV et Y2 sont des atomes d'hydrogene et n est 2.
23    C   L   14  S 9. Systbme selon l'une quelconque des revendications
precedentes dans lequel la systeme de surveillan- ce comprend un
6lectrocardiographo. 10. Systeme selon l'une quelconque des revendications
pr6cedentes dans lequel Is systeme de delivrance 5     de medicament est un
dispositif de d~livrance par vole transdermique de medicament. 11. Systhme
selon l'une quelconque des revendications 1 a 9 dans loquel le systeme de
d6livrance de 



medicament est un dispositif de d6livrance par vole intraveineuse de
medicament. JO  12. Systeme selon l'une quelconque des revendications
prec6dentes comprenant en outre: (d) un affichage pour fournir une
indication de la reponse physique. 13. Systeme solon l'une quelconque des
revendications prdcddentes dans lequel le systbme de comman- de fait varier
la reponse physique comme une fonction lineaire du temps. 15 14. Systbme
selon l'une quelconque des revendications 1 a 12 dans lequel le systeme de
commando fait varier la r~ponse physique selon une fonction 6chelon. 15.
Systbme selon l'une quelconque des revendications 1 & 12 comprenant on
outre: '2-~   20     (a) un dispositif d'entrde-utilisateur pour specifier
la variation desiree de la reponse physique en fonction du temps. 16.
Systbme solon la revendication 15 dans lequel le dispositif
d'entrd-utilisateur comprend un moyen pour spdciffer la vitesse
d'augmentation d'une augmentation lineaire de la reponse physique. 25 17.
Systeme selon la revendication 15 dans lequel le dispositif
d'entree-utilisateur comprend un moyen pour sp6cifier le temps et la taille
d'un changement d'une fonction echelon dans la reponse physique. 18.
Systeme solon la revendication 15 dans loquel le dispositif
d'entree-utilisateur comprend un moyen 3o     pour specifier des donnees
specifiques du patient. 19. Systbme solon P'une quelconque des
revendications 15 a 18 comprenant en outre: (f) un dispositif
d'entr6-utilisateur connecte de manibre fonctionnelle a un systbme de
commando pour amorcer un maintien de la reponse physique A la valeur alors
en vigueur. 35 20. Systeme solon l'une quelconque des revendications
pr6c6dentes comprenant en outre un systeme pour interrompre la perfusion du
medicament au mammifere. 21. Systeme selon la revendication 20 dans loquel
le systeme pour interrompre la perfusion comprend un 40    tourniquet
activ6 par l'air. 22. Systeme selon la revendication 20 dans lequel le
systeme pour interrompre la perfusion comprend un second systeme de
delivrance de medicament. 45 50 55 24    


