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5 CORNEAL VACUUM CENTERING GUIDE AND DISSECTOR 

Field of the Invention 
This invention is a surqical device for 

10 producing a generally circular, interlamellar.pathway 
within the corneal stroma of the eye. The device is made 
up of three major components.: a vacuum centering quide 
having an inner bore which fits at one end against the 
front of the eye, a barrel which fits within the inner 

15 bore of the centerinq quide and to which is attached the 
third major component, a generally circular dissecting 
ring. The dissectinq ring is shaped in such a way that 
when an eye surgeon twists the barrel to which the ring 
is attached, tha ring moves throuqh the interlamellar 

20 space in the stroma _producinq the desired channel or 
pathway. The centering guide may optionally include a 
rinq having one or more pins which firmly engage the 
cornea's epiphilium. The constituent parts of the 
surgical device, particularly the dissecting ring, also 

25 form a part of this invention. 
A split ring, or intracorneal ring ("ICR"), is 

inserted intQ the intrastromal passageway produced by the 
inventive device. The ICR changes the shape of the 
cornea and, in doinq so, provides a chosen measure of 

30 visual correction. 

Background of the Invention 
Anomalies in the overall shape of the eye can 

cause visual disorders. Hyperopia ("farsightedness") 
35 occurs when the front-to-back distance in the eyeball is 
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too small. In such a case, parallel rays originating 
·greater than 20 feet from the eye focus behind the 
retina. In contrast, when the front-to-back distance of 
eyeball is too large, myopia ("nearsightedness") occurs 

5 and the focus of parallel rays entering the eye occurs in 
front of the ~etina. Astigmatism is a condition which 
occurs when the parallel rays of light do not come to a 
single point within the eye, but rather have a variabl~ 
focus due to the fact that the cornea is aspherical and 

10 refracts light in a different meridian at different 
distances. some degree of astigmatism is normal, but 
where it is too high, it must often be corrected. 

Hyperopia, myopia, and astigmatism are usually 
corrected by glasses or contact lenses. surgical methods 

15 for the correction of such disorders are known. such 
methods include radial keratotomy (see, e.g., u.s. 
Patents Nos. 4,815,463 and 4,688,570) and laser corneal 
ablation (see, e.g., u.s. Patent No. 4,941,093). 

Another method for correcting those.disorders 
20 is through the implantation of polymeric rings in the 

eye's c_orneal stroma to change the curvature of the 
cornea. Previous work involving the implantation of 
polymethylmethacrylate (PMMA) rings, alloqraft corneal 
tissue, and hydroqels is well documented. One of .the 

25 r~ng devices involves a ring design that allows a split 
ring to be inserted ~nto a channel dissected in the 
stromal layer of the cornea using a minimally invasive 
incision through which the channel for the implant is 
created and through which the implant is inserted. 

30 U.S. Patent No. 4,452,235, to Reynolds, 
describes a met}\od and apparatus for corneal curvature 
adjustment. The method.involves inserting one end of a 
split end adjusting ring into the cornea of the eye and 
moving the ring in a circular path until its ends meet. 

35 The ends are thereafter adjusted relative to each -other 
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until the shape of the-eye ha~ assumed a desired 
curvature whereupon the ends are fixedly attached to 
maintain the desired curvature of the cornea. 

Although the procedure for introducing ICRs 
5 into the intracorneal stroma is known, our inventive 

insertion devices used to implement these procedures is 
not shown. 

Vacuum devices useful for ocular surgical 
procedures are,·.however, common. For instance, U.S. 

10 Pat. No. 4,423,728, to Lieberman, shows a cam-guided 
trephine for selectively cutting a circular or v-shaped 
groove about the cornea. The device utilizes a pair of 
suction rings which affix the apparatus onto the sclera 
of the patient's eye. The vacuum is usually less than 

15 about lOcm of water thereby avoiding raising the 
intraocular pressure .above the physiological levels. The 
suction ring lies in the anatomically constant area just 
outside the limbus. 

Similarly, U.S. Pat. No. 4,997,437 to 
20 Grieshaber, shows a process and apparatus for cornea 

grinding. The device has a base member which is held to 
the conjunctiva of the eye by vacuum space formed about 
the periphea of the cornea. A rotary grinder is attached 
to the base member and slides onto the eye through the 

2~ interior bore of the base member. No provision is made 
for preventing rotation of the base member. 

None of these disclosures shows the combination 
of devices ~imilar to those disclosed herein. 

Suggestion of blunt points or dissectors for 
30 producing channels within the interlamellar boundaries 

are found. See, for instance, U.S. Pat. No. 5,090,955, 
to Simon and "Intrastromale Implantation Eines 
Justierbaren Kunstof forings zur Hornhau Trefraktion 
Sanderung", Hartmann et al., Kongress der Deutschen 

35 Gesellschaft filr Intraokularllnsen Implantation, pp. 
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465-475. They do not suggest the special rel~tionship 
shown with the dissector support. · 

An optional aspect of this invention is the use 
of pins which engage the front of the eye to prevent 

s rotation of the inventive device during use. 
U.S. Pat. No. 4,429,696, to Hanna, shows a 

surgical apparatus for precisely cutting out the cornea 
of the eye by making at least one circular incision. The 
device is held to the front of the eye by a series of 

10 claws, which optionally may be retractable, and suction 
placed on the central portion of the eye during· the 

. cutting operation. There is no sugqestion of using the 
claws in cooperation with an annular vacuum ring. 

Finally, the invent.ion may optionally include a 
15 soft base conformable to the surface of the eye. 

such devices are known. See, for example, 
published PCT Application W091/08711, to Kilmer et al., 
shows a device for re-profiling a cornea. The device 
rests on a·resilient vacuum ring which is adapted to sit 

20 on the sclera portion of an eye which surrounds the 
cornea which is to be re-profiled. The top side of the 
vacuum ring has a number·of positioninq pins which allow 
it to be connected to the remainder of the profiling 
apparatus. 

25 The invention described herein is a device for 
producinq in the corneal stroma, the circular pathway 
needed for the insertion of the ICR usinq a suction ring 
which ~etachably adheres to the front of the eye. 

30 Brief Description of the Drawings 

35 

Fiqure_ 1 is a horizontal section of an eye. 
Fiqure 2 is a.horizontal section of the 

anterior portion Of an eye. 
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Figure J is a front perspective view of the 
constituent parts of the inventive vacuum device and 
their relationship to the eye during use. 

Figure 4 is a bottom view of the base of the 
5 vacuum device. 

Figure 5 is a bottQm view of the centering 
insert for the inventive device. 

Fiqure 6 is a bottom view of the dissector and 
its supporting insert barrel as used in the inventive 

10 device. 
Fiqure 7 is a side view of the dissector blade. 

Figure 7a is a side cross-section of the dissector blade. 
Figures 7b and 7c are top and side views of the tip of 
the dissector blade. 

15 Figu,r~ 8 is a side cross-section view of the 
vacuum device in place on the eye during the step of 
making the initial incision for later installation of an 
ICR. 

Figure 9 is a side cross-sectional view of the 
20 vacuum device in place during the step of dissect~ng a 

circular channel in the corneal stroma. 
Figure 10 is a bottom view of a variation of 

the invention utilizing multiple vacuum chambers. 
Figure 11 is a side cross-sectional view of the 

25 inventive variation shown in Figure 10. 

30 

Figure 12 is a bottom view of a variation of 
the invention utilizing a single chamber in the base. 

Figure 13 is a partial side cross-sectional 
view of a variation of the invention shown in Figure 12. 

Figure 14 is a bottom view of a variation of 
the invention also utilizing multiple vacuum chambers. 

Figure 15 is ~ partial side cross-sectional 
view of the variation shown in Figure 14. 

Figure 16 shows a soft insert suitable for 
35 producing a vacuum on the front of the eye. 

/ 
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Figures 17, 18 and 19 are enlarqed side cross­
se~ional views of peripheral or outer edqe of the vacuum 
base where they would meet the surface of the eye during 
use. 

s Figure 20 shows a bottom view of a ~ariaticn of 
the device which incorporates radial walls within the 
vacuum chamber to help prevent rotation of the vacuum 
base during ophthalmic operations. 

Fiqures 21, 22 and 23 show partial cross-
10 sectional views of three variations of the radial wall 

devices placed in the vacuum chamber shown in Figure 19. 
Figure 24 is a bottom view of a vacuum device 

showing, in particular, an insert utilizinq a number of 
pins for engaging the anterior surface of the eye durinq 

15 the eye surgery. 
Figure 25 is a side view cross-section of the 

device of Figure 24. 
Fiqures 26, 27, 28, 29 and 30 depict the steps 

of using the inventive device to prepare the •Ye and 
20 install the ICR in the corneal stroma. 

Figure 31 shows the positioning of the ICR in 
the stroma. 

Description of tbe Inyention 
25 Prior to explaininq the details of the 

inventive devices, a short explanation of the physioloqy 
of the eye is needed to appreciate the functional 
relationship of the device to the eye. 

Figure 1 shows a horizontal section of the eye 
30 with the qlobe 11 of the eye resemblinq a sphere with an 

anterior bulged spherical portion representinq the cornea 
12. 

The qlobe 11 of the eye consists of three 
concentric coverings enclosing the various transparent 

· 35 media through which the light must pass before reaching 
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the sensitive reti~a· 18. The outermost covering is a 
fibrous protective _portion, the posterior five-sixths of 
which is white and opaque and called the sclera 13, and 
sometimes referred to as the white of the eye where 

5 visible to the front. The anterior one-sixth of this 
outer layer is the transpar~nt cornea 12. 

A middle covering is mainly vascular and 
nutritive in function and is comprised of the choroid 14, 

ciliary body 16 and iris 17. The choroid 14 generally 
10 functions to maintain the retina 18. The ciliary body 16 

is involved in suspending the lens 21 and accommodation 
of the lens. The iris 17 is the most anterior portion of 
the middle covering of the eye and is arranged in a 
frontal plane. It is a thin circular disc corresponding 

15 to the diaphragm of a camera, and is perforated near its 
center by a circular aperture called the pupil 19. The 
size of the pupil varies to regulate the amount of light 
which reaches the retina 18. It contracts also to 
accommodation, which serves to sharpen the focus by 

20 diminishing spherical aberration. The iris 17 divides 
the space between the cornea 12 and the lens 21 into an 
anterior chamber 22 and posterior chamber 23. The 
innermost portion of covering ~s the retina 18, 
consisting of nerve elements which form the true 

25 receptive portion for visual impressions. 
The retina 18 is a part of the brain arising as 

an outgrowth from the fore-brain, with the optic nerve 24 
serving as a fiber tract connecting the retina part of 
the brain with the fore-brain. A layer of rods and 

30 cones, lying just beneath a pigmented epiphilium on the 
anterior wall of the retina serve as visual cells or 
photoreceptors which transform physical energy (light) 
into nerve impulses. 

The vitreous body 26 is a transparent 
35 gelatinous mass which fills the posterior four-fifths of 

.. 
'. 
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the qlobe 11. At its sides it supports the ciliary body 
16 and the retina 18. A frontal saucer-shaped depression 
houses the lens. 

The lens 21 of the eye is a transparent bi-
5 conva~ body of crystalline appearance placed between the 

iris 17 and vitreous body 26. Its axial diameter varies 
markedly with accommodation. A ciliary zonule 27, 
consisting of transparent fibers passinq between the 
ciliary body 16 and lens 21 serves to hold the lens 21 in 

10 position and enables the ciliary muscle to act on it. 
Referring again to the cornea 12, this 

outermost f ibro~s transparent coating resembles a ~atch 
glass. Its curvature is somewhat greater than the rest 
of the globe and is ideally spherical in nature. 

15 However, often it is more curved in one meridian than 
another giving rise to astiqmatism. A central third of 
the cornea is called the optical zone with a sliqht 
flattening.taking place outwardly thereof as the cornea 
thickens towards its periphery. Kost of the refraction 

20 of the eye takes place through the cornea. 
Referring to Figure 2, a more detailed drawing 

of the anterior portion of the globe, shows the various 
layers of the cornea 12 comprising an epithelium 31. 
Epithelial cells on the surface thereof function to 

25 maintain transparency of the cornea 12. These epithelial 
cells ~re rich in qlycoqen, enzymes and acetylcholine and 
their activity regulates the corneal corpuscles and 
controls the transport of water and electrolytes through 
the lamellae of the stroma 32 of the cornea 12. 

30 An anterior limitinq lamina 33, referred to as 
Bowman's membrane or layer, is positioned between the 
epiphilium 31 and the stroma 32 of the cornea. The 
stroma 32 is comprised of lamella havinq bands of fibrils 
par~llel to each other and crossinq the whole of the 

35 cornea. While most of the fibrous bands are parallel to 
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the surface, some are oblique, especially anteriorly. A 
posterior limiting lamina 34 is referred to as Descemet's 
membrane. It is a strong membrane sharply defined from 
the stroma 32 and resistant to pathological processes of 

5 the cornea. 
The endotheliQlll 36 is the most posterior lay~r 

of the cornea and consists of· a single layer of cells. 
The limbus 37 is the transition zone between the 
conjun.ctiva 38 and sclera 13 on the one hand and the 

10 cornea 12 on the other. 
Figure 3 shows the various components used in 

this inventive surgical device. The support base (SO), 
includes an annular circumcorneal vacuum ring (52) at the 
end proximal the cornea and a cylindrical or central bore 

15 (54) extending from the end of the support base distal 
the eye (56). The support base (50) typically contains a 
viewing port (55) through the extension wall of the base 
to allow the surgeon to make the initial incision into 
the eye and to clearly view the operational steps which 

20 take place at the corneal surface. The vacuum is brought 
in from vacuum source line (58). The circumcorneal 
vacuum ring (52) is configured so that it meets with and 
seals to the front of the eye ~endering the support base . . 
(50) relatively immobile when the support base is applied 

25 to the front of the eye (56) and a suitable vacuum is 
applied to the vacuum source line (58). The vacuum 
chamber forms an annular vacuum space against the front 
of the eye. The support base (50) may also have a pin 
(60) which serves as an antirotatory device for corneal 

30 centering guide (62). Also shown in Figure 3 is the 
incisor blade (68) which is inserted by the surgeon 
through the viewing port-(55). An incision blade (68) is 
of a size and configuration which allows the knife to 
enter the cornea at a depth and angle suitable for later 

35 
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introduction of the dissector blade·(66) into the 
intracorneal stroma. 

Fiqure 4 shows a bottom view of support base 
(50) in which the circumcorneal vacuum rinq (52) may be 

~ clearly viP-wed. The cir~umcorneal vacuwn rinq {52) is 
made up of an inner wall (70) terminatinq on its inside 
by the central bore (54). The.central bore (54) is at 
least larqe enouqh to see the entirety of the dissector 
blade (66) as is discussed below. The central bore (54) 

10 has an a~is which substantially coincides with the axis 
.of the dissector blade. The central bore (54) is desir­
ably of a lenqth such that the ratio of the bore's lenqth 
to its diameter is between 0.25:1 and 15:1; specifically 
between 0.4:1 and 1:1; at least about 1:1 and less than 

15 about 3:1; or at least about 3:1 up to about 15:1. 
Preferably, the ratio is about 2.5:1. This sizinq allows 
easy manipulation by the surqeon. The outer vacuum rinq 
wall (72) desirably forms the outside of the support base 
(50). Interior to the circumcorneal vacuum rinq (52) may 

20 be one or more ridqes (74) which extend down to the 
corneal .surface when the support base is attached to.the 
quide. The ridges are-positioned within the circum­
corneal vacuum rinq (52) to prevent rotation of the 
support base (50) during any surgical operation. 

25 Variations of the ridge design will be discu~sed below 
with reqard to Fiqures 20 through 23~ The opening (76) 
to the vacuum source line (58) is shown in Fiqure 4. 

Fiqure 5 shows a bottom view of corneal 
centering and fixation.quide (62). This quide (62) fits 

JO down within the inner barrel (54) of support base (50) 
and a qroove (78). within the outer surface of the quide 
slides over and enqaqes j)in (60). In this.way, corneal 
centerinq and fixation quide (62) does not rotate with 
respect to support base (50). The inside bore (80) and 

35 the reticle are used to allow centering of the support 
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base (50) about the cornea and to allow making a marking 
cut with incision marker (63). Once the surqeon 
determines that the support base (SO) is properly 
centered by usinq the, corneal centerinq and fixation 

5 quide (62), vacuum is applied throuqh vacuum source line 
(58) and its terminal openinq (76) in the circumcorneal 
vacuum rinq (52). 

Once support base (50) is affixed to the front 
of the eye, the corneal centerinq and fixation quide (62) 

10 is removed from the center bore (54) of the support base 
(50) and the incision for insertion of the dissector 
blade (66) is made. After the initial incision is 
completed, the dissector barrel (64) is inserted down 
into the inner bore (54) of the support base (SO). The 

15 dissector blade (66) is attached to the dissector barrel 
(64) by dissector blade support arm (84). As the barrel 
rotates, it defines a barrel axis. The barrel axis is 
coincident to the blade axis discussed below. 

Fiqure 7 shows the desired features of the 
20 dissector blade (66) in qreater detail. The blade, in 

cross-section, is desirably rectangular in cross-section. 
This permits a large amount of material to be 
incorporated in the blade and yet form a substantially 
rectangular path in the interlamellar spaces of the 

25 corneal stroma. The blade (66) as was shown above, is in 
the shape of a major arc of up to 350° havinq as· its 
center the axis (65) as shown in Figure 7. The blade's 
major arc is in a plane perpendicular to that axis (65). 
The blade may be tapered on its smaller edge as is shown 

30 in Figure 7a and indeed may be of any convenient shape 
although we have found the two noted cross-sectional .. 
shapes (i.e., rectangular or hexaqonal in which two 

· opposite sides are longer than the remaining four) to be 
preferred. Fiqure 7a shows the cone angle (67) of the 

35 dissector blade as is discussed below and the diameter 
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(6g) of the dissector blade (66). This diameter is 
preferably viewable through the upper end of the 
dissector barrel (64). 

The blade is formed so that the dissector blade 
s support arm (84) is at an angle a of up to about goo. 

The angle of the blade support arm (84) to the plane of 
the blade (66) may be a value of 0° to go 0

• It is 
preferably between 0° and 80°, more preferably the angle 
is 10°-50° and most preferably about 34° (± 5°) to the 

10 plane of dissector blade (66). This angle results in the 
dissector blade support arm (84) being qenerally perpen­
dicular to the cornea when it is inserted into the 
incision provided for introduction of the dissector blade 
(66) into the corneal stroma. This angle, although not 

15 absolutely critical, is desirable and has been found to 
prevent tearing of the epiphilium during the corneal 
operation. The length of blade angle support arm (84) is 
sufficient that the entire dissector blade is visible 
through the top of the dissector barrel during use--see 

20 Figure 6. As was noted with regard to Fiqure 3, the 
outer diameter of the dissector barrel (64) is the same 
as the bore (54) of the base (SO). The overall relation­
ship of the sizes of the diameter of th~ arc (69) of the 
bl~de to the lariqth of the dissector barrel is desirably 

25 chosen so that the ratio of that lenqth to the arc 
diameter is between 0.25:1 and 15:1; specifically between 
0.4:1 and 1:1, at least about 1:1 and less than about 
3:1; and at least about 3:1 bµt less than 15:1. Aqain 
these ratios allow ease of manipulation by the surgeon. 

JO The dissector blade (66) has two other physical 
parameters which. we believe to be important to the 
effective operation of the support base (50) in providinq 
an interlam.ellar channel in the corneal stroma. Upon 
rotation of the dissector barrel (64), the dissector 

JS blade (66) must move in a path which is substantially 
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planar. That is to say the path of the dissector blade 
(66) as it moves in the corneal intrastromal lamellar 
space described above, must not vary either up or down 
during the dissector barrel (64) rotation. The distance 
"a" shown in Figure 7 is a constant. The blade can be 
considered ·to be in a plane which is perpendicular to the 
axis (65) which forms the center of ring (66). 

Similarly, the cone angle ~ (67) is preferably 
112° (±30°). Again, this permits the dissector blade 

10 (66) to produce a channel which is parallel to the 
lamella found in ~he corneal stroma. The cone angle ~ 
may, of course, vary a few degrees dependent on such 
variables as the geometry of the ICR installed, the size 
of the eye, and the amount of correction required. 

15 Figures 7b and 7c show one desired tip 
configuration of the dissector blade (66). We have found 
that a comparatively blunt but rounded device will 
provide an intrastromal channel fairly precisely in a 
constant depth within the lamella. Sharper blades have a 

20 tendency to cut through the lamella and produce a less 
desirable intrastromal channel. 

Figure 8 shows in a cross-section the step of 
creating the incision in the front of the eye using knife 
(68). The support base (50) secured by circumcorneal 

25 vacuum ring (52) is in place as is the corneal centering 
and fixation guide (62). The knife (68) has been brought 
down through .the corneal centering and fixation guide 
(62) into the epithelium and the stroma of the eye (56). 

Once the steps of centering and initial 
30 incision are complete, the corneal centering and fixation 

guide (62) and knife (68) are removed and the step shown 
in Figure 9 is carried out. 

In Figure 9, again the support base (50) is in 
place on the front of the eye (56) secured by the vacuum 

35 in circumcorneal vacuum ring (52). The dissector barrel 

' . i 
; 
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(64) having dissector blade (66) on its lower· end is 
introduced into the inner bore of the support base (SO). 
The leading edge of the dissector blade is introduced 
into the incision made during the step shown in Figure a 

s and ~he dissectcr barrel is rotated as shown. The 
dissector barrel is rotated .far enouqh to make a full 
circular channel or until the dissector blade suppnrt arm 
(84) reaches the insertion made into the eye. Further 
rotation would cause tearinq of the eye. 

10 The dissector blade is then rotated in an 
opposite direction so to remove the dissector biade (66) 

. from the channel it has just produced. We have also 
found it desirable to complete the interlamellar channel 
by using another dissector barrel which rotates in the 

15 opposite direction. 
The ICR may be introduced as described below. 
The circumcorneal vacuum ring may be produced 

in a variety of desired arrangements. For instance, in 
Figures 10 and 11, a multi-chambered ~evice is shown. In 

20 Figure 10, a bottom view of the support base (86). is 
found. The circwncorneal vacuum ring is made up of three 
distinct chambers (88), each of which are con~ected to 
the vacuum source line opening (90). This variation is 
desired when additional support is needed between the 

25 outer support base wall (92) and the support base inner 
bore (94). Because the force applied to the eye is 
proportional to the area subjected to vacuum on the front 
of the· eye, this variation can be used to additional area . 
under vacuum to the device without trauma to the eye. As 

JO may be seen in Figure 11, the various interior walls (96) 
are of a different height allowing them to conform to the 
front of the eye. 

Figures 12 and 13 show, respectively, a bottom 
view and a side partial cross-sectional view of another 

JS variation of the support base (98) in which the 
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circumcorneal vacuum ring does not completely encircle 
the cornea. This configuration allows the viewing port 
(as shown in Figure 3 as (55)) to be quite large and 
allows the surgeon views of the cornea both from above 

s through the inner bore of the dissector barrel or through 
the side viewing port during the production of the inn~r 
stromal channel. Specifically, the open part of the 
channel meets the eye at surface (100) and the vacuum 
source line opening provides a vacuum source to the 

10 opening which fits against the eye. Support base (102), 
·as is shown in Figures 14 and 15, is a multi-chamber 
device analogous to that found in Figures 12 and 13. The 
device and added upper chamber (104) allow the vacuum to 
more easily circumnavigate the cornea. 

15 Figure 16 shows a side perspective cross-
section of an insert (101) which is suitable for 
inclusion in the lower end of the support base. This 
insert has a support ring (105) which may be metal, stiff 
plastic or other suitable material. A rubber seal (103) 

20 which fits against the edqe is bonded to the support ring 
(105). The support rinq may have holes (107) inserted 
therein so to allow vacuum access when the insert is 
placed into a support such as that shown in Figures 
20-23. 

25 Figures 17, 18 and 19 show three variations of 
the surf aces which are desirably used as the surf aces 
which meet the cornea in the circumcorneal vacuum ring. 
Specifically, Figures 17-19 are partial cross-sectio~s of 
the vacuum chambers showing various edges of the 

30 circumcorneal vacuum chamber where the edqes meet the 
surface of the eye. Specifically, Fiqure 17 shows a 
variation in which the clrcumcorneal chamber (104) has an 
outer surface (106) which is disposed at an anqle J such 
that J which is the angle which a tangent to a patient's 

35 cornea would make at that point. Similarly, inner 
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cha.Der edge (108) is cut at an angle K such that the 
inner chamber edge (108) would lie substantially flat 
against the patient's cornea. In Figure 19, the vacuum 
chamber (104) has an outer rounded chamber edge (110) and 

5 an inner chamber edge (108) which ia similar in design to 
the variation shown in Figure 17. The Figure 18 
variation uses an outer chamber edge (112) which is 
somewhat sharper but is not so .sharp as to cause 
substantial trauma or cutting of the corneal surface. 

10 The inner chamber edge (114) is of a similar shape. 

15 

The vacuum chamber walls, the circumcorneal 
rings, and the support base may be made of a variety of 
materials including various plastics, metals, and pliable 
materials such as natural and synthetic rubbers. 

The pref erred variant of the circumcorneal 
vacuum ring contains a number of ridges or vanes which 
serve to help prevent rotation of the support base during 
the ophthalmic operation. There are a number of suitable 
ways of introducing such anti-rotating features. For 

20 instance, in Figure 3, short ridges (46) are included 
both in the inner and outer walls of the circumcorneal 
vacuum ring (52). The lower terminus of these short 
vanes (46) rest against the cornea and after vacuum is 
applied to the vacuum rin9 (52), the cornea is drawn up 

25 into the space surrounding the vanes (46) and the vanes 
prevent the support base from rotating. Figures 20-23 
show other versions of vanes suitable for preventing 
rotation of the support base (50). Figure 20 shows a 
bottom view of support base (50) in which eleven vanes 

JO (116) are interposed within the circumcorneal vacuum ring 
(52). As is shown in partial cross-section of the 
rendition shown in Fiqlire 20, the vanes have several 
identifying features. The surface (118) must meet the 
surf ace of the cornea after the suction is applied to the 

35 ring. There are pathways vario~sly through the opening 
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(120) and the stub wall (122) which allow the vacuum to 
be distributed from the vacuum line opening (124) to be 
distributed evenly about the full circumference .of the 
circumcorneal vacuum chamber. The pa~hways for the 

5 distribution of the vacuum around the chamber is not 
critical. Multiple vacuum inlets are suitable and other 
channel shapes are appropriate. Fiqure 22 shows still 
another variation of the vacuum chamber vane (126) also 
utilizing a stub wall (122) to allow vacuum distribution. 

10 The vacuum chamber vane (126) uses an additional slot 
(128) to distribute the vacuum. once again, however, the 
lower surface of the vane meets flush with the eye and 
forms small indentations within the cornea once vacuum is 
applied. 

15 Fiqure 23 shows a variation in concept for vane 
shape. The variation, instead of providing for flat 
surf ace against the cornea instead is stepped in such a 
way that small points (130) which are cut into the vane 
(126) engaqe the cornea when vacuum is applied to the 

20 device. vacuum is distributed through hole (120) and in 
the spaces formed between outer wall (132) and the lower 
vane point, the space between the two vane points (130) 
and the space between the upper vane point (130) and the 
inner wall (134). 

25 Fiqures 24 and 25 show another variation in 
which an insert (136) containinq a number of pins (138) 
may be included as an inteqral portion of the support 
base (50). Fiqure 24 shows a bottom view of the ring as 
it is placed within the bottom portion of the support 

30 base (50) • The insert rinq (136) conta·ins a surface 
(140) which serves as the inner wall of the circumcorneal 
vacuum chamber (142). ~n this variation of the 
invention, pins (138) extend for a short distance through 
that slopinq wall (140) so that as vacuum is introduced 

35 into chamber (142), the pins enqaqe the eye and penetrate 



-18-

a short distance into the cornea. The insert ring may 
also include slots (142) to allow the vacuum to be 
distributed geometrically about the pins with a bit more 
regularity. The insert ring (136) may be placed in a 

: chamfer within the interior surface of support base (50) 
as is shown in a cross-sect.ion in Figure 25. As is shown 
in Figure 25, the surface of the insert ring which meets 
the anterior cornea (140) is, or may be, sloped in the 
same fashion as is the anterior wall (108) foW'ld in 

10 Figures 17 and 18. Incidentally, the outer vacuum 
chamber wall (144) is shown in cross-section in Fiq:ure 25 
to have a square shoulder. It has been observed that 
this configuration causes only minimal trauma when used 
in this inventive device with an appropriate amount of 

15 vacuum. The trauma is seen to be even less than that 
observed with vacuum chamber outer walls (106) such as is 
shown in Figure 17. 

These combinations of vacuum chambers, vanes 
and ridges within the vacuum chamber, insert rings with 

20 and without pins, all serve to prevent the rotation of 
the device during the ophthalmic operation for which this 
device is intended. Furthermore, the use of the insert 
ring helps to prevent twisting of the corneal surface 
during insertion of the dissector blade, as explained 

25 below. 

Qperation of tbe lnventiye Deyice 
Figures 26-29 show the process for using the 

combination device. 
30 Figure 26 shows a combination of support base 

(50) and corneal centering and fixation guide (62) placed 
on the front of a pat~ent's eye (146). The surgeon 
centers the device on the eye using reticle (82). At 
this point, vacuum has not been applied to the 

35 circumcorneal vacuum ring (52). However, as soon as the 
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device is considered to be centered, vacuum is applied as 
is shown in Fiqure 27 through vacuum source line (58). 
The amount of vacuum applied is known. 'rhe corneal 
centering and fixation quide (62) is then removed from 

s support base (50). It may be observed that within 
circumcorneal vacuum. ring (52) is a slight bulging of the 
eye. This bulging of the eye contacts the vanes within 
the vacuum chamber; such vanes are discussed with 
relation to Fiqures 3, 4, 2·0, 21, 22 and 23,· and the 

10· insert ring shown in Fiqures 24 and 25. This contact 
with the vanes helps prevent rotation or other movement 
of the support base (50). Once the support base is 
firmly affixed to the eye, the lance (68) is brought 
through the window in the support base to produce a small 

15 incision (148) in the cornea. The incision extends 
through epithelium and Bowman's membrane and is 
approximately 1-2 mm long and about 0.2 mm deep. The 
incision is on a radius of the cornea. A small spatula 
which fits into incision (148) may be used to make an 

20 initial separation in the inner lamellar layers at the 
bottom.of inci~ion (148) within the stroma. 'rhis · 
"teasing" of the lamella will facilitate the insertion of 
the dissector blade (66). It should be noted at this 
point that the large viewing port (54) promotes ease of 

25 viewing for the surgeon onto the cornea particularly when 
used in conjunction with the larqe ID bore of the support 
base (50). 

Finally, dissector barrel (64) is introduced 
into the support base (50). The dissector blade (66) is 

30 introduced into the cornea through incision (148) and 
turned until dissector blade support arm (84) nears the 
incision (148). When ~be support arm re~ches the 

. ' 

incision, the rotation of dissector barrel (64) and 
attached dissector blade (66), it is reversed and the 

35 dissector blade is backed out of the inner subsurface 



-20-

lamellar tunnel it has formed. The vacuum is then eased 
and support base (50) is removed from the eye. once the 
inventive device is removed from the eye, the ICR (150) 

may be introduced into the intrastromal channel just 
5 produced desirably with a coating of hyaluronic acid or 

other suitable material as a lubricant. The ends of ICR 
(150) may be joined using techniques discussed in the 
patents discussed above. 

This invention has been described and 
10 exemplified in some detail. Those having ordinary skill 

in this art would recognize variations and equivalents 
which would be well within the scope of the invention 
disclosed here but perhaps outside the scope of the 
appended claims. It is applicants' intention that these 

15 equivalent variations be included within the scope of 
this invention. 

20 

25 

30 

35 
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Claims: 

1. A corneal vacuum centering guide and dissector 
assembly comprising a support base having a proximal end; a 
distal end; a central section having a wall with a generally 
cylindrical bore with a central axis which central section 
extends between the proximal and distal ends of the support 
base, the cylindrical bore having a length and a diameter and 
where the ratio of the length to the diameter is between about 
0.25:1 and 15:1, and an annular vacuum chamber located at the 
proximal end and adapted to create an annular vacuum space 
when placed against the eye. 

2. The assembly of claim 1 in which the annular vacuum 
chamber has an inner wall and an outer wall and at least one 
of the inner and outer walls have integral ridges or vanes 
which are adapted to extend down to and contact the eye during 
use. 

3. The assembly of claim 2 in which the vacuum chamber 
contains integral ridges. 

4. The assembly of claim 2 in which the vacuum chamber 
contains radial vanes. 

5. The assembly of claim 1 in which the ratio is 
between 0.4:1 and 1:1. 

6. The assembly of claim 1 in which the ratio is at 
least 1:1 and less than about 3:1. 

7. The assembly of cla_im 1 in which the ratio is at 
least 3:1 but less than about 15:1. 

8. The assembly of claim 1 in which the vacuum chamber 
contains an insert detachably mounted to the proximal end of 

.. ~ .:· 
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the support base which insert contains short . pins mounted to 
engage the cornea during use. 

9. The assembly of claim 1 additionally comprising a 
corneal centering and fixation guide having an outer diameter 
which slidably fits within the cylindrical bore of the support 
and a reticle coincident with the central axis of the support 
base. 

10. The assembly of claim 1 additionally comprising a 
knife adapted to place a small incision in the eye .. 

11. The assembly of claim 9 additionally comprising a 
viewing port through the central section wall. 

12. The assembly of claim 1 additionally comprising the 
dissector blade assembly of claim 13. 

13. A dissector blade assembly suitably for forming 
space in the cornea of an eye comprising: 

a blade having a dissecting end, a support end, a 
cross-section, and an outer boundary being in the form of a 
major arc in a plane substantially perpendicular to a 
rotational axis; and 

a support arm having a first end and a second end, 
said first end of said support arm being attached to said 
support end of said blade. 

14. The assembly of claim 13 wherein said major arc 
subtends an angle up to about 350°. 

15. The assembly of claim 13 wherein said support arm 
and said plane are oriented at an angle of between 0 and 90°. 
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16. The assembly of claim 15 wherein said support arm 
and said plane are at an angle of 34°(+/-5°). 

17. The assembly of claim 13 or 16 wherein said cross 
section is positioned such that it forms a section of a cone 
having an angle of 112°(+/-30°). 

18. The assembly of claim 13 wherein the said blade has 
a blunt tip. 

19. The assembly of claim 13 wherein the said blade has 
a rounded tip. 

20. The assembly of claim 13 wherein said blade has a 
rectilinear cross-section. 

21. The system of claim 20 wherein said blade has a 
cross-section selected from the group of shapes consisting of 
rectangles and hexagons. 

22. The assembly of claim 13 further comprising a 
generally cylindrical barrel member attached to said second 
end of said support. 

23. The assembly of claim 22 wherein said barrel member 
is tubular and has an inner diameter and an outer diameter, 
said inner diameter being smaller than a diameter of said 
outer boundary of said blade. 

24. A surgical system t:Pr use in forming space in .the 
cornea, said system comprising a first dissector assembly as 
described in claim 13 with said blade extending in a first 
direction and a second dissector assembly as described in 
claim 13 with said blade extending in a second direction 
counter to said first direction. 
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25. A surgical system for use in forming space in the 
cornea, said system comprising a first dissector assembly as 
described in claim 22 with said blade extending in a first 
direction and a second dissector assembly as described in 
claim 22 with said blade extending in a second direction 
counter to said first direction. 

26. A kit of claim 25 further comprising a support base 
adapted to be affixable to an eye, said support base having a 
vacuum portion and a guide portion with.a central axis, said 
guide portion being adapted to slidingly receive said barrel 
of each dissector assembly and maintain said rotational axis 
of each dissector assembly substantially coincident with said 
central axis of said guide portion. 


