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SEGMENTED INTRASTROMAL CORNEAL INSERT FOR ALTERING 
CORNEAL REFRACTIVE PROPERTIES AND MEmODS THEREOF 

Technical Field 

5 The present invention relates to intrastromal corneal inserts and methods for 

altering refractive properties, including the comeal curvature and/or the aspheric shape, of 

the cornea of an eye. More specifically, the invention involves intrastromal corneal 

segments lulving various predefined parameters, including but not limited to arc angle, 

radius of curvature, cone angle, thickness, and width, which effect this change when the 

10 segments are inserted into the cornea. The invention also involves methods for inserting 

one or more of the segments into the comea of the eye. 

Bacqrouruf o(tbe Invention 

Anomalies in the ov~l shape of the eye can cause visual disorders. Hyperopia 

("farsightedness") occurs when the front-to-back distance in the eyeball is too short. In 

1 S such a case, parallel rays originating greater than 20 feet from the eye focus behind the 

retina. In contrast, when the front-to-back distance of eyeball is too long, myopia· 

("nearsightedness") occurs and the focus of parallel rays entering the eye occurs in front of 

the retina. Astigmatism is a condition which occurs when the parallel rays of light do not 

focus to a single point within the eye, but rather have a variable focus due to the fact that 

20 the cornea refracts light in a different meridian at different distances. Some degree of 

astigmatism is normal, but where it is pronounced, the astigmatism must be corrected . . · 
Hyperopia, myopia, and asti~ are usuaJly corrected by glasses or contact 

lenses. Surgical methods for the correction of such disorders are known. Such methods 

include radial keratotomy (see, e.g., U.S. Patents Nos. 4,81 S,463 and 4,688,570) and laser 

25 corneal ablation (see, e.g., U.S. Patent No. 4,941,093). 

Another method for correcting those disorders is through the implantation of 

polymeric rings in the eye's comeal stroma to change the curvature of the cornea. Previous 

work involving the implantation of polymethylmethacrylate (PMMA) rings, all9graft 

. corneal tissue, and hydrogels is well documented. One of the ring devices involves a split 

30 ring design which is inserted. into a channel previously dissected in the stromal layer of the 
·., 

cornea A mjnimally invasive incision is used both for producing the channel and for 

inserting the implant. See, for instance, the use of PMMA intrastromal rings in U.S. 
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Patents Nos. 4,452,235 to Reynolds; 4,671,276 to Reynolds; 4,766,895 to Reynolds; and 

4,961,744 to Kilmer et al. 

Adjustment of intracomeal rings to obtain the necessary correction of the eye 

nonnally typically involves an adjustment of ring size or diameter. For example, U.S. 

5 Patent No. 4,452.,23 S describes a method and an apparatus for corneal curvature 

adjustment by means of adjusting the diameter of the ring. The method involves inserting 

one end of a split end adjusting ring into the comea of the eye and moving the ring in a 

circular path until its ends meet. The ends are thereafter adjusted relative to each other 

until the shape of the eye bas assumed a desired curvature whereupon the ends are fixedly 

10 attached to maintain the desired curvature of the cornea. 

Another manner in which intracomeal rings are adjusted for selectively correcting 

abnonnalities of the eye involves varying the thickness of the rings. U.S. Patent No. 

S,318,047 discloses a method that allows for the refractive correction of the eye by 

determining the amount of cmrection necessary, selecting an intrastromal comeal ring of 

1 S appropriate thickness to obtain the necessary correction from a selection of rings of 

varying thickness, and inserting the ring into the corneal stroma. 

U.S. Patent No. S,405,384 also discloses an intrastromal in~meal rings having 

varying thicknesses for the purpose of creating astigmatism. These rings have at least one 

region, and often have two or more regions, in which the cross section is thicker or the 

20 bulk of the regio~ is more pronounced. By proper aligmnent of the larger regions of the 

ring with the eye's anomplies, the astigmatism can be alleviated. 

Prior art intracomeal ring implants require forming a continuous circumferential 

channel within the stroma of the comea, and thereafter inserting a continuous circular 

device therein. Such a requirement has important drawbacks. Fonning a single, 

25 continuous channel at a constant or otherwise desired depth from the anterior surface of the 

cornea is surgically more complicated and necessitates additional steps to ensure that the 

channel is at a proper depth. Another drawback of continuous ring inserts is that, after 

insertion, they remain in contact with the initial stirgical incision made in the cornea. The 

ring exerts pressure on the incision, making it more diffieult to successfully suture the 

30 incision and increasing the possibility of post-surgical infection and reducing the rate of 

healing. Further, as the flow of nutrients occurs by diffusion from the posterior to the 
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anterior side of the comea, post-surgical contact between the insert and the incision site 

impedes the flow of nutrients to the incision site. 

Instead of preformed ring inserts, other prior art techniques for correcting visual 

aberrations include the use of a settable polymer or polymer gel. For example. U.S. Patent 

S No. S,095,955 suggests fonning an intracomeal ring by introducing a settable polymer or 

gel into an intrastromal channel which has been previously made, and allowing the 

polymer to set. This procedure does not allow the surgeon to specify the precise shape of 

the resulting ring. Moreover, since the shape and length of the gel confonns to that of the 

intrastromal channel, the gel insert cannot be rotated or moved within channel. 

10 Thus, there is a need for an intrastromal comeal insert which overcomes the 

limitations of prior art inserts. In view of the particular limitations identified above, there 

is a need for an intracomeal insert which subtends less than 360°. Furthermore, there is a 

need for an intrastroma1 comeal insert that bas an arc length and angle less than that of the 

insertion channel. In addition; it is desirable that such a segment have dimensions (e.g.~ 

15 cone angle, thickness, cross-sectional area, arc length, etc.) which vary or are variable 

between portions of the segment to allow a surgeon to precisely control the dimensions of 

the insert in order to. achieve the desired corneal correction. It is also desirable to provide 

an assemblage of such segments having dimensions which vary from segment to segment. 

Additionally, it is desirable to have a segment and a method of inserting the segment at a 

20 desired orientation or angle with respect· to the cornea which provides for precise corneal 

adjustment irrespective ,9f the thickness, width, or arc angle of the segment. Moreover, it 

is contemplated that the desired segments ~used t.O introduce therapeutic or diagnostic 

materials into the cornea. 

25 

Sumnuuy of the Invention 

The. present invention is directed to an intrastromal corneal ~ for effecting a 

change in the corneal curvature to treat conditions such as astigma~ myopia, and 

hyperopia. The insert is an arcuate or arc-shaped segment. The extent of corneal 

correction by such a segment, for a given cross-sectional configuration, is a function of one 

or more predefined parameters, including the arc angle, radius of curvature, cone angle, 

30 modulus of elasticity, width and thickness of the segment. Particular visual disorders, such 

as astigmatism, myopia, hyperopia, and astigmatism i~ combination with either myopia or 

hyperopia, are correctable by use of these segments. 
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An aspect of the invention is to effect a change in the curvature of the cornea by 

providing one or more segments having a selected arc angle and radius of curvature. 

A segment of the present invention may also be provided with a mismatching cone 

angle selected, independently of the segment's siz.e, to impart an additional correction to 

S the comeal tissue when the segment is positioned at the desired location in the cornea. 

More specifically, the mismatching cone angle can independently effect a change in the 

radius of curvature and/or the aspheric shape of the cornea can be effected. Thus, the cone 

angle is chosen based on the change of curvature desired, the starting curvature of the eye, 

and based on the thickness, radius of curvature, and modulus of eJasticity of the segment 

10 for a given cross-sectional configuration. The cone angle may be selected to change the 

curvature of the eye, and to either maintain or alter its original aspheric shape. 

Still another aspect of the invention is to effect a change in the curvature of the 

comea by providing segments of varying thickness and widths or alternately, varying the 

thickness of portions of an individual segment. The segments may be used in isolation, in 

1 S isolated multiples, in cooperative multiples, as segments in a larger assemblage encircling 

at least a portion of the cornea. or as assemblages to fonn constructs of varying thickness. 

The arcuate inserts have sufficient structural integrity to approximate the shape of 

some portion of the intrastromal channel into which a segment is to be placed. The 

segments may be comprised of one or more polymers having a high and/or low modulus of 

20 elasticity. Segments having mismatched cone angles over at least a portion of their lengths 

are required to have a minimum flexural modulus of ~-~ticity of about 3,500 psi, so that 

the segment retains its ability to exert a mismatched cone angle effect over time. The 

inserts may further comprise a hydrophilic or hydrophobic material, or may be a hybrid 

device comprising layered materials. The insert may have an innef portion or be hollow or 

25 adapted to be fillable with a biologic agent, drug or other liquid, emulsified, or time-release 

eye treatment or diagnostic material, or gel or settable polymer. 

When the insert is a hybrid, both the inner and outer portions may comprise 

variously one or more high or )ow modulus, physiologically compatible polymers or a 

composite of a low modulus polymer and a high modulus polymer. The inner portion may 

30 comprise a gel or a polymeric material which is polymerized in situ after introduction into 

a hollow center layer. 
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If hydratable polymers are used, they may be hydrated before or after introduction 

into the intrastromal passageway created by the surgical device used to introduce these 

devices into the eye. If the insert is made of a hydratable prilymer and the outer layer is 

hydrated before insertion into the eye, the final size of the insert will be set before 

S insertion. If the hydratable polymers are allowed to hydrate within the corneal space, the 

device (if appropriate polymers are chosen) will swell within the eye to its final size. If 

prchydrated, the outer layer often provides a measure of lubricity to the device, allowing it 

to be inserted with greater ease. 

Yet another aspect of the present invention is the use of various methods or 

10 techniques for changing the reftactive characteristics of an eye. Oenerally, the techniques 

involve determining the amount of corrective refraction desired, providing an intrastromal 

channel which traverses at least a portion of the circumcomeal rotation, and introducing 

one or more of the above described inventive segmented inserts. Specific indications, such 

as astigmatism, may be rectified by insertion of one or more of the inserts into a partial 

15 . intrastromal channel to flatten the steeper portions or to steepen the flatter portions or to 

simultaneously flatten and steepen portions of the anterior corneal surface without 

insertion of a complete intracomeal ring. 

The above is a brief description of some of the features and advantages of the 

present invention. Other features, advantages, and embodiments will be apparent to those 

20 · skilled in the art from the following description, accompanying drawings and appended 

claims. .· 
Brief Descripijon of the I>rawinp 

Fig. 1 is a schematic representation of a horizontal section of the eye. 

Fig. 2 is a schematic illustration of the anterior portion of the eye showing the 

25 various layers of the cornea. 

30 

Fig. 3 is a schematic representation of an eye showing the average corneal 

curvature radius and aspheric shape of the comea. 

Fig. 4 is a schematic representation of a hyperopic eye showing the average corneal 

curvature radius and the aspheric shape of the comea.. 

Figures SA and SB show respectively a front view and a cross section of a typical 

intracomeal insert made according to the invention. 
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Fig. 6 is a diagrammatic cross-sectional view of a cornea showing an imaginary 

intracomeal ring positioned therein having a matching cone angle and illustrating 

geometric relationships of the imaginary ring relative to the cornea 

Figs. 7 and 8 illustrate geometric relationships between a mismatching segment and 

S a cornea in accordance with the present invention. 

10 

Fig. 9 illustrates another embodiment of the present invention in which one 

segment is provided with multiple cone angles. 

Fig. 10 is a sectional view taken along line 10-10 in Fig. 9. 

Fig. 11 is a sectional view taken along line 11-11 in Fig. 9. 

Fig. 12 illustrates a further embodiment of the present invention in which two 

segments are provided with multiple cone angles. 

Fig. 13 is a cross-sectional view of a cornea showing segments of the present 

invention positioned therein and having matching cone angles. 

Fig. 14 is a cross-sectional view of a cornea showing segments of the present 

1 S invention positioned therein and having misinatching cone angles that according to one 

embodiment of the invention effects the flattening of the corneal anterior surface for 

treating myopia. 

Fig. 15 is a cross-sectional view of a cornea showing segments of the present 

invention positioned therein and having mismatching cone angles that according to another 

20 embodiment of the invention effects the steepening of the corneal anterior surface for 

treating hyperopia. •· 

Fig. 16 is a frontal view of segments of the present invention having symmetrical 

areas of added bulk or cross-section. 

Fig. 17 shows a segment of the present invention in which the thickness of the 

25 segment is varied. 

30 

Fig. l 8A-C show respectively a front view, a cross-section, and a top view of an 

embodiment of a segment made according to the present invention. 

Fig. 19A-C show respectively a front view, a cross-section, and a top view of 

another embodiment of a segment made according to the present invention. 

Fig. 20A..C show respectively a front view, a cross-section, and a top view of 

another embodiment a segment made according to the present invention. 
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Fig. 21A-C show respectively a front view, a cross-section, and a top view of 

another embodiment a segment made according to the present invention. 

Fig. 22A-C show respectively a front view, a cross-section, and a top view of 

another embodiment a segment made according to the present invention. 

S Fig. 23A-C show respectively a front view and two cross sections of a soft, filled 

intracomeal insert made according to the present invention. 

Fig. 24 depicts a front view.of an end-to-end assemblage of intracomeal segments 

having no end junctions between the segments.junctions between the inserts to hold them 

in a particular spatial relationship. 

10 . Fig. 25 shows a front view of an end-to-end assemblage of intracomeal segments 

having junctions between the inserts to hold them in a particular spatial relationship. 

Fig. 26 shows a partial cross-sectional view of an end-to-end assemblage of 

intracomeal segments which are strung on a filament to form a ring. 

Fig. 27 A and B show respeetively a front view and a cross section of an 

15 assemblage of intracomeal inserts made according to the invention which overlap at their 

ends to form a single monolithic device. 

Fig. 28A-E schematically depict steps of a procedure for installing the intracorneal 

segments of the present invention. 

Fig. 29A-B schematically depict steps of another procedure for installing the 

20 intracomeal segments of the present invention. 

•· Detailed Description ofthe lnyentign 

Prior to explaining the details of the inventive devices and methods, an explanation 

of the physiology of the eye is provided in conjunction with Figs. 1-2. Referring to 

Fig. 1, a horizontal section of the eye is shown. Globe 11 of the eye resembles a sphere 

25 with an anterior bulged spherical portion representing comea 12. Globe 11 of the eye 

consists of three concentric coverings enclosing the various transparent media through 

which the light must pass before reaching the sensitive retina 1 S. The outermost covering 

is a fibrous protective portion the posterior five-sixths of which is white and opaque and 

called the sclera 13, and sometimes referred to as the white of the eye where visible to the 

30 front. The anterior one-sixth of this outer layer is the transparent cornea 12. 

A middle covering is mainly vascular and nu!fitive in function and is comprised of 

the choroid 14, ciliary body 16 and iris 17. Choroid 14 generally functions to maintain 
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retina 18. Ciliary body 16 is involved in suspending lens 21 and accommodation of the 

lens. Iris 17 is the most anterior portion of the middle covering of the eye and is arranged 

in a frontal plane. It is a thin circular disc corresponding to the diaphragm of a camera, and 

is perforated near its center by a circular aperture called the pupil 19. The size of the pupil 

S varies to regulate the amount of light which reaches retina 18. It contracts also to 

accommodation, which serves to sharpen the focus by diminishing spherical aberration. 

Iris 17 divides the space between comea 12 and lens 21 into an anterior chamber 22 and a 

posterior chamber 23. The irmermost portion of covering is retina 18, consisting of nerve 

elements which form the true receptive portion for visual impressions. 

10 Retina 18 is a part of the brain arising as an outgrowth from the fore-brain, with 

ts 

optic nerve 24 serving as a fiber tract connecting the retina part of the brain with the fore­

brain~ A layer of rods and cones, lyingjust beneath a pigmented epithelium on the anterior 

wall of the retina serve as visual cells or photoreceptors which transform phy5ical energy 

(light) into nerve impulses. 

Vitreous body 26 is a transparent gelatinous mass which fills the posterior four-

fifths of globe 11. At its sides it supports ciliary body I 6 and retina 18. A frontal saucer­

shaped depression houses the lens. 

Lens 21 of the eye is a transparent bi-convex body of crystalline appearance placed 

between iris 17 and vitreous body 26. Its axial diameter varies markedly with 

20 accommodation. Ciliary zonule 27, consisting of transparent fibers passing between ciliary 

body 16 and lens 21 serves to hold lens 21 in positiop_Jmd enables the ciliary muscle to act 

on it .. 

Refening again to cornea 12, this outennost fibrous transparent coating resembles a 

watch glass. Its curvature is somewhat greater than the rest of the globe and is ideally 

25 spherical in nature. · HoWever, often it is more curved in one meridian than another giving 

rise to astigmatism. The central portion of the cornea is called the optical zone with a 

slight flattening taking place outwardly thereof as the cornea thickens towards its 

periphery. Most of the refraction of the eye takes place through the cornea. 

Referring to Fig. 2. a more detailed drawing of the anterior portion of the globe 

30 · shows the various layers of cornea 12 comprising an epithelium 31. Epithelial cells are 

rich in glycogen, enzymes and acetylcholine and their activity regulates the corneal 
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corpuscles and controls the transport of water and electrolytes through the lamellae of the 

stroma 32 of cornea 12. 

An anterior limiting lamina 33, referred to as Bowman's membrane or layer, is 

positioned between the epithelium 31 and stroma 32 of the cornea. Stroma 32 is 

S comprised of lamella having bands of fibrils parallel to each other and crossing the whole 

of the cornea. While most of the fibrous bands are parallel to the surface, some are 

oblique, especially anteriorly. A posterior limiting lamina 34 is referred to as Descemet's 

membrane. It is a ~ng membrane sharply defined from stroma 32 and resistant to 

pathological processes of the comea. 

10 Endothelium 36 is the most posterior layer of the comea and cons.ists of a single 

layer of cells. Endothelium cells function to maintain the transparency of comea 12. 

Limbus 3 7 is the transition zone between the conjunctiva 38 and sclera 13 on the one hand 

and cornea 12 on the other. 

Fig. 3 shows the globe of the eye having a comea 12 with an average spherical 

1 S radius of curvature 41 and a positive aspheric shape. By "average spherical radius of 

curvature" we intend the radius of the circle defined by the points at the periphery 45 of the 

cornea near the limbus of the eye and having a center 46. By "positive aspheric shape" we 

mean that the distance 47 from that center 46 to the anterior center of the cornea is greater 

than the average spherical radius of curvature, that is, the anterior surface of the cornea 

20 flattens as it progresses from the center 44 to its periphery 45. As shown in Fig. 3, when 

parallel rays of light p~ through the corneal surface, they are refracted by the corneal . . 

25 

surfaces to converge even~y near retina :18 of the eye. The diagram of Fig. 3 discowrts, . 
for the purposes of this discussion, the refractive effect of the lens or other portions of the 

eye. 

The eye depicted in Fig. 4 is hyperopic because the light rays from the periphery of 

the cornea refract into focus at a point behind the retinal surface. Further, the eye depicted 

in Fig. 4 has does not have the same aspheric shape as that shown in Fig. 3. Distance 47 

from center 46 to the anterior surface of the cornea is about the same as or less than the 

average spherical radius of curvature 41 and the cornea does not flatten from center 44 to 

30 periphery 45 but rather plateaus or even dips at its center. If an intracomeal segment with 

a flat mismatched cone angle, according to the present invention and as will be described 

in detail below, is implanted into the cornea shown in Fig. 4, the light rays refracted by the 
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now steepened comeal surface will be refracted at a larger angle and thus converge at a 

more near point such as directly on the retina. Further, selection of an intracomeal 

segment having a mismatched cone angle may allow for the eye to obtain a more positive 

aspheric shape similar to that shown in the Fig. 3 eye. 

S With the background discussion of Figs. 1-4 in hand, it should be understood that 

the device and method of the present invention is for the adjustment of at least a portion of 

an annular chord of the cornea to improve the vision of the eye. According to the present 

invention, one or more arcuate polymeric segments having predefined arc angles, radius of 

curvature, matching or mismatching cone angles, thicknesses and/or widths, and modulus 

10 of elasticity, or combinations thereof for changing the refractive properties of an eye. Each 

of the inventive aspects of the segments is discussed in detail below. 

For purposes of discussing the arc length or arc angle of the segments of the present 

invention, and how variations in these parameter effect the shape of a cornea, Figure SA 

shows a front view of a typical insert made according to the invention and Figure SB 

ts shows a cross section of that insert. A$ is shown in Figure SA, the arcuate segment 100 is 

a portion of the circle and subtends some specific amount of a circumference of the cornea 

(at some chosen radius) equal to a value of"a" or 16ate angle." The particular arc angle 

value is selected based upon the indication to be corrected and upon the particular 

configuration of the segment (or segments) used. The arc angle is related to the arc length 

20 (La), the ratio of arc length to arc angle being defined by the expression 

Lu 27tRec x (al.l60°),. for a given radius "r" .<-!~a segment. 

For definitional purposes. the opposite ends of a single segment do not meet and 

subtend less than 360° when the segment is inserted into an intrastromal channel. 

However, if two or more segments are joined or used in conjlUlction with each other, the 

25 sum of the values of "a" may be any of a wide range of values up to and including 360°. It 

should be noted that when a group of segments is used having a sum of arc angles equal to 

or greater than 360°, the advantage of not having the segment in contact with the corneal 

entry incision is lost 

Another important parameter of the segments of the present invention is the radius 

30 of curvature (Ree.). The radius or radius of curvature of a segment is related to the rate of 

change of its curve relative to a fixed axis, or in other words. is related to the radius of the 

ring that can be configured from that particular segment. Selection of the radius of 
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curvature for a particular segment is dependent upon the segment's design and shape, the 

correction to bC effected~ and the radius of the channel fanned in the comea. For the 

majority of vision problems to be treated, the radius of curvature of a segment of the 

present invention which is inserted circumferentially about the cornea is between about 1.S 

S mm and 4.25 mm. 

Referring now to Fig. SB, there is sho~ a radial 1ransverse section of segment 100 

having a hexagonal cross-sectional shapet one of a variety of suitable cross-sectional 

shapes for the segments of the present invention. The thickness of the segment, designated 

with reference character "t", is generally between about 0.05- mm to 0.48 mm, and 

10 preferably between about 0.15 and 0.45. 

Although a particular segment configuration has been described above, segments of 

other cross-sectional shapes, including but not limited to ovaloid and rectangular sha~ 

also may be used provided their respective maximum radial transverse cross-sectional 

dimensions are within the allowable ranges defined above. Illustrative examples of other 

1 S suitable shapes are discussed in more detail below. 

Returning to Fig. SB, for pwposes of describing the cone angle{s) of the segments 

of the present invention, reference is made to an imaginary or phantom ring I 02 having 

cross-sectio~. shape and thickness dimensions identical to those of the segment to be 

inserted, and having a diameter configured :from the segment having phantom ends which 

20 extend to meet each other. The radial 1ransverse cross-section of the segment is the cross­

section that would cut through the diameter of such an imaginary ring 102 superimposed 
•' 

on the insertion site. Ai; shown in Fig. SB,~the components of the radial transverse cross­

section of imaginary ring 200 are the cross-sectional area of segment 100 and phantom 

portion 104 (shown in phantom). 

25 The cone angle 9 of imaginary ring 102, and thus segment 100, ·is defined, for 

example, as the angle between the plane of the flat surface SO that imaginary ring 102 rests 

on and a line drawn between points 52 of the cross-section that rests on the fiat surface and 

point 54 on the cross-section that is farthest ftom the point where imaginary ring 102 rests 

on the flat surface. In other wordBt cone angle 9 the angle formed between the major axis 

30 of a radial, transverse cross-section (e.g., axis 56 as shown in Fig. SB) and surface SO. 

Alternatively, cone angle 9 can be defined with refen:nce to the angle formed by the 

intersection of major axes 56, angle+. where a= {180-f)/2. 
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Referring to Fig. 6, an imaginary ring, such as imaginary ring 102 configured from 

segment 100 described above, is shown insertCd into cornea 12. Imaginary ring 102 is 

shown having a cone angle matched to the corneal architecture prior to insertion. A 

matching cone angle of a segment can be-described with respect to the cone angle of 

S imaginary ring 102. A matched cone angle of imaginary ring 102 may generally be 

considered to be one that matches the angle defined by a particular line 62 that is tangent to 

the anterior surface of the cornea 12. That tangent line 62 is obtained by radially 

projecting the line 66 that extends along the major axis 56' of a radial, 1ransverse cross­

section of imaginary ring 102 (e.g., along the line indicating dimension ''w" in Fig. 58) to 

10 the anterior comeal surface of the comea. The major axis 56' of substantially any 

transverse cross-section of imaginary ring 102 would be parallel to a line in the same plane 

as that major axis and tangent to the anterior surface of the cornea 12 where the line 64 

that bisects the major axis line 66, and is perpendicular thereto, intenects the anterior 

surface of the comea. The major axis line 66 is defined as the line which (1) extends along 

IS the major axis 56' and (2) is bounded by the outer surface of the segment. A matching 

cone angle may vary according to changes in corneal shape and to the radial dimension of 

the segment used. 

Conversely, a mismatching cone angle of imaginary ring 102 is one. in which the 

major axes 56' of substantially any radial, transverse cross-section of imaginary ring 102 

20 would not be parallel to tangent line 66 at the point where bisecting line 64 is 

perpendicular to major ~js ·nne 66 and intersects the anterior surface of cornea 12. 

Referring now to Figs 7· and B. the concept of a mismatching cone angle of a 

segment will be described in detail with reference to imaginary ovaloid intracomeal rings 

(102', 10211
) superimposed at the insertion site prior to insertion of the comea. These 

25 imaginary rings have dimensions equal to those of the respective segments to be inserted. 

As shown in the drawings, the major axis (axes 150 and 152 in Figs. 7 and 8, respectively) 

of substantially any radial, transverse cross-section of the ring (segment) are not parallel to 

a line (lines 160 and 162 in Figs. 7 and 8, respectively), which is in the same plane as the 

major axis and is tangent to the anterior surface of the cornea at the point where the line 

30 Oine 170 and 172 in Figs. 7 and 8, respectfully) that bisects the major axis line (defined as 

the line extending along the major axis and bounded by the outer surface of the ring 

(segment)) and is perpendicular thereto, intersects the anterior surface of the cornea. 
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Alternatively, matching cone angles, and thus mismatching cone angles, can be. 

described relative to an equation. In deriving such an equation to calculate matching cone 

angles, applicants considered the variables listed below to be important in determining the 

S corneal radius change, ARos, achieved by implanting the ring in the cornea. 

10 

ARos = JCRi, &, t, d, 0 1, ~ Ey) where 

R. = initial corneal radius of curvature (measured along the anterior corneal 

surface) {see, e.g., Fig. 68) 

9 =cone angle of the segment 

t = segment thickness 

d =depth of the segment in the cornea measured radially from the anterior 

comeal surface to the midpoint of a mdiaJ line, extending across the thickest or largest 

radial dimension (e.g., "t" in Fig. SB) of the radial, transverse section referenced above 

15 with respect to Dec (defined below) and shown, for examplelJ in Fig. 6 where the depth is 

indicated with reference character "r''. 

Di = limbus diameter 

Rec: = radius of curvature of the segment, where Rec= Dec /2 or one half of 

the diameter of an imaginary intracomeal ring configured from the segment to be inserted 

20 (measured center to center, where each center is at the midpoint of the major axis line of a 

radial, transverse section of the imaginary intracomeal ring. Such centers are shown in . 
Fig. 6, for example, where they are indicated with reference character "c"). 

Ey =Young's modulus for the segment 

. 05 = segment cross-sectional area shape factor, which is a function of the 

25 ration ofLXA to CXA, or 

LXA 
= I 

CXA 

where LXA is the long axis of the radial, transverse cross-sectional area of 

30 the segment and CXA is the circumference of the radial, transverse cross-sectional area of 

the segment. 

These variables are believed to be the dominant ones that will indicate how the 

segment will perform in changing corneal cuivature or shape. 
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In general, with a high Young's modulus, an increase in cone angle provides an 

increase in the minus correction which means an increase in the flattening of the comea. 

By lowering the cone angle, one induces a positive correction which results in steepening 

the cornea. Matching the cone angle is dependent on the starting radial curvature of the 

5 cornea. ARr is the expected ndius of corneal curvature change induced by segment 

thickness independent of cone angle for a givc:n transverse, cross-sectional shape of any 

particular design where the change is measured as the initial radius of corneal curvature 

(i.e., the radius of curvature of the cornea prior to segment implantation) minus the final 

radius of corneal curvature (i.e., the radius of curvature of the cornea after segment 

10 implantation). 

Further examples indicating that increasing the cone angle increases refractive 

corrections are provided with respect to data obtained from tests conducted on hwnan eye 

bank eyes. Cone angles of 31° and 4311 provided refractive corrections of about -2.8 and -

4.4 diopters, respectively. Although the segment cone angles varied, each segment had a 

15 thiclmcss (t) of about 0.15 mm and was inserted at a depth (d) in the cornea of about 0.42 

mm. 

20 

Based on the variables listed above, the following equation, which defines a 

matching cone angle for a given Dec (which is equal to 2 ~ RI and d, was derived. 

Dec 
(1) ---,where 

2(R,-d) 

e, D= Rt and d arc as defined above. 

The following table provides matching cone angle values (0) in degrees rounded to 

25 the nearest tenth of a degree for a segment implanted at a depth of 0.42 mm and for an 

initial comeat radius of curvature (R;) ranging from 7.6-7 .9 mm (which is the typical range 

in the population) and center to center diameters (Dcc) ranging from 5.0-8.0 mm according 

to the above equation. 
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Dc:c 

~ 5.0 5.5 6.0 6.S 7.0 7.5 8.0 

7.6 20.2 22.5 24.7 26.4 24.1 31.S 3.3.7 

7.7 20.t 22.2 24.3 26.S 28.7 31.0 33.3 

7.8 19.8 21.9 24.0 26.1 28.3 30.S 32.8 

7.9 19.S 2L6 23.6 2S.8 27.9 30.1 32.3 

The above calculations are merely exemplary and not intended to limit the 

invention. For example, the implantation depth Hd" may range from about 0.10-0.50 mm, · 

even though a value of 0.42 mm is used throughout the above calculations for purposes of 

S e>ca111J>le. 

A mismatching cone angle is one that does not equal the cone angle described in 

equation (1) for a given Dec (equal to 2RcJ, Ri and d. Thus, for example, given a Dec of7.0 

mm. an~ of 7.6 mm and a "d" of 0.42 mm, a mismatching cone angle would be any cone 

angle that is not equal to 24.1 degrees. 

10 Another equation for describing a cone angle that is a matching cone angle is 

IS 

preferred when accounting for segment thicknesses above about 0.15 mm, which provides 

sufficient tbiclcness to flatten the comea independent of cone angle. According to this 

refined equation: 
•' 

(2) 
Dec 

a = sin·'---- • where 
2[(Ri-d)+IARt!J 

ARc =the expected radius of corneal curvature change induced by segment 

20 thickness independent of cone angle for a given transverse, cross-sectional shape of any 

particular segment design. Alternatively, ARt can be described as the initial radius of 

corneal curvature minus the final radius of corneal curvature as previously described above 

where AR. is determined based only on the change induced by the segment thickness 

independent of cone angle for a given radial, transve~sc cross-sectional shape of any 

~ 25 segment. 



W097/28759 PCT/US'7/01411 

16 

Thu~ when accounting for such thicknesses, a mismatching cone angle is one that 

does not equal the cone angle described in equation (2) for a given Dec (equal to 2RcJ, Ri, 

dandARt 

The discussion of cone angle of segments has, thus far, been limited to segments 

S having a constant cone angle across its length. However, segments having a cone angle 

which varies along the length of the segment or~ in other w~ a segment having multiple 

cone angles is also contemplated by the present invention. Referring now to Figs. 9-11, a 

segment having more 1han one cone angle is shown. In this embodiment, segment 102"' _is 

provided with multiple cone angles. This construction is particularly advantageous for 

10 treating astigmatism (or astigmatism concurrent with either myopia or hyperopia) where 

the corneal curvature varies in different meridians. In the embodiment shown in Fig. 9, the 

segment cone angle changes along the circumferential direction thereof. Generally 

speaking, the segment has a first circumferential region having a first cone angle and at 

least one other region having a cone angle that differs from said first cone angle. 

15 In the example illustrated in Fig. 9, the segment has three circumferential regions 

with distinct cone angles. Circumferential region 202 has a first cone angle 91 as shown in 

Fig. 10. Circumferential region 202 is followed in the clockwise direction by a second 

circumferential region 204 having a second cone angle ~. as shown in Fig. 11 that 

substantially differs from the fll'St cone angle 91• That is, the cone angle varies enough for 

20 treating astigmatism (or astigmatism concurrent with either myopia or hyperopia) as 

discussed below. Circum.ferential region 206 follows region 204 with a cone angle similar 

to that of region 202 in the clockwise directioil. 

Fig. 12 shows another embodunent of the present invention. Two segments 

210 and 220 are shown positioned opposite each other such that they form a ring-shaped 

25 structure having two splits. In the example of Fig. 12, segments 210 and 220 have 

multiple cone angle values and arc angle and length values which are substantially similar 

to each other and to segment 102"' of Fig: 9. The cone angles of the respective segments 

210 and 220~ and of the resulting ring-shaped structure, changes along the circumferential 

direction thereof. In the example illustrated in Fig. 12, the structure has six circumferential 

30 regions with distinct cone angles. Segment 210 has a first circumferential region 212 

which has a first cone angle 91 as shown in Fig. 10. Circumferential region 212 is 

followed in the clockwise direction by a second circumferential region 214 having a 
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second cone angle 9z, as shown in Fig. 11, that substantially differs from the first cone 

angle 01• Circumferential region 216 of segment 210 follows region 214 with a cone angle 

similar to that of region 212. Circumferential region 222 of segment 220, which follows 

region 216 in the clockwise direction, has a cone angle similar to region 216. The cone 

5 angle varies agajn in region 224, which bas a cone angle similar to that of region 214 of 

segment 210. Finally, region 226 of segment 220 has a cone angle similar to that of 

regions 212, 216, and 222. 

As discussed with respect to Figs. 9-11, the optimum values of the respective arc 

angles and cone angles for a particular segment with a particular cross-sectional area shape 

10 is dependent upon the vision problem being treated, the radius of curvature of the segment, 

and the flexural modulus of the segment Typically, fortreating astigmatism with either 

myopic or hyperopic problems, two or more segments may be used. The two or more 

segments may have identical cone angles, thickn~ and arc length, but may also differ 

from each other with respect to one or more of these parameters. Thus, although an 

15 intracomeal insert having a particular number of segments each having particular multiple 

cone angle and arc angle configurations has been shown, other configurations can be used. 

For example, any number of segments may be used, each having various matching or 

mismatching cone angle contigmation and arc angles for treating an individual's particular 

problem. 

20 As discussed above, an important aspect of the present invention is that the shape 

of the anterior corneal surface, and particularly the radius of curvature, may be adjusted by 
,• 

using segments having mismatched cone 81!11es. TliiS. aspect is generally illustmted in 

Figs. 13, 14, and 15 where the effect of matching (Fig. 13) and mismatching (Figs. 14 and 

15) cone angles is compared. Each of these three Figures shows a cross-sectional view of 

2S a pair of opposing segments similar to those described with respect to Fig. 12. 

Fig. 13 shows a pair of opposing segments 300 and 302 having cone angles which 

match the jnner lamaellar architecture. In Figs. 14 and 15, there are shown segment pairs 

having mismatched cone angles. In other words, their respective cone angles do not match 

the inner lamaellar architecl\D"e. The phantom lines shown in these figures correspond to 

30 the outer Jines of the cornea section of Fig. 13 and thus provide a reference for the corneal 

configuration changes caused by the respective segment pairs with mismatching cone 

angles. Referring particularly to Fig. 14, segments 304 and 306 are shown with cone 
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angles greater than those shown in Fig. 6. The larger cone angle twists adjacent portions 

of the cornea outward and :flattens the central region of the comea between segments 304 

and 306 as shown in the drawing. This particular configuration is helpful in treating 

myopia. In contrast, Fig. 15 shows a pair of segments 308 and 310 having cone angles Jess 

S than that shown in Fig. 13. This smaller cone angle effects a steepening of the corneal 

surface as shown in the drawing and is helpful in treating hyperopia. 

Thus far in this description of the present invention, one or more segments having 

one or more mismatched cone angles have been discussed which are used to effect a 

change in the radius of curvature of the comea. Another aspect of the invention is to 

10 employ segments, with or without mismatched and/or multiple cone angles, which have 

varying cross-sections, or otherwise vacy in thickness and width along their arcs, to effect 

the desired alteration of the radius of curvature, and in particular to correct for astigmatism. 

Referring now to Figs. 16-17, an embodiment of the segments of the present 

invention are shown in which the individual segments have at least one region in which the 

1 S cross-section is thicker or the bulk of that region is more pronounced. Often these 

segments will have two or more regions at which the bulk is increased. By proper 

alignment of the various regions of the segment with the areas of the eye that need 

correction, the proper radius of curvature may be achieved. 

In Fig. 16, there is shown two segments 350 and 352 each having a region 354 of 

20 added bulk or dimension shown to extend over a region of about 90° of the respective 

segments. Although reg~~ns are shown to be substantially symmetrical, other 

embodiments in which more than one segmeJJt is used.and in which the respective regions 

of enhanced dimension are in an asymmetric configuration are also contemplated by the 

present invention. The regions of added dimension are critically tailored to correct the 

25 astigmatism or astigmatism in combination with either myopia or hyperopia found in a 

particular eye. 

Fig. 17 illustrates a segment 380 in which the thickness of at least one portion of 

the segment is thicker 382 than another thinner portion 384 of the segment 380. The 

number of thicker portions of the segment may be one or more depending upon the 

30 astigmatic abemttion to be corrected. 

In general, the thickness of the regions of added bulk may range from about 0.1 

mm to less than 0.5 mm. This thickness range is suitable for segments, to treat 
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astigmatism alone or in conjllllction with either myopia or hyperopia, which have arc angle 

ranges and corresponding constant and variable cone angle ranges discussed above. 

Furthennore, the regions 354 subtend an arc of at least about 2° measured from the 

center of an imaginary ring having identical cross-sectional dimensions and r~us of 

5 curvature as the segment. More typically the regions of larger dimension will subtend 

about 10° to 90° and more preferably about 10° to 60°. When multiple sections of added 

dimension are used, each section may be of the sizes listed above for the single arcs. The 

swn of all of the subtended arcs for the segment is preferably less than about 350°. 

Also contemplated by the present invention is the use of hydratable and swellable 

10 polymers for making these segments such that the dimensions, and particularly the 

thicknesses, of theae segments can be adjusted in situ after insertion into the comea. Such 

aspects of the present invention are discussed in detailed below. 

Particular values of the segment parameters discussed above are selected based 

upon the corneal curvature correction to be effected. The values of some of the individual 

15 parameters may be dependent upon the other parameter values selected, such as the radius 

of curvatme and Young's modulus of elasticity of the segment. Accordingly, suitable 

values for each parameter are generally defined within a range. The following discussion 

of acceptable value ranges for cone angle, thickness and arc angle is based upon segments 

having a radius of curvature of about 3.25 mm and comprised of polymeric material having 

20 a flexural modulus of elasticity greater than about 3.5 kpsi. 

Generally, values for a segment's cone angle, whether constant or variable across 

the segments len~ ~between about 00 _and 160° ;preferably between about 0° and 80°, 

and more preferably between about 0° and 60°. In general, the value of a segment's arc 

angle is less than 360°, typically less than 340, more typicalJy 320°, and most typically 

25 less than 270°. Segment thickness, whether constant or varying across the length of the 

segment, ranges from about 0.1 mm to about O.S mm. 
. 

Many combinations of particular values within the above ranges are acceptable for 

correction vision problems. However. for purposes of correcting astigmatism where no 

myopic or hyperopic correction is needed, the combination of variables requires a more 

30 specific range of values. Specifically:, with segments having a constant cross-sectional area 

and a constant cone angle along their length~ suitable arc angles are between about 10° 
. 

and 90°, preferably between about 20° and 60°, and more preferably between about 30° 
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and 50°. However, for treatment of pure astigmatism with segments having variable 

thickness and/or variable or multiple cone angles along their lengths, suitable arc angles 

are between about 90° and 175°, preferably between about 100° and 175°, and more 

preferably between about 140° and 165°. Similarly, for treatment of conditions other than 

S pure astigmatism (such as myopia, hyperopia, or combinations of myopia with 

astigmatism, or combinations of hyperopia with astigmatism) suitable arc angles are 

between abOut 90° and 175°, preferably between about 100° and 175°, and more preferably 

between about 1400 and 165°, regardless of whether the segment has a varying or constant 

thickness or a varying or constant cone angle. It should be noted, that for treating 

10 astigmatism in combination with either myopia or hyperopia, a segment having certain 

other prescribed parameters (such as variable thickness or multiple cone angles) in addition 

to the above prescribed arc angles may also be used. 

The materials used in the segments of the present invention preferably have a shape 

and sufficient strength such that the segment is not easily damaged by the forces put upon 

15 it when it is inserted into the eye. A certain minimum flexural modulus of elasticity is 

necessary for segments having mismatching cone angles in order to maintain the 

mismatched angle over time. Thus, with segments having a mismatched cone angle, 

relatively stiff, physiologically acceptable polymers having a high flexural modulus of 

elasticity are preferable. Materials having a high flexural modulus of elasticity are those 

20 having moduli greater than about 3.S kpsi. 

Acceptable physi~.logical polymers having a sufficiently high modulus of elasticity 

include polymethylmethacrylate (PMMA), ~FLON, ·polycarbonate, polysulfones, 

epoxies, or polyolefins such as polyethylene, polypropylene, polybutylene, and their 

mixtures and interpolymers. Many of these polymers are known in the art to be 

2S appropriately used in hard contact lenses. 

The polymeric material making up the segment may be a hybrid which includes 

more than one polymeric layer. The polymeric layers may be comprised of, for example, 

one high modulus and one low modulus polymer, or two high modulus polymers, or two 

low modulus polymers. Low modulus polymers have a Young's modulus of elasticity 

30 below about 3.S kpsi. This class of polymers include physiologically compatible 

elastomers and such crosslinked polymeric gels as polyhydroxyethylmethylacrylate 

(Poly-HEMA) or polyvinylpyrrolidone (PVP), polyethylene oxide, or polyacrylates. 
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polyacrylic acid and its derivatives, their copolymers and interpolymers, and the like as 

well as biologic polymers such as crosslinked dextran, crosslinked heparin, or hyaluronic 

acid. 

As mentioned above, because a certain minimum amount of segment rigidity is 

5 necessary to maintain mismatched cone angles over tim~ care should be taken to ensure 

that the overall rigidity of hybrid segments comprised of one or more layers of low 

modulus polymers is sufficient. 

The segments of the present invention may also be hydratable. Partially hydrated 

or fully hydrated hydrophilic polymers are typically slippery and consequently may 

10 contribute to the ease with which the insert may be introduced into the interlamaellar 

tunnel. 

Suitable hydrophilic polymCIS include polydroxyethylmethacylate (pHEMA), N­

substituted acrylamides, polyvinylpyrrolidone (PVP), polyacrylamide, 

polyglycerylmetbacrylate, polyethyleneoxide, polyvinyl alcohol, polyacrylic acid, 

15 polymethacrylic acid, poly (N, N-dimethyl amino propyl-N1-acrylamide) and their 

copolymers and their combinations with hydrophilic and hydrophobic comonom~ 

crosslinks, and other modifiers. Thermoplastic hydrogels include hydropoly-acrylonitrile. 

polyvinyl alcohol derivatives, hydrophilic polyurethanes, styrene-PVP block copolymers 

and the like. 

20 The intrastromal corneal segment may be lubricated with suitable ocular lubricants 

such as hyaluronic acid, methylethyl cellulose, dextran solutions, glycerine solutions, 
.· 

polysaccharides, or oligosaccharides upon.its introduction to help with the insertion 

particularly if one wishes to insert intrastromal segments of hydrophilic polymers without 

prior hydration. Jf a hybrid segment having a hydrophilic polymeric covering or a segment 

25 comprising a hydrophilic polymer is inserted into the eye without prior hydration, 

subsequent to the insertion, the inuastromal segment will swell to its final size or thickness 

within the eye. This swelling often permits the inclusion of larger intrastromal segments 

than would normally be accommodated within normal sized intrastromal channels. 

Low modulus polymers used in this invention are often absorbent, particularly if 

30 they are hydratable, and may be infused with a drug or biologic agent which may be slowly 

released from the device after implantation of the intrastromal segment. For instance, the 

low modulus polymer may be loaded with a drug such as dexamethasone to reduce acute 
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inflammatory response to implanting the device. This drug helps to prevent undesirable 

scarring or vascular ingrowth toward the intrastromal segment. Similarly, heparin, 

corticosteroids, antimitotics, antifibrotics, antiinflammatories, anti-scar-fonning, anti­

adbesion, and antiangiogenesis factors (such as nicotine adenine dinucleotide (NAO}) 

S may be included to reduce or prevent angiogenesis and inflammation. Clearly, there are a 

variety of other drugs suitable for inclusion in the intrastromal segment. The choice will 

depend upon the use to which the drugs are put. 

Each of Figs. 18A-C, 19A-C, 20A-C, and 21A-C, shows respectively a front view 

\6 A" drawing) and a cross section ('"B" drawing) and a side view ("C" drawing) of various 

I 0 narrow point intracomeal inserts made according to the invention. Although these 

drawings show narrow points on the inventive inserts, such points are not a critical aspect 

of the invention. The ends of-the inserts may be tapered in both width and thickness, in 

one or the other of those axes, or may be blunt. Other variations of the ends will be 

discussed below to the extent necessary to understand the invention. These inserts are 

IS "pre-formed" or ''pre-shaped." By the use of these temJ.s, it is meant that the insert has 

sufficient structural integrity to approximate the shape of some portion of the intrastromal 

channel into which it is to be placed. 

Figure 18A shows a front view of a pre-shaped intracomeal insert 400 having ends 

402. The intracomeal insert tapers both in width and in thiclmess to narrow points 402. 

20 Viewed in cross section in Figure 188, the generally smooth convex fi:ont surface 404 and 

planar rear surface 406 DJAY be seen. Figure 18C shows a side view of the segment or 

insert. 

Figure 19A shows a front view of an intracomeal insert SOO having ends 502. 

Again, the intraComeal insert tapers both in width and in thiclmess to narrow points 502. 

25 Viewed in cross section in Figure I 88, the generally hexagonal shape may be seen. The 

surfaces most adjacent the anterior surface of the eye and the side just opposite are 

generally the two longer of the sides. Those generally planar front surface 504 and planar 

rear surface 506 may be seen. Figure l 9C shows a side view of the segment or insert. · 

Figure 20A shows a front view of an intracomeal insert 600 having ends 602. The 

30 intracomeal insert tapers both in width and in thickness to narrow points 602. Figure 20B 

shows the generally round cross section. The cross section may also be oval~shaped with 

the major axis of the oval either as the width or the thickness or neither. Figure 20C shows 
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a side view of the segment or insert which, because of the symmetry of the device, is the 

same as the top view. 

Figure 21A shows a front view of a hybrid intracomeal insert 700 having ends 702. 

Again, the intracomeal insert tapers both in width and in thickness to narrow points 702. 

5 Viewed in cross section in Figure 198, the generally hexagonal shape may be seen. This 

set of Figures is to show the concept of a multilayered insert made up of polymers of 

different characteristics. In this example of a multilayered ~the hybrid intrastromal 

segment has inner 702 and outer faces 704 of polymers having low moduli of elasticity. 

Low modulus polymers are those having a Young's modulus of elasticity below about 3.5 

I 0 kpsi, more preferably between 1 psi and 1 kpsi, and most preferably between 1 psi and SOO 

psi. They must be physiologically compatible with the eye. This class of polymers 

includes most polymeric materials used in soft contact lenses. 

The inner portion or core 706 as shown in Figure 218 may be a physiologically 

compatible polymer having a high modulus of elasticity. As discussed above, high 

15 Young's modulus of elasticity is considered to be greater in value than about 3.5 kpsi, 

preferably S-10 kpsi, and most preferably 8-10 kpsi • 

. If hydratable polymers are chosen for the outside layers, the extent to which those 

outer layers swell upon hydration is dependent upon the type of polymer chosen and. when 

the polymer is hydratable, upon the amowit of cross-linking found in the outer layers 702 

20 and 706, and upon the thickness of the layer. Generally speaking, the more highly linked 

the bydratable polymer. the smaller the amount of volume change upon hydration . . 
Alternatively, a substantially nonswellable polymei system may be formed of a hydrogel 

physically interpenetrated by another polymer which does not hydrate, e.g., poly HEMA, to 

limit its degree of swelling and water absorption. 

25 The thickness of the outer layer depends in large function upon the intended use of 

the intrastromal segment. If the outer layer is used to provide a swellable outer layer 

which does not add significantly to the size of the intrastromal segment or is used 

functionally as a lubricant layer, the other layer may be quite thin ·- even to the point of a 

layer of minimum coverage, perhaps as thin as a single molecular layer. 

30 Of course, the inner and outer layers need not be, respectively, low modulus and 

high modulus polymers but may instead be multiple layers of low modulus polymers 
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including an outer hydrophilic polymer layer and an inner hydrophobic polymer; a variety 

of hydrophilic polymers; etc. 

Additionally, the inventive device shown in Figs. 21A-C need not have a inner 704 

and outer 702 layers over the entire intrastromal segment. For instance, to alleviate 

S astigmatism, an intrastromal segment having a thicker portion and a substantially thinner 

portion may be desired. An intrastromal segment having an inner core of a high modulus 

polymer and an outer covering of a swellabJe polymer might be chosen. The surgeon 

would remove a portion of the intrastromal segment's exterior coating or face prior to 

introducing the intrasttomal segment into the eye. Further, and as will be discussed below 

10 in greater detail, hydrophilic polymers are more easily infused with therapeutic and 

diagnostic materials than are the high modulus materials. In the variation just noted, the 

insert may then be used to deliver the infused therapeutic and diagnostic materials in a 

greatly delimited of treatment or diagnostic area. 

Fig. 22A shows a front view of an wide end intracomeal insert 800 having ends 

15 802. In this variation, the insert tapers only in thickness to form a spade-shaped end 802. 

Viewed in cross section in Fig. 22B, the generic shape may be seen. Fig. 22C shows the 

same shape but nearer to the end of the device. This set of figures is to show the concept of 

a single-tapered end. 

Fig. 23A is a front quarter view of a variation of the intrastromal segment 900 

20 made of a low modulus polymer system hydratable outer coating 902. Fig. 23C shows the 

inner cavity 904. This in1J'8StrOID81 segment may be inserted into the intrastromal space 

created by the dissector as a covering on a tool similar to the dissector which created the 

intracomeal channel. Once in position the insertion tool is rotated out of the inttastromal 

segment leaving the shell within the stroma. 

25 Fig. 23C shows the inner cavity 904 which may be tilled with a biologic, a drug or 

other liquid, or biologically active eye treatment material. These devices may be tied or 

pinched or crimped or otherwise connected at their point of insertion by known techniques. 

The shell 906 may be "injected with a settable soft polymer core, allowed to expand 

to a desired thickness, and sel Polymeric gels which do not polymerize in situ are 

30 prefeaed. Suitable injectable polymers are well known but include polyHEMA hydrogel, 

cross-linked collagen, cross-linked hyaluronic acid, siloxane gels. and organic-siloxane 

gels such as cross-linked methyl vinyl siloxane gels. 
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Fig. 24 shows a variation of the invention in which an assemblage of the inventive 

intrastromal segments 950 are fanned into a polymeric ring or, at least, into an assemblage 

which totals no more than 360° of corneal circumference when assembled into the 

intracomeal space. The two segments 950 depicted in Fig. 24 may be of any of the 

S individual variations shown in the Figures above and need not be connected in any way. 

10 

Fig. 25 shows a similar assemblage in which the intracomeal segments 952 are held 

together using open holes 954 and a clip 956 which may be a simple wire or other suitable 

joining device. An assemblage such as is seen in Fig. 25 may be advantageously inserted 

from a single central opening, as will be described below. 

Fig. 26 shows a variation, an assemblage of segments, in which the sections 960 are 

strung together on a filament 962. The segments 960 have an open pathway along their 

length (see cutaway) which permits such stringing. 

Figs. 27A and B show a variation of the inventive in1racomeal inserts in which 

two or more inserts overlap to fonn an assemblage. The top view shown in Fig. 27A 

15 depicts the assemblage as found in the eye. The usemblage need not be formed of 

segments of the same or similar width or thickness or material of construction nor need the 

assemblage be limited to .the semicircle shown in Fig. 27 A. Although a front-to-back 

assemblage is depicted inFig.·27B, the junction between the sections (964 and 966)may 

be of any other design which allows contact between the adjoining sections and remains 

20 relatively immobile after the placement in the cornea. For instance, the design shown in 

Figures 27 A and 27B involves the use of a smooth interface. The intrastromal channel .· 
nonnally exerts a force against the assemblage and "Will maintain the segments in the 

depicted relational position within the eye. 

Although particular embodiments of segment assemblages have been illustrated in 

25 the Figures, other assemblages are acceptable. The segments may be of similar or quite · 

different configurations depending upon the indication to be remedied. For example, 

rather than overlapping or being positioned end-to-end, the segments may be stacked one 

on top of the other to form a thicker insert. Additionally, the segments may be inserted in 

separately produced intrastromal channels which may, or may not, be in communication 

30 within the cornea. Such individual insertion will be discussed in more detail below. 

The present invention includes methods for inserting the above-described inventive 

segments into the cornea of the eye in which partial arc segmenls are introduced into 
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separate sections of the corneal circumference outside of the optical zone of that cornea. In 

particular Figs. 28A-E depict a method of inserting more than one segment through more 

than one entry slit within the cornea. Figs. 29A-F~ on the other hand, illustrate a method of 

inserting one or more segments through only one entry slit witli the cornea. Specifics of 

S surgical devices which may be used to make the initial corneal slits and intrastromal 

channels, e.g., dissectors and supporting devi~. may be found in PCT Publication No. 

PCT/US93/03214, PCT Publication No. W09320763 entitled "Corneal Vacuum Centering 

Guide and Dissector," and PCT Publication No. W009403129 entitled "Hybrid 

Intrastromal Corneal Ring'' the entirety of which are incorporated by reference. 

10 Turning now to a discussion of one of the methods, Fig. 28A shows a frontal view 

of an iris 800 and a pupil 802. As was described above, the cornea is clear and is not 

visible in these drawings. First, an entry slit 804 is made radially into the cornea. A 

dissector blade (not shown) is introduced into the entry slit 804 and turned in the direction 

of the arrow 806 to form a partial intrastromal channel of a desired length. A second entry 

15 slit 808 may then be made in the cornea and a second intrastromal channel be made in the 

direction of the a.m>w 810, as shown in Fig. 288. The first and second channels have been 

shown to be formed by turning the dissector blade in counter-clockwise and clockwise 

directions, respectively, for purposes of describing the invention. Alternatively, the entry 

slits may be made at other radial locations around the cornea, with channels formed in 

20 respectively opposite directions fonn those described. Additionally, the channels may be 

formed in the same dir«:tion, for example, where the entry slits are 180° apart. 

Fig. 28C shows the introduction of a :first inventive segment 812 into the first entry 

slit 808. Fig. 28D shows first segment 804 in its final resting position and the introduction 

of a second segment 814 into the second entry slit 808. Finally, Fig. 28E shows both first 

25 segment 804 and second segment 814 ·in their final position within the cornea. As finally 

positioned, neither segments 804 and 814 are in contact with the two initial incisions so as 

to facilitate healing of the incisions. This method demonstrates the flexibility of the 

procedure in that either clockwise or counter-clockwise insertion is appropriate and the 

intrastromal channel need not be a complete circle about the cornea. 

30 Figs. 29A-F schematically portray a method for the insertion of the segments 

described above in which partial arc segments are introduced into separate sections of the 
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corneal circumference outside of the optical zone area of that cornea through a single entry 

slit. 

Fig. 29A shows the making of an initial entry slit 840 radially into the cornea. A 

dissector blade (not shown) is introduced into the entry slit 840 and turned in a counter-

s clockwise direction as indicated by arrow 842 to fonn a partial intrastromal channel of a 

desired length or angle, typically from about 0° to 350°. In the illustrated method, the 

channels are shown to have about a 180° arc. As is shown in Fig. 298, a second 

intrastromal channel is made by means of rotating a dissector blade (not shown) in the 

clockwise from about 0° to 350° in a direction, as indicated by arrow 844, from the same 

10 initial entry slit 842. Alternatively, the procedure may begin with forming a channel in the 

clockwise direction, however. for purposes of this discussion, a procedure that begins with 

forming a channel in the counter-clockwise direction is described. With either procedure, 

the channels are fonned in opposite directions. The two channels may meet to fonn one 

360° channel, overlap each other, or preferably fo1111 one channel which is less than 360°. 

15 Fig. 29C shows the introduction of the first segment 846 into the entry slit 842. 

Fig. 290 shows the first segment 846 in its final resting position. Fig. 29E shows the 

introduction of the second segment 848 into the entry slit 840. Finally Fig. 29F shows 

both first segment 846 and second segment 848 in their final position within the cornea. 

Again, both segments are positioned away from the incision point to facilitate healing of 

20 the incision. 

Altemativcly9 "e present invention contemplates forming one channel having an 

arc angle Of 350°, for example, into which !WO or more segments may be introduced and 

positioned within the channel as desired. 

Because of the nature of certain of tho segments of the present invention, a large 

25 measure of adjustability is available in the process of inserting the segments. For instance, 

it has been found that when using various inserts (particularly with ocular lubricants) that 

the inserts may be "pushed" nearly 180° or more around a previously created intrastromal 

channel for insertion and then easily removed, if so desired. This observation means that 

the following procedure may be used. The eye of a person having myopia and/or 

30 astigmatism may be measured to detennine the proper amount of correction needed. From 

this infonnation, the si7.e and placement of one or mC?re segments may then be chosen. 

After insertion in the appropriate channels, the vision of the eye might again be measured. 
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If insufficient correction of an indication is found, the insert may need to be rotated within 

the channel or be withdrawn (partially or completely) and trimmed prior to complete re­

insertion. Alternately, it may be necessary to replace the segment with another segment 

having a different cone angle, radius of curvanire, arc angle, or thickness in order to more 

5 accurately treat the particular comea1 problem. Such adjustability is not normally available 

when dealing with prior art inserts such as gel-based rings or with surgical techniques 

based on radial keratotomy. 

The following two examples, based on clinical procedures, are intended to further 

illustrate the method discussed with respect to Figs. 29A-F but are not intended to limit ~e 

10 invention in any way. 

EXAMPLEl 

The eye at issue required correction of myopia. It was detennined that the amount 

of correction required was between -2.0 to -2.S diopters. Based on the amount of 

correction to be achieved, it was determined that two segments, each having a thickness of 

l S 0.3 mm, an arc angle of 150°, and a constant cone angle of 34°, should be symmetrically 

positioned about the vertical axis. The insertion procedure involved making an entry slit, 

similar to that shown in Fig. 29A, and fanning a counter-clockwise channel having an arc 

of210°. Then, from the same entry slit, a clockwise channel also having an arc of210° 

was fonned in the opposite direction, similar to that shown in Fig. 29B. The two segment 

20 were then inserted into their respective channels and positioned symmetrically opposite 

each, similar to that sho~ in Fig. 29F. Measurements showed that the desired power 

correction of -2.S diopters was achieved. 

EXAMPLE2 

The eye at issue in this example was astigmatic, requiring -3.0 diopters of 

25 correction. Here, two segmen~ each having a thickness of 0.40 mm, a cone angle of 34°, 

and. an are angles of 45°. The same insertion procedure was used to position the segments 

symmetrically opposite each other about the vertical axis, similar to the arrangement 

shown in Fig. 29F. Measurements were taken showing a correction of 

only -5.0 diopters, -2.0 diopters in excess of the desired correction. The segments were 

30 then rotated out of the channels and replaced with segments having the same arc and cone 

angles but having a thickness of 3.0 mm. Measurements then showed that the increase in 

thickness of the segments had achieved the desired -3.0 diopter correction. 
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The above is a detailed description of particular embodiment of the invention. It is 

recognized that departures from the disclosed embodiments may be made within the scope 

of the invention and that obvious modifications will occur to a person skilled in the art. 

The full scope of the invention is set out in the claims that follow their equivalents. 

5 Accordingly, the claims and specification should not be construed to unduly narrow the 

full scope of protection to which the invention is entitled. 

•' 
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Claims: 

An intrastromal corneal insert comprising a preformed, physiologically compatible, 

polymeric arcuate segment having an arc angle less than 360° and in which at least 

one of the following characteristics varies over the arc angle of the segment:~ J,,~~~;J;._ ' 

angle, width, thickness, and modulus of elasticity. · . 
·--- . <f"--< NC I 7 . 

. - '\J·~j'J NS-!~ ~ ·~.t ~ 
. . . ~-. 1 ~ · l(_.... . li/ . :flh The inSert of cbum l wherein the cone angle yanes the range...of0° and 180°. . vv_..f!~~ , ..... 

.B ,/ ( M9.'9.:j; /.:f.~ 

The insert of claim 2 whcn:in tho"""" angle t!iJf.!;. range of (JO~-. 1 "i ... f"" . 

The insert of claim I wherein the con,Qe varies continuously. ~ P. 
~ -,__ -------

· .. , 

The insert of claim I whcn:in tho ~e ~-~~e. ? ~ 
... . .;•,,,J~-~ 

6. ~~ -~ert of claim.,1 wherein the thickness varies in the ~ge of ~-1 mm AD~ 
a~f?"°.s mm. ;' . ___ ... 

~··-.. ............. __ ~..-. 

The insert of claim 1 wherein said segment has an arc angle suitable for treating 

pure astigmatism • 

. · 
An intrastromal corneal insert for implantation in a cornea having an anterior 

surface, said insert comprising an ate-shaped segment having a radius of curvature, ---·- -· __ ... ..,_._~_....--...... - ... 

a cone ang~e, an outer surface, ~major axis for each radial, tl'!Dsverse cross~section

7 thereof ,and a major axis line for each said cross-section, each major axis line 
. J-

defined as the line that extends along a respective major axi~ anc:~~_!l~.~~~-<!.~.- ~J~J.;P'7 

.llllil!~~,2!" ~said cone angle bcin8 one that if an I ~~ IJI ,,-,/ 
imaginary ring, having the same radius of curvature, major axes, and major axes l tL~f r;/ 
lines as said arc-shaped segment, were superimposed at an insertion site in said \ ~'.';_~,'": ~4S 
cornea prior to actual insertion of said arc-shaped segment, the major axis of rtif .f 
substantially any radial, transverse cross-section of said imaginary ring would not J ; · ·-~~ 
be parallel to a line in the same plane as that major axis and tangent to the anterio'iv ~:)'.)c.i· 

I :•.'/'' l I' y,A 

11i1m11inr _,;:~~:.~~fft 
t I ,.,, . • .ff'·• 
•·vt '-· · ._J\\""' ;\ 
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surface of the cornea at the point where a line, that bisects the major axis line and is 

perpendicular thereto, intersects said anterior stuface of the cornea. 

if The arc- shaped segment of claim 8 wherein said cone angle varies along the 

circumferential direction of said segment. 

~The mc-sbapcd segment of claim 9 wherein said segment has a fust circumforenlial 

region having a first cone angle and at least one other region having a cone angle 

that differs from said first cone angle. 

;t/ The arc-shaped segment of claim 8 having multiple cone angles. 

/ 

/. The arc-shaped segment of claim 11 wherein said cone angle is selected to maintain 

IS'. ~ said an1erior surW:e in substantially anaspberic shape. 

()&~~ \ ~~· ( ~ 3. /) A surgical system or kit for use in correcting refractive characteristics of an eye 

\(.·· ..... }!"'. J "~-/ comprising ~two intrastromal corneal ~nserts that are prefonned, 

~~ physiologically compatiole, polymeric arcuate segments having an arc angle less 

then 360° which differ from each other in at least one of the following 

20 

25 

14. 

c~eristics: cone angle, radius of curvature, width, thickness, and modulus of 

elasticity. .· 
The system or kit of claim 13 wherein the inserts differ in cone angle and their cone 

angles are in the range of0° and 180°. 

1 S. The system or kit of claim 14 wherein the inserts differ in thickness and their 

thickness are in thee range o~ ~~_i..~m. J 
. • c:::,...~ 

16. The system or kit of any of claims 13·15 wherein the inserts have different arc 

30 angles. 


