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AUTOMATED INTRAOCULAR LENS INJECTOR DEVICE 

TECHNICAL FIELD 

5 The present invention relates generally to a device for delivering an 
intraocular lens into an eye and more particularly to a method of, and a control 
circuit for, controlling such a device to permit relaxation of an intraocular lens 
material. 

10 BACKGROUND 

The human eye functions to provide vision by transmitting light through 
a clear outer portion called the cornea, and focusing the image by way of a 
crystalline lens onto a retina. The quality of the focused image depends on 

15 many factors including the size and shape of the eye, and the transparency of 
the cornea and the lens. When age or disease causes the lens to become 
less transparent, vision deteriorates because of the diminished light which can 
be transmitted to the retina. This deficiency in the lens of the eye is medically 
known as a cataract. An accepted treatment for this condition is surgical 

20 removal of the lens and replacement of the lens function by an artificial 
intraocular lens (IOL). 

In the United States, the majority of cataractous lenses are removed by 
a surgical technique called phacoemulsification. During this procedure, an 

25 opening is made in the anterior capsule and a thin phacoemulsification cutting 
tip is inserted into the diseased lens and vibrated ultrasonically. The vibrating 
cutting tip liquefies or emulsifies the lens so that the lens may be aspirated out 
of the eye. The diseased lens, once removed, is replaced by an artificial lens. 

30 The IOL is injected into the eye through the same small incision used 
to remove the diseased lens. An insertion cartridge of an IOL injector is 
loaded with the IOL, the tip of the insertion cartridge is inserted into the 
incision, and the lens is delivered into the eye. 

35 Many lOLs manufactured today are made from a polymer with specific 
characteristics. These characteristics allow the lens to be folded, and when 
delivered into the eye, allow the lens to unfold into the proper shape. Several 
manual injector devices are available for implanting these lenses into the eye. 
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However, threaded-type manual injectors require the use of two hands, which 
is cumbersome and tedious. Syringe-type injectors produce inconsistent 
injection force and displacement. 

5 Automated mechanical injectors may provide more uniform force 
profiles, but the varying injection forces as the lens becomes more highly 
compressed can still sometimes result in damage or permanent deformation 
of the IOL. Thus, improved devices and methods are needed for delivering 
lOLs into the eye. 

10 
SUMMARY 

Embodiments of the present invention include various devices for 
implanting an intraocular lens (IOL) into the lens capsule of an eye, as well as 

15 methods for controlling such a device. According to an exemplary 
embodiment, an IOL injection device comprises a tubular housing with a 
plunger longitudinally disposed within the tubular housing. The plunger is 
longitudinally translated frontwards and rearwards, with respect to a front end 
of the housing, by an electric drive system disposed within the housing and 

20 comprising an electric motor. The device is configured so that when the 
plunger is translated towards the front of the device, its tip engages an 
intraocular lens insertion cartridge mounted at or near the front end of the 
housing. The plunger tip, which may in some embodiments be a removable 
plastic sleeve that snap fits to a push rod, passes through the insertion 

25 cartridge to fold and displace an intraocular lens disposed within, and to inject 
the folded lens into the lens capsule of an eye. 

In various embodiments, the IOL injection device further comprises a 
control circuit, electrically connected to the electric motor and configured to 

30 start translation of the plunger, responsive to user input. The control circuit is 
further configured to perform the steps of advancing the plunger to a critical 
point at which an axial compressive force on the lens suddenly increases, 
retracting the plunger from the critical point to a sufficient distance for material 
of the intraocular lens to relax, pausing to allow the material of the intraocular 

35 lens to relax, advancing the plunger to the critical point a second time, and 
continuing to advance the plunger beyond the critical point to implant the 
intraocular lens. Embodiments of the present invention further include a 
method of implanting an intraocular lens using similar steps. 
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Of course, those skilled in the art will appreciate that the present 
invention is not limited to the above features, advantages, contexts or 
examples, and will recognize additional features and advantages upon 
reading the following detailed description and upon viewing the accompanying 

5 drawings. 
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BRIEF DESCRIPTION OF THE DRAWINGS 

Figure 1 is an isometric view of an exemplary IOL injection apparatus, 
with an insertion cartridge installed. 

5 
Figure 2 is a partly cut-away isometric view of the actuating mechanism 

of an exemplary IOL injection device. 

Figure 3 illustrates the electric drive system and coupling mechanism 
10 of an exemplary IOL injection device. 

Figure 4 illustrates a removable plunger tip according to some 
embodiments of the present invention. 

15 Figure 5 is a cross-sectional view of an IOL injection device according 
to some embodiments of the present invention. 

Figure 6 illustrates a fully retracted actuating apparatus. 

20 Figure 7 illustrates a partially extended actuating apparatus. 

Figures 8A and 8B are cross-sectional views of alternative 
embodiments of the device of Figures 6 and 7, taken along line VIII. 

25 Figure 9 is another cross sectional view of Figures 6 and 7, taken along 
line IX. 

Figure 10 illustrates a plunger tip wrench according to some 
embodiments of the invention. 

30 
Figure 11 illustrates the plunger tip wrench of Figure 10 installed on an 

exemplary IOL injection device. 

Figure 12 is a schematic diagram illustrating an exemplary control 
35 circuit for an IOL injection device. 
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Figure 13 is a process flow diagram illustrating a method for controlling 
an IOL injection device according to some embodiments of the present 
invention. 

5 Figures 14A and 14B illustrate an exemplary detention feature for use 
with a disposable plunger tip. 

Figure 15 illustrates an example program for advancing a plunger in an 

intraocular lens delivery system according to certain embodiments of the 

10 present invention. 

DETAILED DESCRIPTION 

Various embodiments of the present invention provide a method of, 
15 and control circuit for, controlling an intraocular lens injection device. In 

particular, certain embodiments of the present invention provide techniques 
for advantageously addressing difficulties resulting from axial compression 
forces on intraocular lenses (lOLs), particularly lOLs injected through small 
incisions less than 2.0 mm. During injection through a small bore cartridge, 

20 the IOL becomes more and more compressed until a point at which the axial 
compression force required to advance the IOL increases sharply and 
suddenly, referred to here as the "critical point." Because of the significant 
increase in forces on the material of the IOL at the critical point, the IOL can 
become vulnerable to permanent deformation and damage as it approaches 

25 its elastic threshold. 

Certain embodiments of the present invention advantageously address 
this difficulty by allowing material relaxation to reduce the internal stress in the 
material. Thus, at the critical point, a plunger advancing the IOL is retracted a 

30 sufficient distance for a sufficient time to allow the IOL material to relax, so 
that the axial compression force on the lens is not increased further at the 
critical point. The plunger is then advanced to the critical point a second time, 
and the IOL is then implanted with less sustained axial force than in previous 
methods. 

35 
Figure 1 illustrates a handheld IOL injection device 10 for implanting an 

IOL into the anterior capsule of the eye. As pictured, IOL injection device 10 
includes a cable assembly 12 that carries power and/or control signals from a 
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separate user console (not shown), although some embodiments may include 
one or more batteries in the main housing 15 to provide electrical power to the 
device and/or one or more switches or other user input devices to control the 
operation of the device. The pictured IOL injection device 10 also comprises 

5 a cartridge mount 18, which holds a removably mounted insertion cartridge 
20. As will be explained in further detail below, the insertion cartridge 20 in 
some embodiments is a disposable polymeric component adapted to 
accommodate an unfolded IOL lens and to fold and displace the lens as a 
plunger tip 25 is translated forward from the body of the housing 15 and 

10 through the insertion cartridge 20. In some embodiments, the cartridge mount 
18 may comprise a metallic "nosecone" that includes a unique cutout to 
accommodate the IOL cartridge and that is press-fitted to an inner shell of the 
housing 15. 

15 Figure 2 illustrates a partially cut-away view of an exemplary 
embodiment of IOL injection device 10, showing the internal workings of an 
actuating assembly 30 for linearly translating the plunger tip 25 along the 
primary axis of the device's housing. Figures 3 and 4 provide details of the 
assembly of Figure 2, and Figure 5 illustrates a cross-sectional view of the 

20 IOL injection device 10. 

In the pictured embodiment, the actuating assembly comprises, in 
addition to the plunger tip 25, a plunger 32 configured for longitudinal 
translation inside an internally threaded tubular coupler 35 and an electric 

25 drive system 38. As shown in Figures 3 and 5, the electric drive system 38 
may comprise an electric motor 42 and gear set 44 disposed within a 
weldment and configured to rotate the tubular coupler 35, which is held in 
place by a polymeric coupler sleeve 48. The internal threads on the tubular 
coupler 35 engage an externally threaded male coupler 46 at the rear end of 

30 the plunger 32, forcing linear translation of the plunger 32 and plunger tip 25 
within the tubular coupler 35, in response to activation of the drive system 38. 
The internal threads of the tubular coupler 35 and/or the threads of the male 
coupler 46 are coated with a lubricant (which may be a dry film coating such 
as Endura 200TX, Brycoat WS2, Teflon/FEP, or the like) to minimize friction. 

35 O-rings 39, which may be formed from an elastomer, provide a seal to the 
tubular housing 15, preventing moisture and/or other contaminants from 
reaching the interior of the housing 15. 
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In some embodiments, the electric drive system 38 comprises a 
brushless DC motor 42 for providing rotational torque to the gear set 44, 
which in turn rotates the tubular coupler 35 to extend or retract the plunger 32. 
The gear set 44 is effective to reduce the angular velocity of the motor 

5 according to a pre-determined reduction ratio, e.g., 125:1. This increases the 
available torque from the drive system 38, and slows the linear motion of the 
plunger 32 to a speed appropriate for the IOL injection procedure. 

In some embodiments, plunger tip 25 may be removable from the 
10 plunger 32, as shown in Figure 4. In these embodiments, plunger tip 25 may 

comprise a disposable plastic sleeve that attaches to the forward end of the 
plunger 32, in some cases according to a "snap-fit" mechanism. The end of 
the plastic sleeve that engages the IOL is more compliant than a bare metallic 
plunger would be, and has a smooth surface finish, thus avoiding damage to 

15 the IOL as it is pushed through the insertion cartridge 20 and into the eye. 
The use of a disposable plastic sleeve may also ease re-processing of the 
IOL injection device 10 between uses. 

Figures 6, 7, 8, and 9 provide additional details for an exemplary IOL 
20 injection device according to some embodiments of the present invention. 

Figures 6 and 7 illustrate a longitudinal cross-section of IOL injection device 
10 with the plunger 32 in fully retracted and in partially extended positions, 
respectively. In the partially extended position illustrated in Figure 7, the 
plunger tip 25 is just beginning to pass into the insertion cartridge 20. 

25 
As seen in Figure 6, the male coupler 46, which is bored and "keyed" 

along its axis to accommodate the plunger 32, is held in place with a retaining 
ring 52 that clips into a circumferential groove at the rear end of the plunger 
32, thus securing the male coupler 46 in place. At the opposite end of the 

30 tubular coupler 35, a bearing assembly 54, held in place by a polymeric 
bearing sleeve 56, holds the tubular coupler 35 in a position concentric to the 
housing and facilitates smooth rotational motion of the tubular coupler 35. A 
compression seal 58, comprising an elastomer jacket and a metal channel 
ring, provides a seal to prevent moisture ingress. The plunger 32, which has 

35 a cross section with two flat faces, is prevented from rotating relative to the 
housing by an orientation insert 60, which is held in place by pins 62. 
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Figures 8A and 8B provide cross-sectional views, corresponding to the 
section indicated as "VIM" in Figure 7, of two different embodiments of IOL 
injection device 10. As seen in each of these figures, a drive shaft 82 
extending from the gearbox 44 engages a keyed endplate 84 of tubular 

5 coupler 35 to transfer rotational torque of the drive system 38 to the tubular 
coupler 35. Tubular coupler 35 is surrounded by coupler sleeve 48 and an 
inner shell 86 and outer shell 88 of the housing 15. In the embodiment 
pictured in Figure 8B, the endplate 84 of tubular coupler 35 is slotted to 
subtend an arc that exceeds the portion of the slot occupied by the drive shaft 

10 82. This allows the drive shaft to rotate freely for part of a rotation upon a 
reversal in direction. This feature may facilitate start-up of the electric motor 
in some embodiments, and may also be used in some embodiments to 
calibrate a monitoring circuit for a "no load" condition. As will be explained in 
further detail below, this calibration may be used to establish one or more 

15 thresholds for use in fault detection. 

Figure 9 provides a cross-sectional view of some embodiments of IOL 
injection device 10, corresponding to the section indicated as "IX" in Figure 7. 
As noted above, plunger 32 has a non-circular cross section, and is held in 

20 place by orientation insert 60, which is in turn secured into position within the 
inner shell 86 and outer shell 88 of the housing by retaining pins 62. Because 
the plunger 32 is thus prevented from rotating, relative to the housing, rotation 
of tubular coupler 35 by the electric drive system 38 is converted into 
translational displacement of plunger 32 along the axis of the IOL injector 

25 device, as shown in Figures 6 and 7. 

As shown above, in some embodiments of an IOL injector device a 
plunger assembly comprises two or more parts, including a push-rod 32 and a 
plunger tip 25. In some embodiments, plunger tip 25 may comprise a 

30 removable plastic sleeve that snap-fits onto the plunger 32, and may be 
disposable after use. In some embodiments, a plunger tip wrench may be 
used to install the plastic plunger tip 25 onto the plunger 32. Figure 10 
illustrates an exemplary plunger tip wrench 90 with a plunger tip 25 held 
inside. Figure 11 shows the plunger tip wrench 90 installed onto the cartridge 

35 mount 18. 

In the pictured embodiment, the plunger tip wrench 90 is secured onto 
the cartridge mount 18 in the same manner as the insertion cartridge 20. In 
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some embodiments, the plunger tip 25 is automatically installed onto the 
plunger 32 in response to user activation of an installation mode. For 
example, after the user pushes an appropriate button on device or on an 
accompanying operator console, the plunger 32 is actuated at a default speed 

5 to snap fit the plunger into the disposable sleeve. This actuation is followed 
by retraction of the plunger 32 to its original starting position at a default 
speed. The retraction pulls the plunger tip 25 from the plunger tip wrench 90, 
which may then be removed and replaced with a loaded IOL insertion 
cartridge 20. As will be discussed in further detail below, both operations 

10 may automatically terminated responsive to monitoring of the counter-
electromotive force (often called "back EMF") produced by the spinning 
electric motor 42. 

In some embodiments in which a disposable plunger tip 25 is used, the 
15 plunger tip 25 and the insertion cartridge 20 may be provided with features so 

that the plunger tip 25 is automatically removed from the plunger 32 after use. 
In some of these embodiments, for example, the plunger tip 25 may be 
provided with one or more "teeth," or other protrusions, designed to engage 
with a corresponding catch on the insertion cartridge 20 when the end of the 

20 plunger tip 25 passes fully through the insertion cartridge 20. Once engaged, 
such a detention mechanism provides enough resistance to backwards 
movement of the plunger tip 25 so that the disposable sleeve ejects itself from 
the plunger. When the plunger 32 is fully retracted, the insertion cartridge 20 
and the plunger tip 25 can be removed from the IOL injector as a unit, and 

25 discarded. 

Figure 14 illustrates an exemplary detention mechanism, as discussed 
above. Figure 14A provides a top view of plunger tip 25 fully inserted into 
insertion cartridge 20, while Figure 14B illustrates an exemplary detention 

30 mechanism 140, comprising mating detention features on the plunger tip 25 
and insertion cartridge. In the exemplary embodiment of Figure 14B, a 
protrusion from plunger tip 25 engages a lower lip of the insertion cartridge 20 
when the plunger tip 25 is in its fully extended position. 

35 Figure 12 illustrates an exemplary control circuit 100, according to 
some embodiments of the invention, for controlling the operation of an IOL 
injection device. The pictured control circuit 100 is for a three-phase, 
brushless DC motor 42 that includes Hall-effect sensors 104. Although not 
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shown in Figure 12, the motor 42 may in some embodiments provide a neutral 
reference point; those skilled in the art will appreciate that the presence of a 
neutral terminal simplifies the measurement of back EMF, but is not 
absolutely necessary. In any case, those skilled in the art will appreciate that 

5 the circuit of Figure 12 may be readily adapted for motors of different types, 
including brushed motors. In particular, those skilled in the art will appreciate 
that techniques for controlling a brushless DC motor without the use of Hall-
effect sensor feedback are well known. 

10 The control circuit 100 includes a control processor 95 which produces 
pulse-width modulated (PWM) control signals for commutating the motor 42, 
as well a driver circuit 98 for converting the digital control signals into analog 
drive signals applied to the stator winding inputs A, B, and C. Control circuit 
100 further includes a sampling circuit 97 for detecting back EMF signals from 

15 the motor's rotor inputs A, B, and C; in some embodiments, sampling circuit 
97 includes analog-to-digital converters to convert the voltages at the motor 
inputs to digital signals for use by control processor 95. In some 
embodiments, sampling circuit 97 may be synchronized to the PWM control 
signals produced by control processor 95, so that the back EMF for a given 

20 rotor input is only sampled when the drive for that input is floating. However, 
those skilled in the art will appreciate that in other embodiments the motor 
inputs may be sampled over the entire duty cycle, and the back EMF signals 
isolated by digital processes in control processor 95. Those skilled in the art 
will appreciate that sampling circuit 97 may also include low-pass filters for 

25 each motor input signal in some embodiments, although it will be understood 
that the delay caused by such low-pass filters should be considered when the 
motor is operating at a high speed. 

In the pictured embodiment, control processor 95 has access to signals 
30 from Hall-effect sensors 104; these sensor outputs provide an indication of the 

motor's rotor position, and may be used by control processor 95 to control the 
timing of the PWM signals according to conventional techniques. 
Alternatively, zero-crossings of the back EMF signals may be detected, with 
the zero-crossing times used to synchronize the PWM signals controlling the 

35 current applied to the motor. Again, techniques for starting-up and controlling 
a sensorless brushless motor using back EMF signals are well known. 
Several such techniques are described, for example, in a master's thesis 
entitled "Direct Back EMF Detection Method for Sensorless Brushless DC 
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(BLDC) Motor Drives," by Jianwen Shao, Virginia Polytechnic Institute and 
State University, Blacksburg, Virginia, September, 2003 (available at 
http://scholar.lib.vt.edu/theses/available/etd-09152003-
171904/unrestricted/T.pdf). 

5 
In some embodiments of the invention, the back EMF may also be 

monitored and used to detect faults in operation of the IOL injection device. 
For instance, due to the geometry of the intraocular lens and the volume of 
viscoelastic injected into the insertion cartridge, a properly loaded cartridge 

10 has a unique inherent viscous resistance to the plunger, and thus provides a 
known load on the motor. When compared to a loaded cartridge, the empty 
cartridge also has a distinct load signature. Because of the relationship 
between torque and speed in a DC motor, an increase in the load is reflected 
in a decrease in motor speed, for a given drive level. Conversely, a decrease 

15 in the load is reflected in an increase in motor speed. Because the back EMF 
of the motor is directly proportional to the motor's rotational speed, the level of 
the back EMF can be monitored to determine the motor's speed, and hence 
the applied load. By comparing the monitored back EMF level at a given 
instance to a predetermined threshold, the control processor 95 can detect 

20 whether or not the motor is operating at an expected speed. Thus, the control 
processor can detect faults in operation and automatically respond (e.g., by 
shutting down) and/or providing feedback to the user. 

For example, a load cartridge containing less than the required 
25 viscoelastic in the cartridge will result in a back EMF higher than an expected 

level, in which case the control processor 95 can notify the user. Conversely, 
when the back EMF value is less than an expected level, it suggests an 
occluded cartridge. Again, the operation of the device can be shut down, and 
appropriate notice provided to the user. Of course, "normal" operation will fall 

30 within a range of back EMF levels. Thus, two separate thresholds may be 
used to detect excessive resistance to forward translation of the plunger and 
to detect insufficient resistance to translation of the plunger. (Distinct 
thresholds may apply to reverse translation of the plunger, in some 
embodiments.) The difference between these two thresholds defines the 

35 range of normal operation. 

As discussed above, the magnitude of the back EMF level is directly 
proportional to the speed of the motor, and may be used to directly monitor 
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the speed of the motor, and thus indirectly to monitor the load, i.e., the 
resistance to translation of the plunger. Alternatively, the speed of the motor 
may be monitored, using the back EMF, by counting zero crossings of the 
back EMF in a given time interval. This approach effectively counts rotations 

5 of the motor; because of the fixed relationship (defined by the gear box and 
the threads of the coupling mechanisms) between the motor and the linear 
translation, the number of motor rotations in a given time interval is directly 
proportional to the speed. This estimated speed may be compared, in the 
same manner as discussed above, to pre-determined thresholds to detect 

10 faults in operation. 

In some embodiments of the present invention, counting positive-going 
and negative-going zero-crossing points of the back EMF provides an 
additional advantage, in that the longitudinal position of the plunger can be 

15 tracked at all times. Because the total number of net accumulated zero-
crossing points is directly proportional to the linear translation of the plunger, 
the longitudinal position of the plunger within the device may be determined at 
any time, given only a calibrated reference point. This calibrated reference 
point may be defined at the time of manufacture, in some embodiments, or at 

20 the time of use in others. For example, a user may be instructed to fully 
retract the plunger and to then push a calibration button, setting a "zero" 
position for the plunger. Alternatively, a "hard stop" after retraction of the 
plunger can be automatically detected, using either of the methods discussed 
above, thus indicating the "zero" position of the plunger. 

25 
In those embodiments of the present invention that monitor the 

longitudinal position of the plunger, the tracked position information may be 
used along with the back EMF level at a given time to detect one or more fault 
conditions. For instance, the plunger will be engaged with the insertion 

30 cartridge only over a specific range of known lateral positions. Otherwise, 
e.g., as the tip of the plunger is approaching the cartridge, the plunger is 
expected to move with little resistance. The threshold or thresholds used to 
detect a fault may vary, depending on the lateral position of the plunger, to 
provide more accurate and/or more informative fault detection. For example, 

35 the threshold for detecting insufficient resistance to motion of the plunger may 
be set to a level corresponding to zero resistance for a range of lateral 
positions over which free movement of the plunger is expected. Over that 
same range, the threshold for detecting excessive resistance may be set to a 
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level corresponding to a resistance level somewhat lower than is expected 
when the plunger begins to engage the insertion cartridge. For lateral 
positions in which the plunger is fully engaged with the cartridge, both 
thresholds may be adjusted to correspond to higher resistance levels. 

5 
Similarly, the threshold levels may vary with the direction of the plunger 

movement, and/or between two or more modes of operation. For example, a 
separate operational mode may be defined for installation of a removable 
plunger tip, in some embodiments, as was described above. In this 

10 installation mode, the fault detection thresholds may be quite different than for 
the normal operating mode, to account for the expected resistance when the 
push rod of the plunger assembly engages the plunger tip and the expected 
backwards resistance when the plunger tip is extracted from the plunger tip 
wrench. 

15 
In some embodiments of the present invention, one or more of the 

above-discussed thresholds is pre-determined, e.g., by factory calibration, 
and stored in memory in or accessible to control processor 95. (Those skilled 
in the art will appreciate that this memory may comprise program memory or a 

20 separate memory storing factory-determined parameters or the like, and may 
comprise any of several conventional memory types, including ROM, PROM, 
EEPROM, flash, etc.) In some embodiments, the thresholds used during 
operation may be adjusted relative to a "no-load" back EMF level or 
corresponding "no-load" rotational speed determined upon starting up the 

25 motor. As was briefly discussed, this may be facilitated by designing the drive 
system of the IOL injector so that it has a short interval upon each reversal in 
direction during which the drive system is not engaged with the plunger. One 
design approach is shown in Figure 8B, and was discussed above. In such 
embodiments, the "no-load" level for back EMF or speed may be measured 

30 and used to establish a baseline level. This baseline level may be used to 
scale and/or translate stored threshold levels to obtain more accurate 
operational thresholds. 

With the preceding discussions in mind, those skilled in the art will 
35 appreciate that the process flow diagram of Figure 13 illustrates an exemplary 

embodiments of a method for controlling an intraocular lens injection device 
according to any of the mechanical configurations discussed above and 
variations thereof. Those skilled in the art will appreciate that this particular 
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process flow is not intending to be limiting; numerous variations of this method 
falling within the scope of the present invention will be apparent in view of the 
preceding discussion. Those skilled in the art will further appreciate that the 
processing flow of Figure 13 may be implemented in software or firmware 

5 stored in program memory within or associated with control processor 95, for 
example, which memory may comprise one or more of various conventional 
types including read-only memory (ROM), programmable read-only memory 
(PROM), flash memory, magnetic or optical memory devices, or the like. 

10 In any case, the process flow illustrated in Figure 13 begins with IOL 
injection device in an inactive state. The device checks for user input 
indicating that actuation of the plunger assembly should begin, as shown at 
block 210. This user input may originate at any of a number of conventional 
user input devices, such as a keypad or touchscreen at an operator console 

15 connected by cable to the IOL injection device, a foot-operated switch 
electrically connected to the IOL injection device by cable or via a console, or 
one or more switches or buttons on the body of the IOL injection device itself. 
In any case, in response to user input indicating that the plunger assembly 
should be moved, a control circuit begins translation of the plunger in the 

20 indicated direction, as shown at block 220. 

The plunger continues translating until it reaches the critical point. The 
critical point, which corresponds to the sharp increase in axial compression 
force, can be predetermined based on modeling and/or testing or may 

25 alternatively be detected using, for example, any of the techniques for 
detecting forces described herein. After reaching the critical point, the plunger 
is retracted a sufficient distance to allow the IOL material to relax, as shown at 
block 230. Advancement of the plunger is then paused for a predetermined 
amount of time to permit relaxation of the IOL material, as shown at block 

30 240. Advancement of the plunger then proceeds back to the critical point, as 
shown at block 250. The plunger then advances to implant the lens 
completely, as shown at block 260. The advancement of the plunger to 
implant the lens may involve multiple steps to prevent the IOL from exiting the 
cartridge too quickly, so that, for example, the advancement can be slower 

35 closer to the point of IOL ejection. Alternatively, advancement may be slower 
at first to avoid subjecting the IOL to increases in axial compression force, 
while allowing somewhat faster advancement, though still controlled, once the 
IOL has passed the point of maximum compression. 
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Figure 15 shows an example program for advancing a plunger 
according to particular embodiments of the present invention. In the depicted 
example, the IOL has a predetermined preload position 21 mm from the 
cartridge tip, and it reaches the critical point 14.5 mm from the cartridge tip. 

5 The plunger advances from an initial ("zero") position in the loaded cartridge 
to a preload position for the IOL at a rate of 4.4 mm/s, as shown at block 310. 
Upon reaching the preload position, the plunger slows to 1.2 mm/s until the 
critical point, as shown at block 320. The plunger is then retracted at 4.4 
mm/s for 5 mm, as shown at block 330, then paused for 5 seconds to allow 

10 relaxation of the IOL material, as shown at block 340. The plunger then 
advances at 1.2 mm/s back to the critical point, as shown at block 350. 

The plunger then begins the advancement to implant the IOL. After 
reaching the critical point again, the plunger advances somewhat more 

15 quickly, at 1.7 mm/s, for 3.5 mm, as shown at block 360. This fully 
compresses the IOL and positions it for advancement. The advancement of 
the plunger may be halted again to allow the IOL material to relax in its final 
compressed position, as shown by the two-second pause in block 370. The 
plunger is then advanced through the final 11.0 mm at 3.0 mm/s to produce a 

20 smooth lens injection. 

The preceding description of various embodiments of an intraocular 
lens injection device and of methods for using such a device was given for 
purposes of illustration and example. Those skilled in the art will appreciate, of 

25 course, that the present invention may be carried out in other ways than those 
specifically set forth herein without departing from essential characteristics of 
the invention. In particular, although the methods and control circuits have 
been described in conjunction with an automated mechanical system using an 
electric motor, the recited steps could also be performed manually during 

30 injection of an IOL using a conventional handpiece and cartridge. The 
present embodiments are thus to be considered in all respects as illustrative 
and not restrictive, and all changes coming within the meaning and 
equivalency range of the appended claims are intended to be embraced 
therein. 

35 
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CLAIMS 

What is claimed is: 

5 1. A device for implanting an intraocular lens in the lens capsule of an 
eye, the device comprising: 

a tubular housing having a primary axis extending between front 
and rear ends of the housing; 

a plunger longitudinally disposed within the housing and having 
10 first and second ends, the first end being disposed towards the front 

end of the housing; 
an electric drive system disposed within the housing, the electric 

drive system including an electric motor and configured to cause 
longitudinal translation of the plunger along the primary axis of the 

15 housing; 
a cartridge mount at or near the front end of the housing and 

configured to accommodate a removable insertion cartridge in 
alignment with the plunger so that an intraocular lens disposed in the 
insertion cartridge is displaced from the insertion cartridge as the 

20 plunger is translated towards the front end of the housing; and 
a control circuit, electrically connected to the electric motor and 

configured to perform the steps of: 
advancing the plunger to a critical point at which an axial 
compressive force on the lens suddenly increases; 

25 retracting the plunger from the critical point to a sufficient 
distance for material of the intraocular lens to relax; 

pausing after the plunger is retracted to allow the material of the 
intraocular lens to relax; 

advancing the plunger to the critical point a second time; and 
30 continuing to advance the plunger beyond the critical point to 

implant the intraocular lens. 

2. The device of Claim 1, wherein the step of continuing to advance 
the plunger further comprises: 

35 advancing the plunger to fully compress the intraocular lens; 
pausing after the intraocular lens is fully compressed to allow 

the material of the intraocular lens to relax; and 
advancing the plunger to implant the lens. 

16 
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3. The device of Claim 1, wherein the critical point is identified based 
on a predetermined position for the plunger. 

4. The device of Claim 1, wherein the control circuit is further 
5 configured to detect the plunger reaching the critical point based on a 

detected force on the plunger. 

5. The device of Claim 4, wherein the detected force is detected based 
on a back EMF signal from the electric motor. 

10 
6. The device of Claim 1, wherein the step of pausing comprises 

pausing at least five seconds. 

7. The device of Claim 1, wherein, during the steps of advancing the 
15 plunger to the critical point and advancing the plunger to the critical point the 

second time, the plunger is advancing at a rate of 1.2 mm/s or less as it 
reaches the critical point. 

8. The device of Claim 1, wherein, during the step of continuing to 
20 advance the plunger, a rate of advancement for the plunger is accelerated. 

17 
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9. A method of implanting an intraocular lens, comprising: 
advancing the plunger to a critical point at which an axial 

compressive force on the lens suddenly increases; 
retracting the plunger from the critical point to a sufficient 

5 distance for material of the intraocular lens to relax; 
pausing to allow the material of the intraocular lens to relax; 
advancing the plunger to the critical point a second time; and 
continuing to advance the plunger to implant the intraocular 

lens. 
10 

10. The method of Claim 9, wherein the step of continuing to advance 
the plunger further comprises: 

advancing the plunger to fully compress the intraocular lens; 
pausing after the intraocular lens is fully compressed to allow 

15 the material of the intraocular lens to relax; and 
advancing the plunger to implant the lens. 

11. The method of Claim 9, wherein the critical point is identified 
based on a predetermined position for the plunger. 

20 
12. The method of Claim 9, wherein the control circuit is further 

configured to detect the plunger reaching the critical point based on a 
detected force on the plunger. 

25 13. The method of Claim 12, wherein the detected force is detected 
based on a back EMF signal from the electric motor. 

14. The method of Claim 9, wherein the step of pausing comprises 
pausing at least five seconds. 

30 
15. The method of Claim 9, wherein, during the steps of advancing the 

plunger to the critical point and advancing the plunger to the critical point the 
second time, the plunger is advancing at a rate of 1.2 mm/s or less as it 
reaches the critical point. 

35 
16. The method of Claim 9, wherein, during the step of continuing to 

advance the plunger, a rate of advancement for the plunger is accelerated. 

18 


