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DESCRIPTION 

Title of Invention 

METHOD FOR CAPTURING RARE CELLS IN BLOOD 

Technical Field 

[0001] The present invention relates to method for capturing rare cells 5 

in blood using a filter, which allows for efficient capture of rare cells in 

blood, particularly circulating tumor cells (hereinafter referred to as 

CTCs) in blood. 

Background Art 

[0002] The research/clinical significance of tumor cell concentration is 10 

extremely large.  If tumor cells in blood can also be concentrated, it 

can be applied to the diagnosis of a cancer.  For example, the most 

important factor in the prognosis and treatment of a cancer is whether 

the tumor cells have been metastasized at the time of the first medical 

examination and during the treatment.  In the case where the initial 15 

spread of tumor cells has reached the peripheral blood, the detection of 

CTCs is a useful means for evaluating the progression of a cancer.  

However, because an overwhelmingly large number of blood 

components, such as red blood cells and white blood cells, are present in 

blood, it is difficult to detect CTCs, whose amount is extremely small. 20 

[0003] In recent years, a method in which a resin filter using parylene is 

used to efficiently detect a small amount of CTCs has been proposed 

(Patent Literature 1). 

[0004] Alternatively, a method in which a filter using metal in place of 

resin is used to improve the filter strength, and the cells are separated 25 

based on the difference in deformability between blood cells and tumor 
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cells, has also been proposed (Patent Literature 2). 

[0005] Alternatively, in recent years, a method in which white blood 

cells are selectively removed, and the remaining cells as rare cells in 

blood are extracted, has been proposed (Non Patent Literatures 1 to 6). 
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Summary of Invention 

Technical Problem 

[0008] According to a filter method, white blood cells, red blood cells, 

and platelets in blood can be efficiently removed.  However, white 

blood cells are close to tumor cells in size, and thus cannot be entirely 15 

removed. 

[0009] A filter method is a method in which white blood cells and 

tumor cells are separated based on the difference in size and the 

difference in deformability.  In this method, by tailoring the material of 

the filter, the pore shape, the pore size, the aperture ratio, and the flow 20 

rate, white blood cells and tumor cells can be fairly separated. 

[0010] However, when the amount of blood is increased, the number of 

residual white blood cells tends to increase.  Usually, a healthy 

individual possesses 3,500 to 9,500 white blood cells/µL. 

[0011] CellSearch is the only test system for tumor cells in blood 25 

approved by U.S. Food and Drug Administration (FDA), according to 
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which only tumor cells having EpCAM can be selectively captured.  

However, because only tumor cells having EpCAM can be captured, the 

clinical significance of this method has been questioned.  The amount 

of blood used in this method is 7.5 mL. 

[0012] As a result of extensive research by the inventors, in the case 5 

where 7.5 mL of blood is allowed to flow, the number of residual white 

blood cells is about 2,000. 

[0013] At present, it is believed that the limit of the concentration rate 

is about 1:25000. 

[0014] In recent years, the clinical significance of CellSearch has been 10 

questioned.  That is, it is said that by simply counting the number of 

tumor cells, only the prognosis of cancer patients can be predicted. 

[0015] In recent years, a downstream (downstream analysis), such as 

the gene analysis of collected cells, has been required.  In this case, the 

number of white blood cells acceptable per tumor cell is 10 to 100 (the 15 

smaller the better). 

[0016] In the case where 7.5 mL of blood is allowed to flow, the 

number of white blood cells acceptable is preferably less than 500, still 

more preferably less than 100, still more preferably less than 50, and 

still more preferably less than 10. 20 

[0017] That is, the number 2,000 is insufficient considering a 

downstream. 

[0018] Meanwhile, although a method in which white blood cells are 

selectively removed, and the remaining cells as rare cells in blood are 

extracted, has also been proposed, this method also has its limit. 25 

[0019] Also in this method, as a result of extensive research by the 
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inventors, in the case where 7.5 ml of blood is allowed to flow, the 

number of residual white blood cells is about 2,000.  In addition, an 

attempt to increase the white blood cell removal rate requires the 

addition of a large amount of magnetic beads, which increases the cost. 

[0020] Although a large number of CTC removal methods have been 5 

proposed in addition to the above methods, each method alone has its 

limit. 

[0021] The present invention has been accomplished against the above 

background.  An object thereof is to provide a method for capturing 

rare cells in blood, according to which white blood cells are reduced 10 

using magnetic beads, and then the white blood cells are further reduced 

using a filter, whereby a sample containing the capture of rare cells in 

blood suitable for a downstream can be prepared. 

Solution to Problem 

[0022] According to an embodiment of the present invention, a method 15 

for capturing rare cells in blood includes isolating rare cells in blood 

from blood, the method including a step of removing white blood cells 

from the blood before blood filtration using a filter. 

[0023] Here, according to one aspect, it is possible that the step of 

removing white blood cells is a step of removing white blood cells using 20 

beads having magnetic properties. 

[0024] In addition, according to one aspect, it is possible that the 

number of white blood cells in the blood before the blood filtration is 50 

or less. 

[0025] According to one aspect, it is possible that the method includes, 25 

in or after the step of removing white blood cells, a step of diluting a 
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cell suspension with an aqueous solution containing the serum or 

plasma of a mammal or a protein therefrom. 

[0026] According to one aspect, it is possible that the serum or plasma 

of a mammal is of bovine, equine, or human origin. 

[0027] According to one aspect, it is possible that the serum or plasma 5 

of a mammal is from a bovine fetus. 

[0028] According to one aspect, it is possible that the concentration of 

the serum or plasma of a mammal in the aqueous solution is within a 

range of 1% to 50%. 

[0029] According to one aspect, it is possible that the aqueous solution 10 

of serum or plasma contains a phosphate buffer as a main component. 

[0030] According to one aspect, it is possible that the aqueous solution 

of serum or plasma contains an anticoagulant. 

[0031] According to one aspect, it is possible that the anticoagulant is 

EDTA, heparin, sodium citrate, or sodium fluoride. 15 

[0032] According to one aspect, it is possible that the method further 

includes, before the blood filtration, a step of immersing the filter in an 

aqueous solution containing the serum or plasma of a mammal. 

[0033] According to one aspect, it is possible that the method further 

includes, after the blood filtration, a step of washing blood cells with an 20 

aqueous solution containing the serum or plasma of a mammal. 

[0034] According to one aspect, it is possible that the serum or plasma 

of a mammal is of bovine, equine, or human origin. 

[0035] According to one aspect, it is possible that the serum of a 

mammal is fetal bovine serum or plasma. 25 

[0036] According to one aspect, it is possible that the filter has a 
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surface made of gold, platinum, palladium, or an alloy thereof. 

[0037] According to one aspect, it is possible that the filter contains 

nickel as a main component and has a surface plated with gold, 

platinum, palladium, or an alloy thereof. 

[0038] According to one aspect, it is possible that the filter contains 5 

copper as a main component and has a surface plated with gold, 

platinum, palladium, or an alloy thereof. 

[0039] According to one aspect, it is possible that the filter contains 

palladium as a main component and has a surface plated with gold, 

platinum, or an alloy thereof. 10 

[0040] According to one aspect, it is possible that an outermost layer of 

the filter is gold plating. 

[0041] According to one aspect, it is possible that an outermost layer of 

the filter is noble metal plating having a thickness of 0.05 µm to 1 µm. 

[0042] According to one aspect, it is possible that the rare cells in blood 15 

are tumor cells. 

[0043] According to one aspect, it is possible that the filter has through 

pores whose opening shape is a circle, an ellipse, a rounded-corner 

rectangle, a rectangle, or a square.  Incidentally, a rounded-corner 

rectangle is a shape composed of two longer sides of equal length and 20 

two semicircles.  In the case where the opening shape is a rectangle or 

a rounded-corner rectangle, the through pores are less likely to be 

clogged, and the concentration rate of the component to be captured can 

be further improved. 

[0044] According to one aspect, it is possible that the filter has through 25 

pores whose shape is at least one of a rectangle and a rounded-corner 
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rectangle, the minor length thereof being 5 µm to 15 µm. 

[0045] According to one aspect, it is possible that the filter has a 

thickness of 3 µm to 50 µm. 

Advantageous Effects of Invention 

[0046] According to the present invention, a method for capturing rare 5 

cells in blood, which allows for the preparation of a sample containing 

the capture of rare cells in blood suitable for a downstream, is provided. 

Brief Description of Drawings 

[0047] FIG. 1 illustrates the schematic structure of a cell capture 

cartridge. 10 

 FIG. 2 illustrates a method for producing a filter. 

 FIG. 3 is a schematic cross-sectional view showing a method for 

producing a filter using a copper plate (or an Ni plate in the case of 

copper plating). 

 FIG. 4 is a diagram illustrating the definition of the major pore 15 

size, minor pore size, and aperture ratio in a filter. 

Description of Embodiments 

[0048] Hereinafter, modes for carrying out the present invention will be 

described in detail with reference to the attached drawings.  

Incidentally, in the description of drawings, same elements will be 20 

indicated with same symbols, and redundant description will be omitted. 

[0049] In the method for capturing rare cells in blood according to this 

embodiment, rare cells in blood are filtered from blood using a filter.  

The configuration of the device for blood filtration is not particularly 

limited.  As an example, the case of using a cell capture cartridge will 25 

be described.  The cell capture cartridge 100 includes, as shown in FIG. 
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1: a casing 120 that has an inflow port 130 having connected thereto an 

inflow tube 125 in which a cell dispersion flows and an outflow port 

140 having connected thereto an outflow tube 135 from which a cell 

dispersion flows; and a filter 105 that is located in the casing 120 and 

has a capturing region for capturing rare cells in blood contained in a 5 

cell dispersion. 

[0050] The casing 120 is a member for holding the filter 105 and 

composed of an upper member 110 and a lower member 115.  The 

shape of the casing 120 is not particularly limited and may be a 

rectangular parallelepiped, a circular cylinder, or the like. 10 

[0051] Blood, a processing liquid such as a washing liquid, or the like, 

for example, is connected upstream the inflow tube 125.  In addition, a 

pump P is connected downstream the outflow tube 135.  Accordingly, 

when the pump P is driven, blood or the like is supplied from the inflow 

tube 125 into the casing 120 and then discharged outside from the 15 

outflow tube 135. 

[0052] The filter 105 has formed therein through pores 106.  When 

blood is introduced into the cell capture cartridge 100, although the red 

blood cells and the like of blood pass through the through pores 106, 

rare cells in blood cannot pass through the through pores 106 and 20 

remain on the filter 105 surface.  As a result, rare cells in blood can be 

recovered. 

[0053] Incidentally, the shape of the cell capture cartridge 100 is not 

limited to the above.  As long as rare cells in blood can be captured by 

blood filtration using a filter, the device configuration is not particularly 25 

limited. 
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[0054] Next, with reference to FIG. 2 and FIG. 3, an example of a filter 

preparation method will be shown, and also the filter will be described. 

[0055] FIG. 2 is a schematic cross-sectional view showing a method for 

producing a metal thin-film filter using a substrate composed of a 

peelable copper foil (or an Ni foil in the case of copper plating) attached 5 

to an MCL. 

[0056] FIG. 2(A) shows a substrate including an MCL 1 and a peelable 

copper foil 2 (or an Ni foil in the case of copper plating) laminated 

thereon.  This substrate is prepared first. 

[0057] It is preferable that the material used for the substrate for 10 

producing a filter is copper (or nickel in the case of copper plating).  

Copper is easily removable by chemical lysis using a liquid chemical, 

and is also superior to other materials in terms of adhesion to a 

photoresist. 

[0058] Next, as shown in FIG. 2(B), a photoresist 3 is formed on the 15 

peelable copper foil 2 of the substrate.  It is preferable that the 

thickness of the photoresist is 1.0 to 2.0 times the thickness of a 

conductor to be formed later.  When the thickness is small, it becomes 

difficult to strip the resist later, while when the thickness is large, it 

becomes difficult to form a circuit.  Specifically, it is preferable that 20 

the photoresist 3 has a thickness of 15 to 50 µm.  As a photosensitive 

resin composition for forming the photoresist 3, a negative type 

photosensitive resin composition is preferable.  As the negative type 

photosensitive resin composition, a resin composition containing at least 

a binder resin, a photopolymerizable compound having an unsaturated 25 

bond, and a photopolymerization initiator is preferable. 
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[0059] Next, as shown in FIG. 2(C), a photomask 4 is placed to cover 

the photoresist 3, and then the photoresist is exposed to light.  As a 

result, an exposed area 3a is formed in the region that is not covered 

with the photomask 4. 

[0060] Next, as shown in FIG. 2(D), the photoresist is developed with 5 

an alkaline solution or the like to remove the unexposed area 3b.  As a 

result, the exposed area 3a remains at the positions corresponding to 

through pores of a filter. 

[0061] Next, as shown in FIG. 2(E), the portion that is not covered with 

the photoresist is subjected to electroplating to form a plating layer 5.  10 

This plating portion serves as the material of a filter. 

[0062] Next, as shown in FIG. 2(F), the peelable copper foil 2 having 

the plating layer 5 formed thereon by electroplating is stripped from the 

MCL 1. 

[0063] Next, as shown in FIG. 2(G), the peelable copper foil 2 is 15 

removed by chemical lysis with a liquid chemical, and the 

self-supported film formed of the exposed area 3a and the plating layer 

5 is isolated. 

[0064] Next, as shown in FIG. 2(H), the exposed area 3a of the 

photoresist remaining in the self-supported film is removed, whereby 20 

through pores 6 are formed in the plating layer 5. 

[0065] Next, as shown in FIG. 2(I), electroless gold plating is 

performed to form a gold plating layer 7 on the filter surface.  As a 

result, a filter 105 for use in the cell capture cartridge 100 can be 

produced. 25 

[0066] FIG. 3 is a schematic cross-sectional view showing a method for 
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producing a metal thin-film filter using a copper plate (or an Ni plate in 

the case of copper plating). 

[0067] The method shown in FIG. 3 is the same as the production 

method shown in FIG. 2 except for that a copper plate (or an Ni plate) 2’ 

is used in place of the MCL 1 and the peelable copper foil 2 in the 5 

method shown in FIG. 2. 

[0068] That is, FIG. 3(A) shows a step of preparing a copper plate 2’ for 

use as a substrate. 

 In addition, FIG. 3(B) shows a step of laminating a photoresist 3 

on the copper plate 2’.  In addition, FIG. 3(C) shows the exposure of 10 

the photoresist to light through a photomask 4.  In addition, FIG. 3(D) 

shows the development of the photoresist to remove the unexposed area 

3b.  In addition, FIG. 3(E) shows a step of electroplating a portion that 

is not covered with the exposed area 3a of the photoresist, thereby 

forming a plating layer.  In addition, FIG. 3(F) shows a step of 15 

removing the copper plate 2’ by chemical lysis with a liquid chemical 

(chemical etching), thereby isolating a self-supported film formed of the 

exposed area 3a and the plating layer 5.  In addition, FIG. 3(G) shows a 

step of removing the exposed area 3a of the photoresist remaining in the 

self-supported film, thereby forming through pores 6 in the plating layer 20 

5.  In addition, FIG. 3 (H) shows a step of electroless gold plating, 

thereby forming a gold plating layer 7 on the filter surface. 

[0069] As described above, a filter 105 for use in the cell capture 

cartridge 100 can be produced by either of the method shown in FIG. 2 

and the method shown in FIG. 3. 25 

[0070] It is preferable that the material of the filter 105 is a metal.  
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Because metals have excellent processability, the filter processing 

accuracy can be enhanced.  As a result, the capture rate of the 

component to be captured can be further improved.  In addition, metals 

are more rigid compared with other materials, such as plastics.  

Accordingly, even when external force is applied, the size and shape can 5 

be maintained.  Therefore, in the case where a component slightly 

larger than the through pores are deformed and passed through the filter, 

more accurate separation/concentration can be achieved. 

[0071] In addition, it is preferable that the main metal component is 

nickel, silver, palladium, copper, iridium, or an alloy thereof.  These 10 

metals can be electroplated.  Incidentally, “main component” means 

that the weight proportion of the component based on the total weight of 

the filter 105 is 50% or more. 

[0072] Palladium and iridium have excellent characteristics in that the 

oxidation-reduction potential is high and the solubility is low, but are 15 

disadvantageous in that they are expensive.  Nickel has a lower 

oxidation-reduction potential than hydrogen and thus is easy to dissolve, 

but is inexpensive.  Silver and palladium are noble metals, and they are 

relatively inexpensive compared with iridium. 

[0073] It is preferable that the material used for the substrate (copper 20 

plate 2’: see FIG. 3) for producing a filter is copper (or nickel in the case 

where the material of the filter 105 is copper).  Copper is easily 

removable by chemical lysis using a liquid chemical, and is also 

superior to other materials in terms of adhesion to a photoresist.  

Incidentally, also as the metal foil 2 (see FIG. 2) laminated on the MCL 25 

1, copper (or nickel in the case where the material of the filter 105 is 
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copper) is preferable. 

[0074] In addition, the formation of the plating layer 5 shown in FIG. 

2(E) and FIG. 3(E) is performed by electroplating.  For example, for 

nickel electroplating, a Watt bath (containing nickel sulfate, nickel 

chloride, and boric acid as main components), a sulfamic acid bath 5 

(containing nickel sulfamate and boric acid as main components), a 

strike bath (containing nickel chloride and hydrogen chloride as main 

components), and the like can be mentioned. 

[0075] For silver electroplating, a bath containing potassium 

argentocyanide or potassium tartrate as a main component can be 10 

mentioned. 

[0076] For palladium electroplating, a bath containing a water-soluble 

palladium salt and a naphthalenesulfonic acid compound can be 

mentioned. 

[0077] For iridium electroplating, a bath containing a 15 

halogen-containing soluble iridium salt and an alcohol can be 

mentioned. 

[0078] For copper electroplating, a bath containing copper sulfate, 

sulfuric acid, and chloride ions as main components can be mentioned. 

[0079] Electroplating is performed using such a plating bath.  It is 20 

suitable that the current density during electroplating is within a range 

of 0.3 to 4 A/dm2, more preferably within a range of 0.5 to 3 A/dm2.  

When the current density is 4 A/dm2 or less, roughening can be 

suppressed, while when the current density is 0.3 A/dm2 or more, crystal 

grains of the metal grow sufficiently, enhancing the effect as a barrier 25 

layer.  As a result, the effect of this embodiment can be obtained well. 
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[0080] The positions of the resist at the time of plating, that is, the 

positions of the exposed area 3a, correspond to the positions of through 

pores.  As the opening shape of the through pores, a circle, an ellipse, a 

square, a rectangle, a rounded-corner rectangle, a polygon, and the like 

can be mentioned, for example.  In terms of efficiently capturing the 5 

target component, a circle, a rectangle, and a rounded-corner rectangle 

are preferable.  In addition, in terms of preventing the filter from 

clogging, a rounded-corner rectangle is particularly preferable. 

[0081] The pore size of the through pores 6 is set according to the size 

of the component to be captured.  As used herein, in the case where the 10 

opening shape is not a circular shape, such as the case of an ellipse, a 

rectangle, or a polygon, the pore size means the maximum diameter of a 

sphere that can pass through each through pore.  For example, in the 

case where the opening shape is a rectangle, as shown in FIG. 4, 

although the minor pore size on the shorter side and the major pore size 15 

on the longer side can be defined, the minor pore size is used as the pore 

size of the through pore 6.  In addition, in the case where the opening 

shape is a polygon, the diameter of an inscribed circle of the polygon is 

used.  In the case where the opening shape is a rectangle or a 

rounded-corner rectangle, even in the state where the component to be 20 

captured is captured in the through pore 6, the opening has a gap in the 

longitudinal direction of the opening shape.  A liquid can pass through 

this gap, and thus the filter can be prevented from clogging.  The 

length of the minor pore size of the filter is preferably 5 µm to 15 µm, 

and still more preferably 7 to 9 µm. 25 

[0082] The average aperture ratio of the through pores of the filter 105 
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is preferably 3 to 50%, more preferably 3 to 20%, and particularly 

preferably 3 to 10%.  Here, an aperture ratio means the proportion of 

the area occupied by the through pores relative to the area of the region 

that functions as a filter (see FIG. 4).  That is, the area of the region 

that functions as a filter means the region defined by connecting the 5 

outermost parts of through pores among a plurality of through pores 

contained in the filter (in FIG. 4, region A1 surrounded by the broken 

line).  When the aperture ratio is too high, the pressure on white blood 

cells decreases, resulting in an increase in the number of residual white 

blood cells.  When the aperture ratio is low, the amount of blood that 10 

can flow decreases. 

[0083] The thickness of the filter 105 is preferably 3 µm to 50 µm, 

more preferably 5 µm to 30 µm, and particularly preferably 8 µm to 20 

µm.  In the case where the thickness of the filter 105 is less than 3 µm, 

the strength of the filter may decrease, resulting in poor handleability.  15 

Conversely, when the thickness is more than 50 µm, it is feared that the 

productivity may decrease due to the increased processing time, the 

materials may be overconsumed, causing cost disadvantages, or 

microprocessing itself may become difficult.  Further, it becomes 

difficult for white blood cells to pass therethrough. 20 

[0084] After the above circuit formation, the resin layer is stripped, and 

the copper foil is etched (FIG. 2) or the copper plate is removed (FIG. 3).  

As a result, as shown in FIG. 2(H) or FIG. 3(G), a filter composed of the 

plating layer 5 is completed. 

[0085] Next, the resist remaining in the filter (exposed area 3a) is 25 

removed with a strong alkali.  As the strong alkali, a 0.1 to 10 wt% 
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NaOH or KOH aqueous solution is preferable.  In order to promote 

stripping, monoethanolamine (1 to 20 vol%) or the like may be added.  

In the case where stripping is difficult, the resist may also be removed 

with a solution prepared by adding an alkali (0.1 to 10 wt% NaOH or 

KOH) to sodium permanganate, potassium permanganate, or the like. 5 

[0086] It is suitable that the filter from which the resist has been 

removed is subjected to noble metal plating. 

[0087] For noble metal plating, gold, palladium, platinum, ruthenium, 

indium, and the like are desirable. 

[0088] Among metals for noble metal plating, gold has the highest 10 

oxidation-reduction potential among all metals as described above, and 

is believed to have no cytotoxicity.  In addition, almost no 

discoloration, for example, occurs during long-term storage. 

[0089] Gold plating may be performed as electroless plating or 

electroplating.  In the case of electroplating, the variation in thickness 15 

is likely to increase, affecting the pore size accuracy of the filter.  

Therefore, electroless plating is desirable.  However, gold 

electroplating can improve the coverage. 

[0090] Although gold plating by displacement plating alone is also 

effective, the combination of displacement plating and reduction plating 20 

is more effective. 

[0091] The metal filter before gold plating may have an oxidized 

surface.  Thus, the removal of an oxide film is performed.  Here, it is 

suitable that the filter is washed with an aqueous solution containing a 

compound that forms a complex with metal ions. 25 

[0092] Specifically, an aqueous solution containing a cyan, an EDTA, 
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or a citric acid is suitable. 

[0093] Among them, citric acids are optimal for the pretreatment before 

gold plating.  Specifically, citric acid anhydride, hydrates of citric acid, 

citrates, and hydrates of citrates are suitable.  Specifically, citric acid 

anhydride, citric acid monohydrate, sodium citrate, potassium citrate, 5 

and the like may be used.  Its concentration is preferably within a 

range of 0.01 mol/L to 3 mol/L, more preferably 0.03 mol/L to 2 mol/L, 

and particularly preferably 0.05 mol/L to 1 mol/L.  When the 

concentration is 0.01 mol/L or more, the adhesion between the 

electroless gold plating layer and the metal filter is improved.  In 10 

addition, a concentration of more than 3 mol/L does not improve the 

effect and is also economically undesirable. 

[0094] It is suitable that immersion in the solution containing citric acid 

is performed at 70°C to 95°C for 1 to 20 minutes. 

[0095] Within a range where the effects of the present invention can be 15 

obtained, the solution containing citric acid may also contain a reducing 

agent, which is contained in the plating solution or the like, or a buffer 

such as a pH adjuster.  However, it is desirable that the amounts of 

reducing agent, pH adjuster, and the like are small, and an aqueous 

solution of citric acid alone is most preferable.  The pH of the solution 20 

containing citric acid is preferably 5 to 10, and more preferably 6 to 9. 

[0096] The pH adjuster is not particularly limited as long as it is an acid 

or an alkali.  Examples of usable acids include hydrochloric acid, 

sulfuric acid, and nitric acid, and examples of alkalis include a solution 

of a hydroxide of an alkali metal or an alkaline earth metal, such as 25 

sodium hydroxide, potassium hydroxide, or sodium carbonate.  As 
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described above, they may be used within a range where the effect of 

citric acid is not inhibited.  In addition, when the solution containing 

citric acid contains nitric acid at a high concentration of 100 mL/L, the 

adhesion-improving effect decreases as compared with the case of 

treatment with a solution containing only citric acid. 5 

[0097] The reducing agent is not particularly limited as long as it has 

reducing ability, and examples thereof include hypophosphorous acid, 

formaldehyde, dimethylamine borane, and sodium borohydride. 

[0098] Next, substitution gold plating is performed.  Substitution gold 

plating may be performed using a cyanide bath or a non-cyanide bath.  10 

Considering the environmental impact or the cytotoxicity of the residue, 

a non-cyanide bath is desirable.  Examples of gold salts contained in a 

non-cyanide bath include chloraurates, gold sulfite salts, gold thiosulfate 

salts, and gold thiomalate salts.  The gold salts may be used alone, and 

it is also possible to use a combination of two or more kinds. 15 

[0099] Further, the metal-dissolving effect of a cyanide-based bath is 

too strong, and some metals are likely to be dissolved, forming pinholes.  

In the case where the pretreatment is sufficiently performed as described 

above, a non-cyanide plating bath is preferable. 

[0100] As the supply source of gold, gold sulfites are particularly 20 

preferable.  As gold sulfites, gold sodium sulfite, gold potassium 

sulfite, gold ammonium sulfite, and the like are suitable. 

[0101] It is preferable that the gold concentration is within a range of 

0.1 g/L to 5 g/L.  When the concentration is less than 0.1 g/L, gold is 

less likely to be deposited, while when it is more than 5 g/L, the solution 25 

is likely to be decomposed. 
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[0102] It is suitable that the substitution gold plating bath contains an 

ammonium salt or an ethylenediaminetetraacetic acid salt as a gold 

complexing agent.  Examples of ammonium salts include ammonium 

chloride and ammonium sulfate, and examples of 

ethylenediaminetetraacetic acid salts include ethylenediaminetetraacetic 5 

acid, sodium ethylenediaminetetraacetate, potassium 

ethylenediaminetetraacetate, and ammonium 

ethylenediaminetetraacetate.  It is preferable that the ammonium salt is 

used at a concentration within a range of 7 × 10-3 mol/L to 0.4 mol/L.  

When the ammonium salt concentration is outside of this range, the 10 

solution tends to be unstable.  It is preferable that the 

ethylenediaminetetraacetic acid salt is used at a concentration within a 

range of 2 × 10-3 mol/L to 0.2 mol/L.  When the ammonium salt 

concentration is outside of this range, the solution tends to be unstable. 

[0103] In order to keep the solution stable, it is suitable that a sulfurous 15 

acid salt is contained at 0.1 g/L to 50 g/L.  Examples of sulfurous acid 

salts include sodium sulfite, potassium sulfite, and ammonium sulfite. 

[0104] As a pH adjuster, in the case where the pH is to be reduced, it is 

preferable to use hydrochloric acid or sulfuric acid.  In addition, in the 

case where the pH is to be increased, it is preferable to use sodium 20 

hydroxide, potassium hydroxide, or aqueous ammonia.  It is suitable 

that the pH is adjusted to 6 to 7.  A pH outside of this range adversely 

affects the stability of the solution or the appearance of the plating. 

[0105] It is preferable that displacement plating is used at a solution 

temperature of 30°C to 80°C.  A pH outside of this range adversely 25 

affects the stability of the solution or the appearance of the plating. 
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[0106] Displacement plating is performed as described above.  

However, it is difficult to completely cover the metal by displacement 

plating.  Thus, next, reduction-type gold plating using a reducing agent 

is performed.  It is preferable that the thickness of the displacement 

plating is within a range of 0.02 µm to 0.1 µm. 5 

[0107] As gold salts for reduction-type gold plating, gold sulfite salts 

and gold thiosulfate salts are preferable, and it is preferable that the 

content thereof is, as gold, within a range of 1 g/L to 10 g/L.  When the 

gold content is less than 1 g/L, the gold deposition reaction decreases, 

while when it is more than 10 g/L, the stability of the plating solution 10 

decreases, and also the consumption of gold increases due to the loss of 

the plating solution; therefore, this is undesirable.  It is more preferable 

that the content is 2 g/L to 5 g/L. 

[0108] Examples of reducing agents include hypophosphoric acid, 

formaldehyde, dimethylamine borane, and sodium borohydride, but 15 

phenyl compound-based reducing agents are more preferable.  

Examples thereof include phenol, o-cresol, p-cresol, o-ethylphenol, 

p-ethylphenol, t-butylphenol, o-aminophenol, p-aminophenol, 

hydroquinone, catechol, pyrogallol, methyl hydroquinone, aniline, 

o-phenylene diamine, p-phenylene diamine, o-toluidine, o-ethylaniline, 20 

and p-ethylaniline.  They may be used alone, and it is also possible to 

use two or more kinds. 

[0109] It is preferable that the reducing agent content is 0.5 g/L to 50 

g/L.  When the reducing agent content is less than 0.5 g/L, it tends to 

be difficult to obtain a practical deposition rate, while when it is more 25 

than 50 g/L, the stability of the plating solution tends to decrease.  The 
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reducing agent content is more preferably 2 g/L to 10 g/L, and 

particularly preferably 2 g/L to 5 g/L. 

[0110] The electroless gold plating solution may contain a heavy metal 

salt.  In terms of promoting the deposition rate, it is preferable that the 

heavy metal salt is at least one member selected from the group 5 

consisting of thallium salts, lead salts, arsenic salts, antimony salts, 

tellurium salts, and bismuth salts. 

[0111] Examples of thallium salts include inorganic compound salts, 

such as thallium sulfate, thallium chloride, thallium oxide salt, and 

thallium nitrate, and organic complex salts, such as dithallium malonate.  10 

Examples of lead salts include inorganic compound salts, such as lead 

sulfate and lead nitrate, and organic acetic acid salts, such as acetate. 

[0112] In addition, examples of arsenic salts include inorganic 

compound salts and organic complex salts, such as arsenite, arsenate, 

and arsenic trioxide.  Examples of antimony salts include organic 15 

complex salts, such as antimonyl tartrate, and inorganic compound salts, 

such as antimony chloride, antimony oxysulfate, and antimony trioxide. 

[0113] Examples of tellurium salts include inorganic compound salts 

and organic complex salts, such as tellurite and tellurate.  Examples of 

bismuth salts include inorganic compound salts, such as bismuth(III) 20 

sulfate, bismuth(III) chloride, and bismuth(III) nitrate, and organic 

complex salts, such as bismuth (III) oxalate. 

[0114] One or more kinds of the above heavy metal salts may be used.  

Their total amount added is preferably 1 ppm to 100 ppm, more 

preferably 1 ppm to 10 ppm, based on the total volume of the plating 25 

solution.  When the amount is less than 1 ppm, the improving effect on 
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the deposition rate may not be sufficient, while when it is more than 100 

ppm, the plating solution stability tends to decrease. 

[0115] The electroless gold plating solution may contain a sulfur-based 

compound.  When a sulfur compound is further contained in the 

electroless gold plating solution containing a phenyl compound-based 5 

reducing agent and a heavy metal salt, a sufficient deposition rate can be 

obtained even when the solution temperature is as low as 60 to 80°C, 

and also excellent film appearance can be achieved.  Moreover, the 

stability of the plating solution is particularly improved. 

[0116] Examples of sulfur-based compounds include sulfide salts, 10 

thiocyanates, thiourea compounds, mercaptan compounds, sulfide 

compounds, disulfide compounds, thioketone compounds, thiazole 

compounds, and thiophene compounds. 

[0117] Examples of sulfide salts include potassium sulfide, sodium 

sulfide, sodium polysulfide, and potassium polysulfide, examples of 15 

thiocyanates include sodium thiocyanate, potassium thiocyanate, and 

potassium dithiocyanate, and examples of thiourea compounds include 

thiourea, methylthiourea, and dimethylthiourea. 

[0118] Examples of mercaptan compounds include 

1,1-dimethylethanethiol, 1-methyl-octanethiol, dodecanethiol, 20 

1,2-ethanedithiol, thiophenol, o-thiocresol, p-thiocresol, 

o-dimercaptobenzene, m-dimercaptobenzene, p-dimercaptobenzene, 

thioglycol, thiodiglycol, thioglycolic acid, dithioglycolic acid, thiomalic 

acid, mercaptopropionic acid, 2-mercaptobenzimidazole, 

2-mercapto-1-methylimidazole, and 25 

2-mercapto-5-methylbenzimidazole. 
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[0119] Examples of sulfide compounds include diethyl sulfide, 

diisopropyl sulfide, ethyl isopropyl sulfide, diphenyl sulfide, 

methylphenyl sulfide, rhodanine, thiodiglycolic acid, and 

thiodipropionic acid, and examples of disulfide compounds include 

dimethyl disulfide, diethyl disulfide, and dipropyl disulfide. 5 

[0120] Further, examples of thioketone compounds include 

thiosemicarbazide, examples of thiazole compounds include thiazole, 

benzothiazole, 2-mercaptobenzothiazole, 

6-ethoxy-2-mercaptobenzothiazole, 2-aminothiazole, 2,1,3- 

benzothiadiazole, 1,2,3-benzothiadiazole, (2-benzothiazolythio)acetic 10 

acid, and 3-(2-benzothiazolythio)propionic acid, and examples of 

thiophene compounds include thiophene and benzothiophene. 

[0121] Sulfur-based compound may be used alone, and it is also 

possible to use two or more kinds.  The sulfur-based compound 

content is preferably 1 ppm to 500 ppm, more preferably 1 ppm to 30 15 

ppm, and particularly preferably 1 ppm to 10 ppm.  When the 

sulfur-based compound content is less than 1 ppm, the deposition rate 

decreases, resulting in poor plating coverage, whereby the film 

appearance is deteriorated.  When the content is more than 500 ppm, it 

becomes difficult to control the concentration, making the plating 20 

solution unstable. 

[0122] The electroless gold plating solution preferably contains, in 

addition to the gold salt, reducing agent, heavy metal salt, and 

sulfur-based compound described above, at least one of a complexing 

agent, a pH buffer, and a metal ion masking agent, and more preferably 25 

contains all of them. 
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[0123] It is preferable that the electroless gold plating solution of the 

present invention contains a complexing agent.  Specific examples 

thereof include non-cyanide complexing agents such as sulfites, 

thiosulfates, and thiomalates.  It is preferable that the complexing 

agent content is 1 g/L to 200 g/L based on the total volume of the 5 

plating solution.  In the case where the complexing agent content is 

less than 1 g/L, the gold complexing ability decreases, resulting in a 

decrease in stability.  When the content is more than 200 g/L, although 

the plating stability is improved, recrystallization occurs in the solution, 

which is economically not good.  It is more preferable that the 10 

complexing agent content is 20 g/L to 50 g/L. 

[0124] It is preferable that the electroless gold plating solution contains 

a pH buffer.  A pH buffer is effective in maintaining the deposition rate 

constant to stabilize the plating solution.  It is also possible to mix a 

plurality of buffers.  Examples of pH buffers include phosphates, 15 

acetates, carbonates, borates, citrates, and sulfates.  Among them, boric 

acid and sulfates are particularly preferable. 

[0125] It is preferable that the pH buffer content is 1 g/L to 100 g/L 

based on the total volume of the plating solution.  When the pH buffer 

content is less than 1 g/L, no pH-buffering effect is obtained, while 20 

when it is more than 100 g/L, recrystallization may occur.  It is more 

preferable that the content is 20 g/L to 50 g/L. 

[0126] It is preferable that the gold plating solution contains a masking 

agent.  As the masking agent, a benzotriazole-based compound can be 

used.  Examples of benzotriazole-based compounds include 25 

benzotriazole sodium, benzotriazole potassium, tetrahydrobenzotriazole, 
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methylbenzotriazole, and nitrobenzotriazole. 

[0127] It is preferable that the metal ion masking agent content is 0.5 

g/L to 100 g/L based on the total volume of the plating solution.  When 

the metal ion masking agent content is less than 0.5 g/L, the masking 

effect on impurities is low, and there is a tendency that the solution 5 

stability cannot be sufficiently secured.  Meanwhile, when the content 

is more than 100 g/L, recrystallization may occur in the plating solution.  

In terms of cost and effect, the most preferable range is 2 g/L to 10 g/L. 

[0128] It is preferable that the gold plating solution has a pH within a 

range of 5 to 10.  In the case where the pH of the plating solution is 10 

less than 5, the sulfite or thiosulfate, which serves as a complexing 

agent in the plating solution, may be decomposed, resulting in the 

generation of toxic sulfurous acid gas.  In the case where the pH is 

more than 10, the stability of the plating solution tends to decrease.  In 

order to improve the deposition efficiency of the reducing agent and 15 

obtain a high deposition rate, it is preferable that the pH of the 

electroless gold plating solution is within a range of 8 to 10. 

[0129] As a method for electroless plating, the filter after substitution 

gold plating is immersed and subjected to gold plating. 

[0130] It is suitable that the plating solution temperature is 50°C to 20 

95°C.  When the temperature is less than 50°C, the deposition 

efficiency is low, while when it is 95°C or more, the solution is likely to 

be unstable. 

[0131] It is preferable that the gold plating layer 7 formed in this 

manner, which is the outermost layer, has a gold purity of 99 wt% or 25 

more.  When the gold purity of the gold plating layer 7 is less than 99 
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wt%, the contact portion has increased cytotoxicity.  In terms of 

enhancing the reliability, it is more preferable that the purity of the gold 

layer is 99.5 wt% or more. 

[0132] In addition, the thickness of the gold plating layer 7 is preferably 

0.005 µm to 3 µm, more preferably 0.05 µm to 1 µm, and still more 5 

preferably 0.1 µm to 0.5 µm.  When the thickness of the gold plating 

layer 7 is 0.005 µm or more, metal elution can be suppressed to some 

extent.  Meanwhile, even when the thickness is more than 3 µm, the 

effect is not improved any further, and, therefore, also from an 

economical point of view, it is preferable that the thickness is 3 µm or 10 

less.  In the case of noble metal plating, it is preferable that the 

thickness is 0.05 µm to 1 µm. 

[0133] The gold surface formed as described above has no cytotoxicity, 

and is stable in air or in most blood-containing aqueous solutions.  

However, the gold surface is relatively hydrophobic and has low 15 

biocompatibility, and thus it is suitable to subject the surface to a 

biocompatibility-improving treatment.  An example of the surface 

treatment will be shown hereinafter. 

[0134] White blood cells, red blood cells, and platelets, which are 

components in blood, show a rejection response to foreign substances.  20 

Therefore, it is suitable that the metal surface is pretreated.  In this case, 

it is preferable that the metal surface is immersed in a solvent containing 

a biocompatible polymer immediately before blood filtration. 

[0135] Examples of solvents containing a biocompatible polymer 

include the serum and plasma of a mammal.  In the case where blood 25 

is collected in a blood collection tube containing an anticoagulant and 
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then allowed to stand or be centrifuged, the supernatant resulting from 

the precipitation of blood cell components is plasma.  Such plasma 

contains a coagulation factor.  Meanwhile, in the case where blood is 

collected in a blood collection tube containing no anticoagulant and then 

allowed to stand, because there is no anticoagulant, the blood cell 5 

components coagulate due to a coagulation factor.  The supernatant in 

that case is serum, and serum lacks a coagulation factor. 

[0136] Among mammals, considering the characteristics or price, it is 

preferable that the mammal is bovine, equine, or human, and fetal 

bovine serum is particularly preferable. 10 

[0137] Blood serum contains proteins.  Albumin or globulin contained 

in proteins is adsorbed on the filter surface, whereby blood cell 

components are prevented from being adsorbed on the filter surface.  

Proteins are abundantly present in serum, and serum albumin occupies 

about 50% to 65%. 15 

[0138] Albumin contains a large number of amino acids connected, and 

thus has a large number of amino groups.  An amino group firmly 

coordinates with a noble metal (gold, platinum, palladium). 

[0139] Particularly in the case of gold, because an oxide film is hardly 

present, firm binding to albumin is formed even without any special 20 

pretreatment. 

[0140] The filter 105 is pretreated with an aqueous solution prepared by 

diluting such serum or plasma.  The concentration of serum or plasma 

is preferably within a range of 1% to 50%, still more preferably within a 

range of 5% to 30%, and still more preferably within a range of 10% to 25 

20%. 
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[0141] It is suitable that serum or plasma is diluted with a water-based 

solvent, and it is desirable that a buffer, such as phosphoric acid, is 

contained.  It is preferable that the aqueous solution of serum or 

plasma contains a phosphate buffer as a main component. 

[0142] Further, it is desirable that the serum or plasma solution contains 5 

an anticoagulant of blood.  Examples of such anticoagulants include 

EDTA, heparin, sodium citrate, and sodium fluoride.  Among them, 

EDTA or heparin is desirable. 

[0143] The treatment time is preferably 1 minute or more and 60 

minutes or less, and still more preferably 1 minute or more and 10 10 

minutes or less.  In the case where the time is less than 1 minute, the 

biocompatible polymer is less likely to firmly coordinate with the noble 

metal surface, while a treatment for more than 60 minutes is undesirable 

in terms of working hours. 

[0144] Blood is passed through the filter treated with a biocompatible 15 

polymer in this manner (blood filtration).  The filter 105 is installed to 

the cell capture cartridge 100 or a like device, and blood is passed 

therethrough.  The blood may be treated from below the filter with a 

negative pressure, treated from above the filter with a positive pressure, 

or treated with a centrifugal force as in centrifugation.  In any method, 20 

it is important to control the linear velocity at which blood passes 

through the pores of the filter. 

[0145] Incidentally, the amount of blood necessary as a sample is 1 to 

10 ml. 

[0146] It is preferable that the blood collection tube for collecting blood 25 

contains an anticoagulant.  Examples thereof include EDTA-2K, 
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EDTA-2Na, sodium citrate, sodium fluoride, and heparin. 

[0147] In addition, a method in which blood collected in a blood 

collection tube is entirely used as a sample and a method in which only 

the buffy coat is isolated by centrifugation are possible.  Although the 

method in which blood collected in a blood collection tube is entirely 5 

used is easier, the removal of red blood cells and like components is 

advantageous in that the subsequent steps are facilitated. 

[0148] In the case where the method in which only the buffy coat is 

isolated is used, it is suitable that dilution is performed with a solvent 

containing a biocompatible polymer.  As a result, the adsorption of 10 

tumor cells in blood at unnecessary positions, for example, can be 

prevented. 

[0149] Examples of solvents containing a biocompatible polymer 

include the serum and plasma of a mammal.  In the case where blood 

is collected in a blood collection tube containing an anticoagulant and 15 

then allowed to stand or be centrifuged, the supernatant resulting from 

the precipitation of blood cell components is plasma.  Such plasma 

contains a coagulation factor.  Meanwhile, in the case where blood is 

collected in a blood collection tube containing no anticoagulant and then 

allowed to stand, because there is no anticoagulant, the blood cell 20 

components coagulate due to a coagulation factor.  The supernatant in 

that case is serum, and serum lacks a coagulation factor. 

[0150] Among mammals, considering the characteristics or price, it is 

desirable that the mammal is bovine, equine, or human.  In particular, 

fetal bovine serum is likely to offer excellent characteristics. 25 

[0151] Blood serum contains proteins.  Albumin or globulin contained 



FP15-0403-00 

31 

in proteins is adsorbed on the filter surface, whereby blood cell 

components are prevented from being adsorbed on the filter surface.  

Proteins are abundantly present in serum, and serum albumin occupies 

about 50% to 65%. 

[0152] The filter is pretreated with a solution prepared by diluting such 5 

serum or plasma.  The concentration of serum or plasma is preferably 

within a range of 1% to 50%, still more preferably within a range of 5% 

to 30%, and still more preferably within a range of 10% to 20%. 

[0153] It is suitable that serum or plasma is diluted with a water-based 

solvent, and it is desirable that a buffer, such as phosphoric acid, is 10 

contained. 

[0154] Further, it is desirable that the serum or plasma solution contains 

an anticoagulant of blood.  Examples of such anticoagulants include 

EDTA, heparin, sodium citrate, and sodium fluoride.  Among them, 

EDTA or heparin is desirable. 15 

[0155] After a cell suspension containing white blood cells and CTCs 

diluted with a biocompatible polymer-containing solvent is prepared in 

this manner, white blood cells are removed. 

[0156] For the removal of white blood cells, a white blood cell removal 

method using magnetic beads (beads having magnetic properties), 20 

which is a conventionally known method, can be used.  As such beads, 

Dynabeads M-450-CD45 (pan-leucocyte) can be mentioned. 

[0157] The above magnetic beads are allowed to react with a CD45 

antibody, and then immersed in the cell suspension.  At this time, it is 

suitable that the amount of magnetic beads is about four to ten times the 25 

amount of white blood cells.  When the amount of magnetic beads is 
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small, the white blood cell removal efficiency decreases, while when the 

amount of magnetic beads is large, it leads to increased cost. 

[0158] Magnetic beads and white blood cells are allowed to react for a 

predetermined period of time, and then the magnetic beads are removed. 

[0159] Through the above step, the number of white blood cells can be 5 

reduced from the original order of 50,000,000 (in the case of 5 mL) to at 

least the order of 500,000. 

[0160] The suspension of cells obtained through the above step is 

subjected to blood filtration, whereby reduction is made to the level that 

allows for a downstream. 10 

[0161] The linear velocity at which blood passes through pores of the 

filter 105 (volume of blood/total area of pores) is desirably within a 

range of 0.5 to 100 cm/min, and still more desirably within a range of 5 

to 20 cm/min. 

[0162] It is suitable that the filter 105 after blood filtration is washed 15 

again with a serum or plasma solvent.  As the serum or plasma solvent, 

one completely the same as the solvent used for immersion described 

above can be used.  The linear velocity of the washing liquid is also 

desirably within a range of 0.5 to 100 cm/min, and still more desirably 

within a range of 5 to 20 cm/min. 20 

[0163] Because of the immersion in the beginning, the biocompatible 

polymer has been adsorbed on the surface of the filter 105, and thus the 

adsorption of blood cell components during filtration can be suppressed.  

However, as a result of the blood treatment, blood cells become likely to 

be adsorbed on the surface. 25 

[0164] In addition, when the biocompatible polymer is allowed to flow 
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at the time of washing again, the washing effect is enhanced. 

[0165] Although the amount of washing liquid may be suitably adjusted, 

at the above linear velocity, washing for 1 to 20 minutes is desirable, 

and washing for 5 to 15 minutes is still more desirable. 

[0166] The concentrated rare cells, such as CTCs, can be captured as 5 

above.  When the filter is chemically firmly coated with a 

biocompatible polymer, components such as red blood cells, white 

blood cells, and platelets can be eliminated.  Incidentally, it is 

necessary to include at least either of a step of immersing the filter in an 

aqueous solution containing the serum or plasma of a mammal before 10 

blood filtration and a step of washing blood cells of the blood with an 

aqueous solution containing the serum or plasma of a mammal after 

blood filtration.  However, particularly when the treatment is 

performed before blood filtration, rare cells in blood can be efficiently 

captured. 15 

[0167] In a filter method, the amount of eventually remaining white 

blood cells tends to vary depending on the amount of white blood cells 

initially added.  According the inventors’ examination, the amount of 

white blood cells can be reduced to 1/10000 by filter filtration. 

[0168] That is, when the amount of white blood cells initially added is 20 

500,000, it can be reduced to 50. 

[0169] Therefore, the amount of white blood cells added to the filter is 

desirably 500,000 or less, still more desirably 50,000 or less, and most 

desirably 5,000 or less.  It is suitable that filtration is performed after 

reducing white blood cells as much as possible using magnetic beads. 25 

Examples 
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[0170] (Filter 1) 

 A photosensitive resin composition (PHOTEC RD-1225: 25 µm 

thick, manufactured by Hitachi Chemical Co., Ltd.) was laminated to 

one side of a 250-mm-square substrate (MCL-E679F: a substrate 

prepared by attaching a peelable copper foil to the surface of an MCL, 5 

manufactured by Hitachi Chemical Co., Ltd.).  The lamination 

conditions were as follows: roll temperature: 90°C, pressure: 0.3 MPa, 

conveyor speed: 2.0 m/min. 

[0171] Next, a glass mask having a light-transmitting part in the shape 

of a rounded-corner rectangle and designed to have a size of 7.8 µm 10 

(minor pore size) × 100 µm (major pore size) and an aperture ratio of 

6.7% was allowed to stand on the photoresist-laminated surface of the 

substrate.  In this example, a glass mask in which rounded-corner 

rectangles extending in the same direction are aligned in the major-axis 

and minor-axis directions at constant pitches was used. 15 

[0172] Subsequently, in a vacuum of 600 mmHg or less, UV light was 

applied at an exposure dose of 30 mJ/cm2 using a UV irradiation device 

from above the substrate having the glass mask placed thereon. 

[0173] Next, the photoresist was developed with a 1.0% aqueous 

sodium carbonate solution, thereby forming a resist layer having a 20 

photoresist in the shape of rectangles vertically standing on the substrate.  

The copper exposed portion of the resist-deposited substrate was 

subjected to plating in a nickel plating solution adjusted to pH 4.5 at a 

temperature of 55°C for about for 20 minutes to give about 20 µm.  

The composition of the nickel plating solution is shown in Table 1. 25 

[0174] [Table 1] 
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Plating solution composition Concentration (g/L) 
Nickel sulfamate 450 
Nickel chloride 5 

Boric acid 30 

[0175] Next, the obtained nickel plating layer was stripped together 

with the peelable copper foil of the substrate.  The peelable copper foil 

was removed by chemical lysis with a liquid chemical (MEC Bright 

SF-5420B, MEC Co., Ltd.) by a stirring treatment at a temperature of 

40°C for about 120 minutes, thereby isolating a self-supported film (20 5 

mm × 20 mm) to serve as a metal filter. 

[0176] Finally, the photoresist remaining in the self-supported film was 

removed by ultrasonic resist stripping (P3 Poleve, Henkel) at a 

temperature of 60°C for about 40 minutes, thereby producing a metal 

filter having through micropores. 10 

[0177] Accordingly, a metal filter having no damages, such as 

wrinkling, bending, or curling, and having through pores with sufficient 

accuracy was prepared. 

[0178] Next, the metal filter was immersed in an acidic degreasing 

solution Z-200 (manufactured by World Metal: trade name) to remove 15 

organic matters on the metal filter (40°C, 3 minutes). 

[0179] After washing with water, a pretreatment of substitution gold 

plating was performed at 80°C for 10 minutes using a solution prepared 

by eliminating the gold sulfite, which is a gold supply source, from 

non-cyanide electroless Au plating HGS-100 (manufactured by Hitachi 20 

Chemical: trade name). 

[0180] Next, the filter was immersed in non-cyanide substitution-type 

electroless Au plating HGS-100 (manufactured by Hitachi Chemical: 
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trade name) at 80°C for 20 minutes to perform substitution gold plating.  

The thickness of the substitution gold plating was 0.05 µm. 

[0181] After washing with water, the filter was immersed in 

non-cyanide reduction-type electroless Au plating HGS-5400 

(manufactured by Hitachi Chemical: trade name) at 65°C for 10 minutes 5 

to perform gold plating, washed with water, and then dried.  The total 

thickness of the gold plating was 0.2 µm. 

[0182] (Preparation of non-small-cell cancer cell line) 

 NCI-H358 cells, which are a non-small-cell cancer cell line, 

were statically cultured in an RPMI-1640 culture medium containing 10 

10% fetal bovine serum (FBS) under conditions of 37°C and 5% CO2.  

Cells were separated from the culture dish by a trypsin treatment, 

recovered, and washed using a phosphate buffer (Phosphate buffered 

saline, PBS).  Subsequently, the NCI-H358 cells were allowed to stand 

in 10 µM Cell Tracker Red CMTPX (Life Technologies Japan 15 

Corporation) at 37°C for 30 minutes and thus stained.  Subsequently, 

the cells were washed with PBS and allowed to stand at 37°C for 3 

minutes by a trypsin treatment, whereby cell clusters were dissociated.  

Subsequently, the trypsin treatment was halted with the culture medium, 

and the cells were washed with PBS and then suspended in PBS 20 

containing 2 mM EDTA and 0.5% bovine serum albumin (BSA) 

(hereinafter referred to as 2 mM EDTA-0.5% BSA-PBS) to give a 

suspension for adjustment.  Incidentally, PBS is a phosphate buffered 

saline, and a product code 166-23555 manufactured by Wako Pure 

Chemical Industries was used.  As BSA, a product from 25 

SIGMA-ALDRICH (Product Name: Albumin from bovine 
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serum-Lyophilized powder, Bio Reagent for cell culture) was used.  In 

addition, as EDTA, 2Na (ethylenediamine-N,N,N’,N’-tetraacetic acid, 

disodium salt, dihydrate) (product code 345-01865 manufactured by 

Wako Pure Chemical Industries) was used. 

[0183] (Concentration of CTCs in blood sample using magnetic beads) 5 

(Example 1) 

 As a 7.5-ml blood sample, a sample prepared by adding 1,000 of 

the above tumor cells per 7.5 mL of the blood of a healthy individual 

collected in an EDTA-2Na-containing vacuum blood collection tube 

was used.  The number of white blood cells in the sample was 10 

4,700,000/ml, that is, 35,250,000/7.5 ml. 

[0184] Only the buffy coat was isolated by centrifugation.  The white 

blood cell recovery rate at this time was 97%. 

[0185] The buffy coat was dispersed in 7.5 ml of a 2 mM EDTA-20.0% 

FBS (fetal bovine serum)-PBS (PBS manufactured by Gibco, pH 7.4) 15 

solution. 

[0186] 1 ml of a dispersion of 4.0 × 108 Dynabeads CD45, which are 

magnetic beads provided with a CD45 antibody (0.1% BSA, 0.02% 

Sodium azide, PBS pH 7.4) was added and allowed to react for a 

predetermined period of time, and then the magnetic beads were 20 

removed using a magnet.  The number of white blood cells at this time 

was 52,000/7.5 ml (Sample 1). 

[0187] An experiment was performed using a CTC recovery device: CT 

6000 (manufactured by Hitachi Chemical; trade name), having the filter 

produced above set to a cartridge.  The CTC recovery device includes 25 

a flow path for introducing a blood sample or a reagent, and the 
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entrance of the flow path was connected to a reservoir prepared by 

processing a syringe.  The device was designed such that a blood 

sample or a reagent is successively added to the reservoir, whereby the 

operations including the capture, staining, and washing of CTCs, etc., 

can be continuously performed in a simple manner. 5 

[0188] First, 1 ml of 2 mM EDTA-10.0% FBS (fetal bovine 

serum)-PBS (PBS manufactured by Gibco, pH 7.4) (hereinafter referred 

to as washing liquid) was introduced into the reservoir to fill the filter 

surface, and then allowed to stand for 10 minutes.  Subsequently, 

liquid delivery was started using a peristaltic pump at a flow rate of 200 10 

µL/min.  Subsequently, the Sample 1 was added.  About 5 minutes 

later, 9 mL of the washing liquid was introduced into the reservoir to 

wash the cells. 

[0189] Next, a solution of 4% PFA in PBS was placed in the cartridge, 

and the cells were immersed for 15 minutes.  After washing, a solution 15 

of 0.2% TritonX in the washing liquid was placed in the cartridge, and 

the cells were immersed for 15 minutes. 

[0190] Another 10 minutes later, the pump flow rate was changed to 20 

µL/min.  600 µL of a cell staining solution (Hoechst 33342: 30 µl, 

Wash buffer: 300 ml) was introduced into the reservoir, and the tumor 20 

cells or white blood cells on the filter were fluorescently stained.  After 

cells captured on the filter were stained for 30 minutes, 1 mL of 2 mM 

EDTA-0.5% BSA-PBS was introduced into the reservoir to wash the 

cells. 

[0191] Subsequently, the filter was observed using a fluorescence 25 

microscope (BX61, manufactured by Olympus Corporation) equipped 
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with a computer-controlled electrical stage and a cooled digital camera 

(DP70, Olympus Corporation), and the number of tumor cells and the 

number of white blood cells on the filter were counted. 

[0192] In order to observe the fluorescence from Hoechst 33342 and 

CellTracker Red CMTPX, images were acquired using WU and WIG 5 

filters (manufactured by Olympus Corporation), respectively.  As the 

image acquisition and analysis software, Lumina Vision (manufactured 

by Mitani Corporation) was used.  The results are shown in Table 2.  

Note that the cell recovery rate (%) = the number of tumor cells 

recovered on the filter/the number of tumor cells mixed to the blood 10 

sample × 100%.  In addition, the number of white blood cells was 

calculated by subtracting the number of tumor cells from the number of 

cells stained with Hoechst 33342. 

[0193] (Example 2) 

 As a 100-ml blood sample, the blood of a healthy individual 15 

collected in an EDTA-2Na-containing vacuum blood collection tube 

was used.  The sample was not spiked with tumor cells.  The number 

of white blood cells in the sample was 5,300,000/ml, that is, 

530,000,000/100 ml. 

[0194] Only the buffy coat was isolated by centrifugation.  The white 20 

blood cell recovery rate at this time was 97%. 

[0195] The buffy coat was dispersed in 100 ml of a solution of 2 mM 

EDTA-20.0% FBS (fetal bovine serum)-PBS (PBS manufactured by 

Gibco, pH 7.4). 

[0196] 10 ml of a dispersion of 4.0 × 108 Dynabeads CD45, which are 25 

magnetic beads provided with a CD45 antibody (0.1% BSA, 0.02% 
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Sodium azide, PBS pH 7.4) was added and allowed to react for a 

predetermined period of time, and then the magnetic beads were 

removed using a magnet.  The number of white blood cells at this time 

was 5,500,000 (in total). 

[0197] The number of white blood cells was adjusted to 500,000 using 5 

the above suspension, and the sample was spiked with 1,000 tumor cells 

and used as Sample 2. 

[0198] An experiment was performed using a CTC recovery device: CT 

6000 (manufactured by Hitachi Chemical; trade name), having the filter 

produced above set to a cartridge.  The CTC recovery device includes 10 

a flow path for introducing a blood sample or a reagent, and the 

entrance of the flow path was connected to a reservoir prepared by 

processing a syringe.  The device was designed such that a blood 

sample or a reagent is successively added to the reservoir, whereby the 

operations including the capture, staining, and washing of CTCs, etc., 15 

can be continuously performed in a simple manner. 

[0199] First, 1 ml of 2 mM EDTA-10.0% FBS (fetal bovine 

serum)-PBS (PBS manufactured by Gibco, pH 7.4) (hereinafter referred 

to as washing liquid) was introduced into the reservoir to fill the filter 

surface, and then allowed to stand for 10 minutes.  Subsequently, 20 

liquid delivery was started using a peristaltic pump at a flow rate of 200 

µL/min.  Subsequently, the Sample 2 was added.  About 5 minutes 

later, 9 mL of the washing liquid was introduced into the reservoir to 

wash the cells. 

[0200] Next, a solution of 4% PFA in PBS was placed in the cartridge, 25 

and the cells were immersed for 15 minutes.  After washing, a solution 
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of 0.2% TritonX in the washing liquid was placed in the cartridge, and 

the cells were immersed for 15 minutes. 

[0201] Another 10 minutes later, the pump flow rate was changed to 20 

µL/min.  600 µL of a cell staining solution (Hoechst 33342: 30 µl, 

Wash buffer: 300 ml) was introduced into the reservoir, and the tumor 5 

cells or white blood cells on the filter were fluorescently stained.  After 

cells captured on the filter were stained for 30 minutes, 1 mL of 2 mM 

EDTA-0.5% BSA-PBS was introduced into the reservoir to wash the 

cells. 

[0202] Subsequently, the filter was observed using a fluorescence 10 

microscope (BX61, manufactured by Olympus Corporation) equipped 

with a computer-controlled electrical stage and a cooled digital camera 

(DP70, Olympus Corporation), and the number of tumor cells and the 

number of white blood cells on the filter were counted. 

[0203] In order to observe the fluorescence from Hoechst 33342 and 15 

CellTracker Red CMTPX, images were acquired using WU and WIG 

filters (manufactured by Olympus Corporation), respectively.  As the 

image acquisition and analysis software, Lumina Vision (manufactured 

by Mitani Corporation) was used.  The results are shown in Table 2.  

Note that the cell recovery rate (%) = the number of tumor cells 20 

recovered on the filter/the number of tumor cells mixed to the blood 

sample × 100%.  The number of white blood cells was calculated by 

subtracting the number of tumor cells from the number of cells stained 

with Hoechst 33342. 

[0204] (Example 3) 25 

 Measurement of Example 3 was performed in the same manner 
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as in Example 2, except that using the suspension described above, the 

number of white blood cells was adjusted to 50,000 with 2 mM 

EDTA-20.0% FBS (fetal bovine serum)-PBS (PBS manufactured by 

Gibco, pH 7.4) to make 10 ml, and the resulting sample was spiked with 

1,000 tumor cells and used as Sample 3. 5 

[0205] (Example 4) 

 Measurement of Example 4 was performed in the same manner 

as in Example 2, except that using the suspension described above, the 

number of white blood cells was adjusted to 10,000 with 2 mM 

EDTA-20.0% FBS (fetal bovine serum)-PBS (PBS manufactured by 10 

Gibco, pH 7.4) to make 10 ml, and the resulting sample was spiked with 

1,000 tumor cells and used as Sample 4. 

[0206] (Example 5) 

 Measurement of Example 5 was performed in the same manner 

as in Example 2, except that using the suspension described above, the 15 

number of white blood cells was adjusted to 5,000 with 2 mM 

EDTA-20.0% FBS (fetal bovine serum)-PBS (PBS manufactured by 

Gibco, pH 7.4) to make 10 ml, and the resulting sample was spiked with 

1,000 tumor cells and used as Sample 5. 

[0207] (Example 6) 20 

 Measurement of Example 6 was performed in the same manner 

as in Example 2, except that using the suspension described above, the 

number of white blood cells was adjusted to 50,000 with 2 mM 

EDTA-20.0% human serum-PBS (PBS manufactured by Gibco, pH 7.4) 

to make 10 ml, and the resulting sample was spiked with 1,000 tumor 25 

cells and used as Sample 6. 
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[0208] (Example 7) 

 Measurement of Example 7 was performed in the same manner 

as in Example 2, except that using the suspension described above, the 

number of white blood cells was adjusted to 50,000 with 2 mM 

EDTA-20.0% equine serum-PBS (PBS manufactured by Gibco, pH 7.4) 5 

to make 10 ml, and the resulting sample was spiked with 1,000 tumor 

cells and used as Sample 7. 

[0209] (Example 8) 

 Measurement of Example 8 was performed in the same manner 

as in Example 2, except that using the suspension described above, the 10 

number of white blood cells was adjusted to 50,000 with 2 mM 

EDTA-20.0% bovine serum-PBS (PBS manufactured by Gibco, pH 7.4) 

to make 10 ml, and the resulting sample was spiked with 1,000 tumor 

cells and used as Sample 8. 

[0210] (Example 9) 15 

 Measurement of Example 9 was performed in the same manner 

as in Example 2, except that using the suspension described above, the 

number of white blood cells was adjusted to 50,000 with 2 mM 

EDTA-0.5% bovine serum albumin-PBS (PBS manufactured by Gibco, 

pH 7.4) to make 10 ml, and the resulting sample was spiked with 1,000 20 

tumor cells and used as Sample 9. 

[0211] (Example 10) 

 Measurement of Example 10 was performed in the same manner 

as in Example 2, except that using the suspension described above, the 

number of white blood cells was adjusted to 50,000 with 2 mM 25 

EDTA-PBS (PBS manufactured by Gibco, pH 7.4) to make 10 ml, and 
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the resulting sample was spiked with 1,000 tumor cells and used as 

Sample 10. 

[0212] (Example 11) 

 Measurement of Example 11 was performed in the same manner 

as in Example 2, except that using the suspension described above, the 5 

number of white blood cells was adjusted to 50,000 with 2 mM 

EDTA-50.0% FBS (fetal bovine serum)-PBS (PBS manufactured by 

Gibco, pH 7.4) to make 10 ml, and the resulting sample was spiked with 

1,000 tumor cells and used as Sample 11. 

[0213] (Example 12) 10 

 Measurement of Example 12 was performed in the same manner 

as in Example 2, except that using the suspension described above, the 

number of white blood cells was adjusted to 50,000 with 100% FBS 

(fetal bovine serum) to make 10 ml, and the sample was spiked with 

1,000 tumor cells and used as Sample 12. 15 

[0214] (Example 13) 

 Measurement of Example 13 was performed in the same manner 

as in Example 2, except that using the suspension described above, the 

number of white blood cells was adjusted to 50,000 with 2 mM 

EDTA-1.0% FBS (fetal bovine serum)-PBS (PBS manufactured by 20 

Gibco, pH 7.4) to make 10 ml, and the resulting sample was spiked with 

1,000 tumor cells and used as Sample 13. 

[0215] (Example 14) 

 Measurement of Example 14 was performed in the same manner 

as in Example 2, except that using the suspension described above, the 25 

number of white blood cells was adjusted to 50,000 with 20.0% FBS 
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(fetal bovine serum)-PBS (PBS manufactured by Gibco, pH 7.4) to 

make 10 ml, and the resulting sample was spiked with 1,000 tumor cells 

and used as Sample 14. 

[0216] (Comparative Example) 

 As a 7.5-ml blood sample, a sample prepared by adding 1,000 of 5 

the above tumor cells per 7.5 mL of the blood of a healthy individual 

collected in an EDTA-2Na-containing vacuum blood collection tube 

was directly used as Sample 15.  The number of white blood cells in 

the sample was 4,700,000/ml, that is, 35,250,000/7.5 ml. 

[0217] (Results) 10 

 The measurement results are shown in Table 2.  From Example 

1, it turned out that when 35,250,000 white blood cells are reduced 

using magnetic beads and then filtered, residual white blood cells can be 

considerably reduced.  By combining an antigen-antibody reaction and 

a filter method, a higher white blood cell removal rate than ever can be 15 

achieved.  Examples 2 to 5 are model experiments, in which white 

blood cells remaining after the antigen-antibody reaction were spiked 

with tumor cells.  As shown by the results (i.e., 500,000 → 45; 50,000 

→ 11; 10,000 → 6; and 5000 → 1), by reducing white blood cells to be 

filtered, the amount of white blood cells eventually remaining on the 20 

filter can be reduced. 

[0218] In addition, in Examples 6 to 8, human serum, equine serum, 

and bovine serum were used as diluent solvents, respectively.  The 

effects are slightly different from the case of fetal bovine serum, but it is 

a practically no-problem level.  In Example 9, inexpensive BSA 25 

(bovine serum albumin) was used in place of fetal bovine serum.  The 



FP15-0403-00 

46 

effect is slightly lower than in the case of fetal bovine serum, but it is a 

usable level.  Examples 11 to 13 are the results in the case where the 

fetal bovine serum concentrations were varied.  It can be seen that 

concentrations within a range of 1 to 50% are favorable.  In Example 

14, EDTA was not used.  The result is slightly inferior to the case of 5 

using EDTA. 

[0219] In the comparative example, magnetic beads were not used, and 

32,500,000 white blood cells were directly used.  There are more than 

1,000 white blood cells remaining on the filter, which is unsuitable for 

gene analysis. 10 

[0220] [Table 2] 

Example Sample 

The initial 
number of 

white blood 
cells 

The number 
of remaining 
white blood 

cells 

Tumor cell 
(NCI-H358) 
recovery rate 

Example 1 Sample 1 35,250,000 13 95.3% 
Example 2 Sample 2 500,000 45 97.8% 
Example 3 Sample 3 50,000 11 98.3% 
Example 4 Sample 4 10,000 6 98.4% 
Example 5 Sample 5 5,000 1 99.1% 
Example 6 Sample 6 50,000 22 98.7% 
Example 7 Sample 7 50,000 25 97.8% 
Example 8 Sample 8 50,000 28 98.5% 
Example 9 Sample 9 50,000 264 98.2% 
Example 10 Sample 10 50,000 548 97.6% 
Example 11 Sample 11 50,000 18 97.6% 
Example 12 Sample 12 50,000 72 96.5% 
Example 13 Sample 13 50,000 23 97.4% 
Example 14 Sample 14 50,000 58 97.3% 
Comparative 

Example 
Sample 15 35,250,000 1862 94.9% 

[0221] As shown above, by combining the filter shown in the prevent 
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invention with the removal of white blood cells by an antigen-antibody 

reaction, the characteristics are improved over conventional filters, 

allowing for a downstream. 

Reference Signs List 

[0222] 1: MCL, 2: peelable copper foil, 2’: copper plate, 3: photoresist, 5 

3a: exposed portion of photoresist (exposed area), 3b: developed portion 

of photoresist, 4: photomask, 5: plating layer, 6: through pore, 7: gold 

plating layer. 
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CLAIMS 

 

1. A method for capturing rare cells in blood, comprising isolating 

rare cells in blood from blood, 

 the method for capturing rare cells in blood including a step of 5 

removing white blood cells from the blood before blood filtration using 

a filter. 

 

2. The method for capturing rare cells in blood according to claim 

1, wherein the step of removing white blood cells is a step of removing 10 

white blood cells using beads having magnetic properties. 

 

3. The method for capturing rare cells in blood according to claim 

1 or 2, wherein the number of white blood cells in the blood before the 

blood filtration is 50 or less. 15 

 

4. The method for capturing rare cells in blood according to any 

one of claims 1 to 3, further comprising, in or after the step of removing 

white blood cells, a step of diluting a cell suspension with an aqueous 

solution containing the serum or plasma of a mammal or a protein 20 

therefrom. 

 

5. The method for capturing rare cells in blood according to claim 

4, wherein the serum or plasma of a mammal is of bovine, equine, or 

human origin. 25 
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6. The method for capturing rare cells in blood according to claim 

4, wherein the serum or plasma of a mammal is from a bovine fetus. 

 

7. The method for capturing rare cells in blood according to any 

one of claims 4 to 6, wherein the concentration of the serum or plasma 5 

of a mammal in the aqueous solution is within a range of 1% to 50%. 

 

8. The method for capturing rare cells in blood according to any 

one of claims 4 to 7, wherein the aqueous solution of serum or plasma 

contains a phosphate buffer as a main component. 10 

 

9. The method for capturing rare cells in blood according to any 

one of claims 4 to 8, wherein the aqueous solution of serum or plasma 

contains an anticoagulant. 

 15 

10. The method for capturing rare cells in blood according to claim 

9, wherein the anticoagulant is EDTA, heparin, sodium citrate, or 

sodium fluoride. 

 

11. The method for capturing rare cells in blood according to any 20 

one of claims 1 to 10, further comprising, before the blood filtration, a 

step of immersing the filter in an aqueous solution containing the serum 

or plasma of a mammal. 

 

12. The method for capturing rare cells in blood according to any 25 

one of claims 1 to 11, further comprising, after the blood filtration, a 
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step of washing blood cells with an aqueous solution containing the 

serum or plasma of a mammal. 

 

13. The method for capturing rare cells in blood according to claim 

11 or 12, wherein the serum or plasma of a mammal is of bovine, equine, 5 

or human origin. 

 

14. The method for capturing rare cells in blood according to claim 

11 or 12, wherein the serum of a mammal is fetal bovine serum or 

plasma. 10 

 

15. The method for capturing rare cells in blood according to any 

one of claims 1 to 14, wherein the filter has a surface made of gold, 

platinum, palladium, or an alloy thereof. 

 15 

16. The method for capturing rare cells in blood according to claim 

15, wherein the filter contains nickel as a main component and has a 

surface plated with gold, platinum, palladium, or an alloy thereof. 

 

17. The method for capturing rare cells in blood according to claim 20 

15, wherein the filter contains copper as a main component and has a 

surface plated with gold, platinum, palladium, or an alloy thereof. 

 

18. The method for capturing rare cells in blood according to claim 

15, wherein the filter contains palladium as a main component and has a 25 

surface plated with gold, platinum, or an alloy thereof. 
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19. The method for capturing rare cells in blood according to any 

one of claims 15 to 18, wherein an outermost layer of the filter is gold 

plating. 

 5 

20. The method for capturing rare cells in blood according to any 

one of claims 15 to 18, wherein an outermost layer of the filter is noble 

metal plating having a thickness of 0.05 µm to 1 µm. 

 

21. The method for capturing rare cells in blood according to any 10 

one of claims 1 to 20, wherein the rare cells in blood are tumor cells. 

 

22. The method for capturing rare cells in blood according to any 

one of claims 1 to 21, wherein the filter has through pores whose 

opening shape is a circle, an ellipse, a rounded-corner rectangle, a 15 

rectangle, or a square. 

 

23. The method for capturing rare cells in blood according to any 

one of claims 1 to 22, wherein the filter has through pores whose 

opening shape is at least one of a rectangle and a rounded-corner 20 

rectangle, the minor length thereof being 5 µm to 15 µm. 

 

24. The method for capturing rare cells in blood according to any 

one of claims 1 to 23, wherein the filter has a thickness of 3 µm to 50 

µm. 25 


